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This study examines the changes in pacing thresh- 
oid and R- or P-wave amplitude during the first 30 
minutes after implantation of tined and screw-in 
leads. The leads examined were those of 1 manu- 
facturer (Medtronic) and consisted of 3 ventricuiar 
pa&g leads (model numbers 6957 unipotar screw- 
in [1 1 patients], 6961 unipotar tined [12 patients] 
and 6962 bipolar tined [7 patients]) and 1 atria1 
iead (model number 69571 unipoiar screw-in [lo 
patients]). After optimal lead position was obtained 
fkroroscopicaiiy in the right ventricular apex or 
right atrium, the pactng threshold and R- or P- 
wave amplitudes were measured at S-minute inter- 
vals for 30 minutes. 

The acute ventricular pacing threshokt with the 
screw-in lead was significantiy higher than with the 
tined iead (0.64 f 0.17 vs 0.56 f 0.15 voitq p 
<O.OOl).These wasa significant (p <O.OOl) acute 
decrease in the ventricuiar pacing threshotd with 
both iead types, with the maximum decrease occur- 
ring 5 minutes after iead implantation. There was a 
signiftcant acute increase in R-wave sixe with the 
ventricutar screw-in lead that peaked 20 minutes 
after tead impiantation (11.9 f 3.0 to 14.7 f 4.1 
mV, p <O.OOl). The atrial screw-in lead behaved in 
a manner ktentiil to its counterpart in the ventri- 
cle. In con&sion, there are acute changes in the 
pacing threshoid and R- or P-wave amplitude ob- 
tained with tined and screw-in pacing leads. In 
some patll, a pacing threshokt or R- or P-wave 
ampliide that is initially unacceptable may im- 
prove to an acceptable level over 15 to 20 mirmtes 
without further lead manipulation, especially when 
an atrial screw-in lead is used. 
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T he acute pacing threshold and R- or P-wave am- 
plitudes are important in identifying an adequate 
lead position during permanent pacemaker im- 

plantation. A number of factors influence these parame- 
ters including the type of lead used, the lead position 
within the cardiac chamber and the extent of contact 
between the lead tip and viable myocardium. Because of 
contrasting means of myocardial contact, differences in 
acute pacing parameters might be expected with tined 
and screw-in lead tip configurations. However, no stud- 
ies to date have performed a systematic analysis of the 
acute pacing and sensing parameters with these leads. 
The purpose of this study was to compare the immedi- 
ate pacing thresholds and sensing characteristics of 
tined and screw-in leads and to examine acute changes 
in these parameters during the first 30 minutes after 
implantation. 

METHODS 
Subjeetsr The study protocol was performed during 

implantation of a clinically indicated permanent pace- 
maker for which all patients had given informed con- 
sent. Thirty-five patients were included in the study. 
Their mean age was 66 f 15 years (range 28 to 90) and 
20 were men. The indication for permanent pacemaker 
implantation was sick sinus syndrome in 15 patients, ca- 
rotid sinus syndrome in 6 patients and atrioventricular 
block in 14 patients. 

Pacing leads: Four Medtronic endocardial pacing 
leads were compared. The leads of 1 manufacturer were 
used so as to maintain uniformity for comparison. Elev- 
en patients had a unipolar ventricular screw-in lead 
(model 6957). The electrode on this lead is a platinum 
alloy helix that provides active fixation to the endocardi- 
urn. The helix is advanced or retracted by rotating the 
connector pin with a fixation tool. The lead has a nickel 
alloy conductor and polyurethane insulation. Twelve pa- 
tients had a unipolar ventricular tined lead (model 
6961). This lead has a platinum alloy ring-shaped tip 
electrode. In addition, there are 4 silicone rubber tines 
near the electrode tip, a nickel alloy conductor and sili- 
cone rubber insulation. Seven patients had a bipolar 
ventricular tined lead (model 6962); this lead is identi- 
cal to the unipolar ventricular tined lead (model 6961), 
except that there is a second ring electrode near the tip. 
Ten patients had a unipolar atria1 screw-in lead (model 
69575). This lead is identical to its counterpart in the 
ventricle (model 6957) except that the distal segment is 
J-shaped. This modification is designed to facilitate 
electrode placement in the right atria1 appendage, on 
the lateral right atria1 wall or on the atria1 septum. 
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TABLE I Ventricular Pacing Threshold, Resistance and R-Wave at Baseline and at Sminute Intervals for 30 Minutes for the 
Unipolar Screw-In (Medtronic model 6957), Unipolar Tined (model 6961) and Bipolar Tined (model 6962) Pacing Leads 

Threshold 

Minutes 

0 
5 

10 
15 
20 
25 
30 

0 
5 

10 
15 
20 
25 
30 

6957 6961 6962 

Volts mA Volts mA Volts mA 

0.84f0.17 1.24f0.40 0.58f0.15 0.91 f 0.25 0.64 f 0.26 0.91 f 0.36 
0.69 f 0.14* 1.04 f 0.32t 0.53 f 0.12* 0.84zkO.16t 0.51 f 0.14’ 0.76 zk 0.16’ 
0.66 l 0.12* l.OOf 0.22’ 0.51&0.12* 0.81 f 0.18* 0.51 f O.lOf 0.73 f o.o!Y 
0.65 f O.lO* 1.00 f 0.27* 0.51 l 0.13* 0.77 f 0.17* 0.53 f 0.07* 0.76&0.16t 
0.65 f 0.09* 1.00 f 0.20’ 0.48f0.10’ 0.76 f 0.19* 0.51 f 0.07* 0.76 f 0.10’ 
0.67 f 0.10’ 1.00 f 0.23* 0.47 f 0.10* 0.75 f 0.17’ 0.51 f 0.07* 0.73 f 0.17* 
0.65 f 0.09* 1 .OO f 0.20’ 0.47 f O.lOJ 0.73 f 0.20* 0.53 f 0.07t 0.77 f 0.09’ 

Resistance (ohms) R Wave (mV) 

6957 6961 6962 6957 6961 6962 

658 f 207 581 f 78 618f93 12f3 13f9 17f8 
625 z!c 161 584f66 585f83 12f4 13f9 17f7 
632 f 156 567 f 70 625 f 103 13f4 13f9 17f8 
637 f 167 602 f 67 6OOf82 14f3’ 14f9 18f7 
627f 150 620 f 107 586f84 15*4* 14f9 17f7 
648% 176 621 f 88 593 f 69 15f4’ 14f9’ 18f7 
630 f 191 632 f 105 585 f 76 15&5$ 14f9’ 17zk8 

* ,, <o.os vs baseline; t p CO.01 vs baseline; * p <0.13X YS baseline; all others not skgnificant. 

Pacing lead implantation and threshold determina- 
tion: Venous access was obtained through a subclavian 
or cephalic vein. The ventricular lead was advanced un- 
der fluoroscopic guidance and positioned at the right 
ventricular apex. The atria1 lead was positioned in a 
similar manner either in the right atria1 appendage (7 
patients) or on the atria1 septum (3 patients). After a 
stable lead position was achieved, serial measurements 
of pacing threshold, resistance and filtered R- or P-wave 
amplitude were obtained at Sminute intervals for 30 
minutes. These data were measured with a pacing sys- 
tem analyzer (Medtronic Inc., model 5311). During R- 
and P-wave measurement the largest amplitude signal 
detected during a 2-second sampling period was record- 
ed. Unipolar measurements were made with the indif- 

ferent electrode connected to the tissues of the pace- 
maker pocket. 

The pacing threshold was measured by pacing at a 
rate of 80 to 100 pulses/min with stimuli that had a 
pulse width of 0.5 ms and an initial amplitude of 1.5 
volts. The amplitude was decreased in steps of 0.1 volt, 
and the pacing threshold was defined as the lowest pulse 
amplitude at which 100% ventricular or atria1 capture 
was maintained for at least 15 seconds during normal 
respiration, The current, resistance and R- or P-wave 
amplitudes then were measured with the pacing system 
analyzer. If the initial threshold in the atrium or ventri- 
cle was >1.3 volts, the lead was repositioned regardless 
of the fluoroscopic position. However, if the initial 
threshold remained >1.3 volts after 12 attempts at re- 

FIGURE l.Acutepacingthmholddata 
overthefirst3Ominutesafterkad 
hphtathinaI~inwhom 
thebasehethrodddwasruboptimal 
(2lvolt). 

Baseline 5 10 15 20 25 30 

Minutes After Lead lmplantatioh 
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positioning, the higher baseline threshold was accepted. 
A decision to reposition the lead was based solely on the 
capture threshold criterion. 

Statistical analysis: The data for the 3 ventricular 
pacing leads and the single atria1 pacing lead were ana- 
lyzed separately. A repeated measures analysis of vari- 
ance was used to test for differences between the 3 ven- 
tricular pacing leads, for changes over time and for in- 
teractions between lead and time point differences.’ 
Within each group, different time points were compared 
using Fisher’s least significant difference multiple com- 
parisons procedure. A p value <0.05 was considered sig- 
nificant and all data are expressed as mean f 1 stan- 
dard deviation. 

RESULTS 
Pacing thresholds: The mean pacing thresholds for 

both the unipolar and bipolar tined leads were signifi- 
cantly lower than that for the unipolar screw-in lead (p 
<O.OOl) (Table I). The pacing thresholds for the uni- 
polar and bipolar tined leads were not significantly dif- 
ferent from each other. Comparison of the screw-in lead 
in the atrium and the ventricle revealed that when indi- 
vidual time points were compared, there was no signifi- 
cant difference in pacing threshold. However, if all the 
time points were combined, the average pacing thresh- 
old in the atrium (0.88 volt) was significantly higher 
than that in the ventricle (0.69 volt; p <O.Ol). 

The thresholds for all 3 ventricular leads at baseline 
were significantly higher than at 5 minutes and all sub- 
sequent time points (p CO.001). The threshold at 5 min- 
utes was not significantly different from the threshold at 
any of the later times. The majority of patients dis- 
played the group trend. The improvement was greater 
in some patients than in others and in no patient did 
values deteriorate significantly during the period of ob- 
servation. There were no significant interactions be- 
tween the thresholds of any of the 3 leads and time. 
This indicates that the 3 leads displayed the same down- 
ward trend in acute pacing threshold over the first 30 
minutes after implantation. For the atria1 screw-in lead 
(Table II), the pacing threshold at baseline was also sig- 
nificantly higher than at 5 minutes and all subsequent 
time points (p <O.OOl). The threshold at 5 minutes was 
not significantly different from the thresholds at any of 
the later times. 

Figure 1 shows the acute pacing threshold data in all 
patients in whom the threshold at baseline was subopti- 
ma1 (I1 volt). There were 3 patients with a unipolar 
ventricular screw-in lead, 1 with a bipolar ventricular 
tined lead and 7 with a unipolar atria1 screw-in lead. In 
all patients except for 2 who had the atria1 screw-in 
lead, the threshold fell to <l volt within 30 minutes of 
lead implantation. In some patients the maximum im- 
provement occurred by 5 minutes, in others by 15 min- 
utes and in others by 30 minutes. 

Resistance: There were no significant differences in 
the measured resistance between any of the 3 ventricu- 
lar pacing leads examined (Table I). There were no sig- 
nificant changes in the measured resistance over time 
for either the atria1 or ventricular leads (Table I and II). 

TABLE II Atrial Pacing Threshold, Current, Resistance and 
P-Wave at Baseline and at 5-minute Intervals for 30 Minutes 
for the 6957J (Medtronic) Atrial Pacing Lead 

Threshold Current 

Minutes (volts) WA) 

Resistance 
(ohms) 

P wave 

W-4 

0 1.07 f 0.27 1.95 f 0.73 545 f 139 3.7 f 2.2 
5 0.92 f 0.31+ 1.70*0.71+ 532 f 147 4.0 f 2.5 

10 0.93 f 0.31* 1.75 f 0.80’ 524 f 97 4.5 f 2.7” 
15 0.86 z+ 0.28* 1.59 f 0.67* 54-O* 162 4.7 f 3.0f 

20 0.82 k 0.28’ 1.50 f 0.70t 522* 117 4.8 f 2.af 
25 0.79 f 0.2s 1 .A6 f 0.70? 518f 104 5.2 f 3.3” 
30 0.77 f 0.28* 1.42iO.71* 539 f 126 5.2 f 3.1* 

* p <0.05 vs baseline. + p <O.Ol vs baseline, * p <O.oOl “5 baseline. ail others not 
slgnlflcant 
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R- and P-wave amplitudes: There were no signifi- 
cant differences in the R-wave amplitude between the 3 
ventricular pacing leads (p = 0.49) (Table I). However, 
there was a significant increase over time in the R-wave 
amplitude for the 2 unipolar leads (p <0.006). For the 
unipolar screw-in lead, the R wave at 15 minutes was 
significantly larger than the baseline (p <O.Ol) and the 
R wave at 20, 25 and 30 minutes displayed a further 
significant increment. In the case of the unipolar tined 
lead, the R wave at 25 minutes was significantly larger 
than the baseline (p <0.05) and the R wave at 30 min- 
utes displayed a further small increment (p <O.Ol). For 
the bipolar tined lead, the size of the R wave at baseline 
was not significantly different than any of the subse- 
quent time points. 

There was also a significant increase in the magni- 
tude of the measured P wave over time (Table II). 
Compared to baseline, the P wave was significantly 
larger at 10 (p KO.05) and 15 minutes (p <O.Ol). There 
was a further significant increment in the size of the P 
wave at 20 minutes (p <O.OOl) and this was maintained 
at the subsequent time points. 

Figure 2 shows the acute R-wave amplitude in all 
patients in whom the baseline R wave was suboptimal 
(<7 mV). There were 4 such patients, 2 with a unipolar 
tined lead and 2 with a bipolar tined lead. In 3 of the 4 
patients, the R wave at 30 minutes was larger than at 
baseline. In 1 patient the R wave improved and then 
disimproved but this patient was the exception (Figure 
2). Figure 3 shows the acute P-wave amplitude in all 
patients in whom the baseline P wave was <5 mV. In 
the majority of these patients, the P wave at 30 minutes 
was larger than at baseline. 

DISCUSSION 
Comparison of different leads: The results of this 

study demonstrate that the acute ventricular pacing 
threshold obtained with a screw-in lead is significantly 
higher than that obtained with a representative tined 
lead. There is no difference in the pacing threshold be- 
tween a unipolar and a bipolar tined lead. R-wave size 
does not differ significantly between the screw-in and 
tined lead configurations. 

Changes over time: There is a significant decrease 
in the acute pacing threshold with both the screw-in and 
tined leads, with the maximum change generally occur- 



ring by 5 minutes after lead implantation. The practical 
importance of this finding arises when a lead has a sat- 
isfactory radiographic position but a marginal acute 
pacing threshold. In this situation it is reasonable to 
wait 5 minutes and reassess the pacing threshold. Our 
data suggest that the pacing threshold often may im- 
prove to an acceptable level, obviating the need for fur- 
ther lead manipulation. 

With the ventricular screw-in lead, there is a highly 
significant acute increase in R-wave size, which peak 
20 minutes after lead implantation. Therefore, in a pa- 
tient with a marginal R wave (<5 mV) immediately 
after lead implantation in whom other pacing parame- 
ters are satisfactory, it is reasonable to accept this R 
wave in anticipation of improvement within 15 or 20 
minutes. With the unipolar ventricular tined lead, there 
is a similar but less prominent acute increase in R-wave 

size at 25 minutes after lead implantation. However, 
there is no significant acute increase in R-wave size 
with the bipolar ventricular tined lead. 

Our study demonstrates that the screw-in lead be- 
haves in an identical fashion in the atrium as in the 
ventricle. There is a highly significant decrease in the 
atria1 pacing threshold over the first 5 minutes after 
lead implantation and also a highly significant increase 
in P-wave size over the first 20 minutes after lead im- 
plantation. Thus, as in the case of the ventricular lead, 
if the atria1 lead is in a stable position radiographically 
with marginal thresholds, it is reasonable to remeasure 
these thresholds after a short time in anticipation of a 
significant improvement. As demonstrated in Figure 3, 
most patients with a marginal baseline P-wave ampli- 
tude will show significant improvement within 30 min- 
utes to clinically acceptable values. 

12 
1 0 Lead EAL? 4 CJJV I 

‘1 -I l Lead6962 

I I I I I I I 

Baseline 5 10 15 20 25 30 

Minutes After Lead Implantation 

8 

i 
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Baseline 5 10 15 20 25 30 
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FlGURE 2. R-wave amplbde over the 
Rrst3GmimttesafterkadimphtatimIn 
aMpatienbinwhomthebadineRwave 
was s&optimal (C7 mV). 

FIGURE 3. P-wave lrnplitude (lead 
6S37J)overthefirst3GminutesaR~lead 
imphWoninaW~inwhomthe 
badinePwavewas<5mV. 
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Possible mechanisms: Implantation of the screw-in 
lead causes localized endocardial injury. This injury 
possibly may acutely raise the pacing threshold and im- 
pair the sensing function of the screw-in lead. With the 
passage of time after lead implantation this area of inju- 
ry may recede rapidly, with reabsorption of edema fluid 
and improvement in pacing and sensing parameters. In 
contrast, the tined lead would not be expected to injure 
the endocardium. Thus it would seem predictable that 
the initial pacing threshold is lower with this lead than 
with the screw-in lead. Improvement in the acute pacing 
and sensing characteristics with the tined lead may be 
due to the gradual improvement in contact between the 
lead tip and the endocardium over the first 30 minutes 
after lead implantation. 

Prior studies: To our knowledge, no prior studies 
have examined the evolution of pacing and sensing pa- 
rameters over the first 30 minutes after implantation of 
permanent pacemaker leads in patients. However, a 
number of studies have examined these data acutely 
and over a variable follow-up period. Mond and Slo- 
man2 implanted a unipolar ventricular tined lead (Med- 
tronic 6961) in 100 patients and achieved an average 
acute pacing threshold of 0.59 volt, current of 0.92 mA, 
resistance of 560 ohms and R-wave of 8 mV. These 
data are very similar to those in our study. Berman et 
al3 and Scoblionko and Rolett4 examined changes in the 
pacing threshold at frequent intervals over 1 year and 
12 weeks, respectively, by means of pulse-width pro- 
gramming. However, their data are not comparable to 
ours. Holmes et al5 implanted a bipolar ventricular 
tined lead (Medtronic 6962) in 50 patients and found 
an acute mean stimulation threshold of 0.43 f 0.14 
volt, current of 0.78 f 0.24 mA, resistance of 521 f 77 
ohms and R wave of 10.2 f 3.9 mV. 

Similar to our results, Perrins et al6 noted that the 
ventricular screw-in lead (Medtronic 6957) displayed a 
higher acute pacing threshold than the tined lead (Med- 
tronic 6961/2, p <O.OOl), which they attributed to its 
larger surface area. Using the same screw-in lead, Bis- 
ping et al7 found no significant difference between the 
pacing threshold in the atrium and ventricle. A number 
of investigators including Santini,8 Bisping,7 Kleinert9 
and their co-workers have noted that there is a signifi- 
cant decrease in the atria1 pacing threshold and increase 
in the amplitude of the P wave over a period of 10 to 30 
minutes after implantation of a screw-in lead in the atri- 
um. These changes were noted to coincide with the dis- 
appearance of the injury potential.7 However, although 
these features have been recognized in the past, our 

study is the first to provide a systematic study of these 
phenomena. 

Shandling et ali0 compared the unipolar P-wave am- 
plitude at the time of atria1 lead placement in 43 pa- 
tients to that recorded at the end of pacemaker surgery. 
Overall, there was an increase in the mean P-wave am- 
plitude in patients with passive fixation leads but there 
was considerable individual fluctuation. They lo recom- 
mended that the atria1 sensitivity be programmed with 
an adequate margin of safety early after pacemaker im- 
plantation. 

Limitations: The leads of only 1 manufacturer were 
examined, and therefore our findings may not apply to 
other types of leads. Another limitation is that we did 
not examine the pacing or sensing characteristics of a 
bipolar screw-in lead. However, available data, includ- 
ing those in the present study, suggest that there is little 
difference in pacing threshold and sensing characteris- 
tics between the unipolar and bipolar varieties of a par- 
ticular type of lead.” 
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