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To establish comprehensive criteria for detecting 
restenosfs and remodeling, inter- and intraob- 
server reproductbility of quantitative artertogra- 
phy in the analysis of 30 lestons immediately after 
and 6 months after percutaneous traneluminal 
coronary angioplasty (PTCA) were assessed. Geo- 
metric shrgle-plane (minimum, maximum, mean di- 
ameter and percent diameter stenosis), biplane 
(absolute and retative cross-sectional area steno- 
sis), retatfve densftometrtc area stenosis and the 
average of densitometrtc area stenosis in orthogo- 
nal views were compared. A high intra- and inter- 
observer reproduclbiSty of all absohrte measure- 
ments was found, wtth the highest correlations for 
minimum diameter and cross-secttonal area (inter- 
observer, r = 0.85 and O&St intraobserver, 
r = 0.93, and 0.95 for minimum diameter and 
cross-sectional area, respectively). Gf the relative 
measurements, biplane geometric percent cross- 
sectional area stenosis was the most reliable and 
percent densitometrtc area steno&i was the most 
variable (inter-observer, r = 0.67; tntraobserver, 
r = 0.71). Only small dtfferences were demon- 
strated for the absolute measurements between 
the analysfs of lesions immediately after PTCA 
and after follow-up, whereas a greater variability 
was found for relative measurements, especially 
videodensitometry. In both circumstances, a poor 
correlation between relative densitometric cross- 
sectional area from orthogonal views was found, 
whereas geometric elliptical cross-sectional area 
correfated quite well with the average of densito- 
metric percent cross-sectional area in orthogonal 
views (interobserver, r = 0.86; intraobserver, 
r = 0.94). Thus, data in thts study support the suit- 
ability of geometric quantitative analysts for the 
assessment of PTCA resutts. Densttometry was 
the least reliable quantttattve parameter. 

(Am J Cardid 1993f69r77-93) 

From the Department of Internal Medicine, Division of Cardiology, 
Veterans Administration and University of Michigan Medical Center, 
Ann Arbor, Michigan. This study was supported in part by the Veterans 
Administration, Washington D.C. Manuscript received August 23, 
199 1; revised manuscript received and accepted September 9,199l. 

Address for reprints: G.B. John Mancini, MD, Department of 
Medicine, University of British Columbia, University Hospital-UBC 
Campus, Koemer Pavilion, 2211 Wesbrook Mall, Vancouver, British 
Columbia V6T 2B5. 

usual estimation of coronary stenosis severity is V highly variable and unrehable.1-3 In an attempt 
to overcome these limitations, computerized 

quantitative coronary arteriographic analyses have been 
described and shown to decrease the amount of observer 
variability.4-6 Quantitative coronary arteriographic 
methods can be classified as geometric or densitometric. 
The former are based on the analysis of the geometric 
diameter of the artery as it is projected onto the intensi- 
fier and yield absolute and relative values of cross-sec- 
tional area, assuming circular (for single-plane analysis) 
or elliptical (for biplane analysis) cross-sectional shape 
of the artery.4-6 Videodensitometry methods are based 
on the concept that the integral of density values across 
an artery in a radiographic image is proportional to the 
cross-sectional area at that point and can be used to 
derive percent area stenosis by comparing the density 
profile across a normal segment with that across a ste 
notic segment.7-9 Theoretically, this should make the 
measurements of asymmetric stenoses independent of 
the projection angle and allow more accurate descrig 
tion of complex lesions with irregular cross-sectional 
shape. 

Interventional techniques, which have become wide- 
ly used in this last decade, require precise and accurate 
methods in the evaluation of coronary stenosis dimen- 
sions. Moreover, because percutaneous transluminal 
coronary angioplasty (PTCA) can often produce asym- 
metric and irregular changes of the vessel lumen, densi- 
tometric analysis has been proposed to assess PTCA re- 
sults.*O In these circumstances it has been suggested 
that geometric assumptions would prevent an accurate 
and reproducible evaluation of vessel dimensions. On 
the other hand, a lack of correlation between densito- 
metric measurements in orthogonal views before and af- 
ter FICA has been reported.11 Also Katritsis et all2 
demonstrated difficulties with videodensitometry, spe- 
cifically in evaluation of PTCA results. 

The purposes of this study were: (1) to compare the 
reproducibility of geometric and densitometric quanti- 
tative analysis in the assessment of the results of coro- 
nary intervention; (2) to evaluate the differences in ac- 
curacy and precision for both techniques in the analysis 
of stenoses immediately after F’TCA and of the same 
lesions after a follow-up of 6 months; and (3) to estab- 
lish comprehensive, quantitative criteria for the assess- 
ment of restenosis and remodeling after coronary inter- 
ventions. 
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METHODS 
The geometric and densitometric quantitative analy- 

sis of 20 lesions immediately after PTCA and after a 
follow-up of 6 months in 15 consecutive patient studies 
performed by 2 observers were compared. PTCA was 
performed on the left anterior descending artery in 10, 
on the circumflex in 3, on the obtuse marginal in 4 and 
on the right coronary artery in 3 cases. Lesions were not 
preselected on the basis of the location, geometry or 
ease of computer processing. The only requirement was 
availability of multiple views, so that a biplane analysis 
could be performed. The 2 observers analyzed all the 
lesions twice, independently, immediately after FTCA 
and after follow-up, with an interval of at least 1 week 
between the first and the second analysis. The results 
were then compared with those of a single, long-time 
user of the software who analyzed all 20 lesions inde- 
pendently and whose results were considered the refer- 
ence standard for the study. Each of the users had been 
trained in the use of the software program and the con- 
ventions of cineframe selection and digitization used in 
this laboratory6 as well as the Coronary Artery Surgery 
Study site code.i3 Choice of the frame, details of digiti- 
zation, editing of edges and selection-of normal refer- 
ence diameters were completely up to the user’s d@cre- 
tion. Only the location of PTCA lesions was given to the 
observers. Each lesion was analyzed in roughly orthogo- 
nal right anterior oblique and left anterior oblique pro- 
jections. Comparable views were selected for both post- 
PTCA and follow-up analyses. The 20 biplane lesions 
analyzed immediately after PTCA and at 6 months ne- 
cessitated digitization of 20 X 2 X 2 = 80 cineframes 
for each set of observations. Since the long-time user 
performed this analysis once and the 2 users did this 
each twice, 400 cineframes were analyzed for this study. 

The imaging procedure and quantification software 
have been described previously.6 Selected frames were 
projected on a Vanguard viewer optically coupled to a 
video camera. With a 2.41 optical magnification, the 
subregions of the 35 mm frame of interest were digitiz- 
ed at 512 X 512 X 8 bit resolution on a digital angio- 
graphic computer system (DPS41OOC, ADAC Labora- 
tories, Milpitas, California). To reduce the video noise, 
25 video frames were averaged.14 All images were sub 
jetted to a gray-scale modification to linearly expand 
their individual scene dynamic range to fill the full 8 bit 
dynamic range of the digital radiographic system. The 
digitized film images were digitally magnified by a fac- 
tor of 2, through bilinear pixel interpolation, to increase 
analytic precision in the analysis. Thus, the final overall 
magnification was X4.8 and the effective pixel resolu- 
tion was 2,458 X 2,458. The operator selected a circular 
region of interest with a light-pen cursor and modified 
the radius of the circle to include the stenotic and the 
“normal” reference segments. The software then pro- 
ceeded without operator interaction. The centerline of 
the arterial segment was determined by analyzing circu- 
lar pixel density profiles of decreasing radii. Linear den- 
sity profiles perpendicular to the centerline were then 
extracted over the entire length of the arterial segment. 

Automatic edge detection was accomplished in 2 passes. 
On the first pass, initial edge points were chosen as 
points 75% of the distance between the first and the 
second derivatives (weighted toward the first derivative) 
of each perpendicular density profile. During this first 
pass, incorrect edge points were sometimes generated 
because of image noise, insufficient contrast or overly- 
ing structures. Edge points were automatically checked 
for spatial continuity and discarded if they were >4 pix- 
els distant from neighboring edge points. Threshold 
density values for valid first-pass edge points were 
stored for later reference. In the second pass, thresholds 
for discarded points were calculated using thresholds of 
adjacent points. Calibration was obtained by measuring 
the catheter of known size, filled by contrast medium, 
and determining its edges in the same manner as the 
arterial segment. After analysis of the lesion in both or- 
thogonal views was completed, the program automati- 
cally identified a proximal and distal normal segment 
and the point of minimum diameter. Automatic selec- 
tion of proximal and distal segments was accomplished 
by searching out from the minimum diameter in both 
directions and finding the point where the artery diame 
ter exceeded 90% of the difference between the rnaxi- 
rnt$& and minimum diameter for that segment. The 
user had the option to overrule this automatic selection. 
The final computer results consisted of the geometric 
minimum diameter, percent diameter stenosis for sin- 
gle-plane analysis, geometric percent area stenosis, and 
the absolute cross-sectional area assuming an elliptical 
cross-sectional shape for biplane analysis. In 2 cases, in 
which an ectatic portion of artery was included in the 
region of interest, the “normal” reference segment was 
manually redefined by the operators. Since Ellis et all5 
had suggested that mean diameter might be the most 
reliable parameter to quantitate progression of coronary 
lesions, we also calculated mean and maximum diame- 
ters of the segments - automatically and manually de- 
termined, respectively - for each lesion in each orthog- 
onal view. 

A different portion of the program provided relative 
videodensitometric cross-sectional area at each point 
along the centerline by integrating the densities across 
the perpendicular profile from edge to edge. The edge 
points were used both as limits for the integration of the 
individual density profiles and to provide a measure of 
the typical background densities in this part of the im- 
age. Background was subtracted using the edge-point 
intensities to construct a linearly interpolated approxi- 
mation for the superimposed background across each 
profile. For each lesion, videodensitometric percent area 
stenosis in both orthogonal views and the average of 
these values were recorded. 

StatiatieaI annlysIs: Student’s paired t tests and lin- 
ear regression analysis were performed for the compari- 
son of stenoses as assessed in single and biplane geomet- 
ric analysis and in singleplane densitometric analysis. 
Moreover, the mean difference (“accuracy”), the stan- 
dard deviation of mean difference (“precision”), mean 
absolute difference (the average of the values of the dif- 

78 THE AMERICAN JOURNAL OF CARDIOLOGY VOLUME 69 JANUARY 1, 1992 



ference between the 2 readings without concern as to 
the direction or sign of the difference [“accuracy” previ- 
ously defined]) and percent absolute difference (the dif- 
ference between measurements expressed as a percent- 
age of the reference value) were also calculated. These 
were compared using a repeated-measures analysis of 
variance, and when overall significance was found, the 
Newman-Keul test was used to compare the individual 
parameters with each other. For comparisons that in- 
volved biplane observations versus single-plane observa- 
tions, 2 identical biplane observations were used to cor- 
respond with each single-plane observation. A paired t 
test was used to compare percent biplane geometric 
cross-sectional area versus percent videodensitometric 
cross-sectional area stenosis averaged from orthogonal 
views, because they were the only statistically compared 
parameters with sample sizes of 40 (single-plane analy- 
ses have a sample size of 80). Results were considered 
significant at p <0.05. 

RESULTS 
The inter- and intraobserver variability results did 

not differ between the 2 test observers and were there- 
fore considered as 1 data set. 

A high intra- and interobserver reproducibility was 
demonstrated for all the absolute measurements (Table 
I). With regard to relative measurements, percent diam- 
eter stenosis showed an excellent reproducibility (inter- 
observer, r value = 0.86; intraobserver, r = 0.86). Bi- 
plane analysis further improved the results of relative 
geometric single-plane analysis as shown by the better 
value of r (percent cross-sectional area interobserver, 
r = 0.89; intraobserver, r = 0.93), accuracy (percent 
diameter stenosis: interobserver, - 1.35; intraobserver, 
-0.73; percent cross-sectional area: interobserver, 
-1.16; intraobserver, -0.22) and precision (percent di- 
ameter stenosis: interobserver, 9.03; intraobserver, 8.1; 
percent cross-sectional area: interobserver, r = 8.21; in- 
traobserver, 6.61). None of the accuracy values (mean 
deviations) were significantly different from zero. In 
contrast, inter- and intraobserver variability of densito- 
metric area stenosis were quite poor, but by averaging 
the values obtained in orthogonal views, the repro- 
ducibility increased remarkably (interobserver, r = 
0.74; intraobserver, r = 0.84; accuracy: interobserver, 
1.20; intraobserver, 2.15; precision: interobserver, r = 
15.00; intraobserver, r = 12.12; mean absolute differ- 
ence: interobserver, 10.84; intraobserver, 8.57). How- 
ever, these results were still worse than those noted with 
the geometric analyses. 

To allow a comparison of the reproducibility of 
parameters with different dimensions and number of 
observations, we also calculated the percent absolute 
difference (Figures 1 and 2). Both inter- and intraob- 
server tests showed that mean diameter is the most re- 
liable parameter. Single-plane relative measurements 
were less reproducible than absolute ones. Videodensito- 
metric percent cross-sectional area was unreliable (in- 
terobserver 24.9%, intraobserver 24.5%). However, by 
averaging percent densitometric cross-sectional area in 

TABLE I Overall Variability of Absolute Measurements 

Min. Max. Mean 
Diam. Diam. Diam. CSA-G 
(mm) (mm) (mm) (mm2) 

(n = 80) (n = 80) (n = 80) (n = 40) 

Interobserver: 
Mean difference 0.04 0.14 0.07 0.15 
SD of mean difference 0.41 0.81 0.49 1.21 
Mean absolute difference 0.29 0.58 0.35 0.71 
r Value 0.85 0.80 0.82 0.85 

lntraobserver 
Mean difference 0.00 0.01 0.01 -0.09 
SD of mean difference 0.31 0.55 0.36 0.83 
Mean absolute difference 0.21 0.40 0.23 0.54 
r Value 0.93 0.91 0.91 0.95 

%CSA- 
%DS %CSA-G %CSA-V Vavg 

(n = 80) (n = 40) (n = 80) (n = 40) 

Overall Variability of Relative Measurements 

Interobserver: 
Mean difference -1.35 -1.16 1.20 1.20 
SD of mean difference 9.03 8.21 18.18 15.00 
Mean absolute difference 6.75 5.76 13.16 10.84 
r Value 0.86 0.89 0.67 0.74 

intraobsener 
Mean difference -0.73 -0.22 2.15 2.15 
SD of mean difference 8.10 6.61 17.94 12.12 
Mean absolute difference 5.94 5.52 12.83 8.57 
r Value 0.86 0.93 0.71 0.84 

CSA-G = geometric-elliptical cross-sectional area; %CSA-G = percent geometric- 
elliptical cross-sectional area; %CSA-V = percent vrdmclensitometric cross-sectional 
area; %CSA-Vavg = percent videodensitometric cross-sectional area averaged from 
orthogonal views; Ohm. = diameter; %DS = percent diameter stenosis; Max. = 
maximum; Min. = minimum; SD = standard deviation. 
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orthogonal views, a significant reduction of percent 
mean absolute difference was achieved (interobserver 
19.7%, intraobserver 15.1%). In biplane analyses, the re- 
producibility of geometric relative measurements was 
excellent (interobserver 10.29, intraobserver 9.8). 

An analysis was performed to determine the cut-off 
values of each measurement that could be used in prac- 
tice to designate a true change in vessel dimensions (as 
might be caused by restenosis or remodeling of arterial 
segments) (Table II). 

When the measurements obtained in the analysis of 
lesions 6 months after PICA and after follow-up were 
considered separately (Tables III and IV), no relevant 
differences were demonstrated for both absolute and 

relative measurements. In both post-PTCA and follow- 
up films, the correlation between relative densitometric 
cross-sectional area from orthogonal views was poor 
(r = 0.67) (Figure 3). In contrast, a good correlation 
(r = 0.85) was found between geometric elliptical cross- 
sectional area and the average of percent densitometric 
cross-sectional area in orthogonal views. Accuracy, pre- 
cision and mean absolute difference in the analysis of 
lesions immediately after PTCA and after follow-up are 
listed in Table V. 

DISCUSSION 
Several studies have shown that quantitative coro- 

nary angiography is superior to visual estimation in the 
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TABLE &I Summary of Cut-Off Values Proposed to Designate a 
Change in Vessel Dimensions (n = 80) 

Min. diam. (mm) 
Max. diam. (mm) 
Mean. diam. (mm) 
%DS 
%CSA-G 
%CSA-V 
%CSA-Vavg 

Abbreviationsas in Table I. 

0.82 0.62 
1.62 1.10 
0.98 0.72 

18.06 16.20 
16.42 13.22 
36.36 35.88 
30.00 24.24 

TABLE III Variability of Absolute Measurements Immediately 
After PTCA and After Six Months Follow-Up 

Min Max Mean 
Diam. Diam. Diam. CSA-G 

(n = 40) (n = 40) (n = 40) (n = 20) 

interobserver 
Mean difference (I) 0.04 0.08 0.02 0.19 

(FU) 0.05 0.02 0.11 0.11 
SD of mean difference (1) 0.41 0.89 0.52 1.41 

(FU) 0.40 0.73 0.47 1.02 
Mean absolute (I) 0.29 0.61 0.37 0.75 

difference (FU) 0.28 0.55 0.32 0.68 
r Value (I) 0.84 0.80 0.83 0.83 

(FU) 0.84 0.82 0.83 0.85 
lntraobserver 

Mean difference (I) -0.06 -0.13 -0.08 -0.23 
(FU) 0.05 0.15 0.09 0.06 

SD of mean difference (I) 0.25 0.46 0.33 0.85 
(FU) 0.35 0.60 0.38 0.81 

Mean absolute (I) 0.16 0.34 0.21 0.49 
difference (FU) 0.25 0.45 0.26 0.59 

r Value (I) 0.95 0.95 0.94 0.96 
(FU) 0.90 0.89 0.88 0.93 

FU = follow-up; I = immediate; other abbreviations as in Tables I and II. 

TABLE IV Variability of Relative Measurements Immediately 
after PTCA and After Six Months Follow-Up 

%CSA- 
%DS %CSA-G %CSA-V Vavg 

(n = 40) (n = 20) (n = 40) (n = 20) 

Interobserver 
Mean difference (I) -0.47 -0.57 2.80 2.80 

(FU) -2.23 -1.75 -0.40 -0.40 
SD mean difference (I) 8.71 8.66 18.65 16.80 

(FU) 9.37 7.90 17.79 13.19 
Mean absolute (I) 6.17 6.18 13.72 12.35 

difference (FU) 7.33 5.35 12.61 9.33 
r Value (I) 0.78 0.82 0.52 0.56 

(FU) 0.88 0.92 0.75 0.83 
lntraobserver 

Mean difference (I) 0.47 0.34 1.96 1.96 
(FIJI -1.93 -0.78 2.35 2.35 

SD mean difference (I) 7.53 7.28 15.86 8.77 
(FU) 8.57 5.99 20.01 14.99 

Mean absolute (I) 6.08 6.28 12.49 7.13 
difference (FU) 5.80 4.75 13.17 10.01 

r Value (I) 0.84 0.87 0.70 0.88 
(FU) 0.91 0.96 0.70 0.80 

Abbreviations ?.s in Tables I to Ill. 
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assessment of the severity of coronary lesions. For this 
reason, quantitative coronary angiography has been 
largely used in research, whereas in the clinical setting 
traditional approaches are still widely used. However, a 
precise assessment of the stenosis severity can provide 
useful information about prognosis and may help to 
make therapeutic decisions.i6J7 Moreover, conclusions 
derived from studies in which coronary stenosis severity 
has been measured through quantitative coronary angi- 
ography may not be applied to visually estimated steno- 
ses, because of the known differences between quantita- 
tive measurements and visual evaluations.18J9 On the 
other hand, it has been suggested that frame and pro- 
jection selection and other technical factors could de- 
crease the reproducibility of quantitative coronary angi- 
ography, making such measurements unsuitable for 
clinical practice. 

Inter- and intraobserver variability studies have of- 
ten been performed after the selection of the frame to 
be analyzed, thereby yielding reproducibility values that 
may not be relevant to clinical use. In our study opera- 
tors were given only the location of the stenosis to ana- 
lyze after being trained in conventions used for quanti- 
tative analyses6 This freedom of analysis was intended 
to create a “worst-case” scenario similar to a clinical 
application of quantitative analyses. Nevertheless, under 
these conditions the reproducibility of geometric quanti- 
tative analysis was excellent. 

In a previous study in which the same software was 
applied to preselected frames, interobserver r values of 
minimum diameter before and after PTCA were 0.95 
compared with 0.84 in the current study (analysis of 
images before PTCA can be compared with that after 
follow-up). Therefore, the lack of preselection of the 
frame, although causing a decrease in reproducibility, 
does not preclude achievement of clinically reliable re- 
sults. Moreover, the precision of minimum diameter 
showed in our study (interobserver, 0.61 mm; intraob- 
server, 0.31 mm) is comparable to that (0.36 mm) 
found by Reiber et al*O in a highly structured research 
study. Thus, our data completely support the suitability 
of quantitative coronary angiography when differences 
in frame selection, reference selection and digitization 
parameters may differ from observer to observer - as 
might be expected in clinical practice. 

The absolute measures provided by quantitative ar- 
teriography are attractive for assessing coronary inter- 
ventions for several reasons. Studies in humans showed 
that minimal cross-sectional area can predict the hemo- 
dynamic significance of a coronary narrowing more ac- 
curately than percent area or percent diameter steno- 
sis.** In addition, our results confirm previous re- 
ports1iJ5 showing that absolute measurements are less 
variable than relative ones. We tested the reproducibili- 
ty of maximum and mean diameters that theoretically 
could be used for the follow-up of vessels with no appar- 
ent lesions at the baseline or with diffuse disease. Ellis 
et a1,15 in a study confined to single-plane analyses, 
showed that mean diameter was the best parameter to 
assess the evolution of coronary lesions. Our data con- 
firm that mean diameter is highly reproducible. 

With respect to minimum diameter, we believe that 
the slightly greater value of the percent absolute differ- 
ence can be justified by the smaller magnitude of this 
measurement (i.e., small differences in this measure- 

TABLE V Variability Between Geometric and 
Videodensitometric (averaged) Cross-Sectional Area Stenosis 

Immediately 
After PTCA Follow-Up Overall 

(n = 40) (n = 40) (n = 80) 

Interobserver 
Mean difference 1.6 1.8 1.7 
SD of mean difference 10.4 10.7 10.5 
Mean absolute difference 8.1 8.1 8.1 
r Value 0.81 0.88 0.87 

lntraobserver 
Mean difference 2.5 0.9 1.7 
SD of mean difference 10.2 12.5 11.4 
Mean absolute difference 8.2 9.4 8.8 
r Value 0.81 0.85 0.85 

PTCA = percutaneous transluminal coronary angioplasty: SD = standard devlatton. 
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ment will appear large when expressed as a percentage). 
The values of mean absolute difference (interobserver 
0.29, intraobserver 0.21) were, in fact, excellent. The 
low value of mean absolute difference of geometric per- 
cent cross-sectional area relative to percent diameter 
stenosis may be a result of the same phenomenon (i.e., 
percent cross-sectional area measurements are more se- 
vere than percent diameter stenosis measurements be- 
cause they are proportional to the radius squared). 
Thus, small differences in the latter would be propor- 
tionately larger when expressed as a percentage. We be- 
lieve that the greater variability of stenosis cross-sec- 
tional area than that of minimum diameter can be ex- 
plained by the fact that the former incorporates errors 
inherent in measuring minimum diameter in 2 views. 

The applicability of geometric quantitative methods 
to evaluate results after PTCA has been controversial. 
It has been stressed that irregularities occurring after 
angioplasty cannot be accurately described by geomet- 
ric assumptions of circular or elliptical models. Serruys 
et allo reported a good agreement between densitomet- 
ric relative area and geometric single-plane percent ste- 
nosis before PTCA, whereas remarkable differences 
(standard deviation of the difference = 18% area steno- 
sis) were recorded after PTCA. Because these results 
were interpreted as related to the complex anatomic 
changes of the vessel wall after PTCA that prevented 
a correct geometric analysis,22 densitometry was pro- 
posed, instead of geometric quantitation, to evaluate 
PTCA results. Studies in phantoms have found that vi- 
deodensitometry can accurately measure stenosis di- 
mensions.7-9 In contrast, our clinical data showed that 
variability of videodensitometry is greater than that of 
geometric methods when we consider inter- or intraob- 
server variability either after PTCA or after a 6-month 
follow-up period. Moreover these results confirm a poor 
correlation between densitometric relative area (r = 
0.626 and 0.7 19 for intra- and interobserver test, respec- 
tively) in orthogonal views, as previously reported by 
other investigators.11J2 

A nonlinear relation between film optical density 
and contrast medium thickness are caused by x-ray 
scatter, beam hardening, nonuniform brightness, effects 
of panning, inhomogeneous contrast mixmg or fore- 
shortening. Also, disparate gray-scaling methods may 
be used by different digital systems. These can explain 
the discrepancies between the results observed in the 
ideal conditions of phantom studies and those obtained 
in unselected clinical applications. Previous reports, 
which showed reliability of videodensitometry, were 
generally performed in highly selected, symmetric le- 
sions’O and without foreshortening,8 characteristics that 
are common only among a minority of lesions. In con- 
trast, in our study, no preselection of the stenoses was 
done and this could explain the differences between our 
results and the abovementioned reports. In previous 
studies,12 a lack of correlation between geometric and 
densitometric evaluation of percent area stenosis af- 
ter PTCA was shown. Inhomogeneous mixing of con- 
trast medium and blood due to the anatomic changes of 
the arterial wall immediately after PTCA could have 

caused these results because of violation of this funda- 
mental prerequisite for performing videodensitometry. 
However, our videodensitometry results were highly 
variable both immediately and late after PTCA. 

Although we found an improved reproducibility of 
videodensitometry when the values of orthogonal views 
were averaged and a good correlation between this 
mean and elliptical percent cross-sectional area, the re- 
sults obtained through geometric analysis were always 
much more reproducible than those obtained through 
videodensitometry. We think that the poor reproducibil- 
ity of videodensitometry, when applied to typical clinical 
studies, suggests that current approaches are not yet 
suitable for assessing angioplasty or other interventions. 

Surprisingly, we did not observe a remarkable dis- 
crepancy in the analysis of post-PTCA and follow-up 
films, and this difference further diminished when bi- 
plane analysis was considered. These data support the 
concept that difficulties of geometric quantitative sys- 
tems to describe the results of PTCA are less in practice 
than in theory. Biplane analysis, which has been pro- 
posed to overcome the problem of asymmetric lesions, 
has been shown to be highly reproducible with only 
small differences between immediate post-PTCA and 
follow-up analyses. 

In conclusion, this study supports the suitability of 
geometric quantitative analysis for assessing coronary 
interventions in both research and clinical settings. Cri- 
teria are provided that allow the complete description of 
an arterial segment undergoing remodeling due to inter- 
ventions. Of these criteria, densitometry, even when re- 
sults from orthogonal views are averaged, is the least 
reliable. In our study, the differences in geometric anal- 
yses between post-PTCA and follow-up films were neg- 
ligible, suggesting that geometric methods are most ap- 
propriate for assessing immediate and late PTCA re- 
sults. Of these measurements, the mean and minimum 
diameter measurements are the most reliable. 
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