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An inexpensive circuit for monitoring photomultiplier anode current
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An 8-channel current-to-frequency converter module has been developed for measuring photomultiplier anode currents in the
range of 1-100 p,A. Although this circuit was designed specifically for monitoring photomultiplier currents in a ground-based very
high energy gamma-ray telescope, it would be useful in many other applications where cost is a consideration . An interesting
consequence of this technique is that, by measuring the pulse-to-pulse time interval, it is possible to synthesize the kind of
measurements usually performed with lock-in amplifiers. Tests show that with a few seconds integration time, a 1 kHz modulated
signal can be detected at a level of 10-5 of the ambient current.

1. Introduction

Although photomultipliers have large bandwidth
and dynamic range, they are susceptible to damage if
the average dc anode current exceeds levels of the
order of 100 pA. Even in applications where these
limits are not approached, knowledge of the dc current
is useful for understanding the background fluctuation
noise spectrum . In the particular case of ground-based
very high energy gamma-ray astronomy, there have
been numerous reports of short term bursts of air
showers which have been attributed to radiation from
various stellar objects. It is quite possible, instead, that
terrestrial or solar effects induce a general sky bright-
ening - that is responsible for a general increase in
trigger rate . To disentangle these problems, a simple
dc current-to-frequency circuit has been designed for a
new Cherenkov air shower telescope, GRANITE,
which is being completed at Mt. Hopkins in Arizona
[1] . The principal requirements of this circuit were
economy and stable linear performance over the range

monitor.
Fig. l . Block diagram of the photomultiplier anode current

2. Circuit description
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of 1-100 VA. The circuit was specifically designed to
yield pulse rates from 100 Hz to 10 kHzwhich could be
accepted by a low-cost 32-channel scaler module engi-
neered for the GRANITE project. A block diagram is
shown in fig. 1.

The circuit design was predicated on operating the
photomultiplier with negative high voltage so that the
anode runs at close to ground potential. A 10 [LA
current charging a 0.01 p,F capacitor would generate a
voltage of 1000 V/s, ideal for a timer circuit such as an
NE555. However, this cannot be directly implemented
since the chip requires a positive charging current for
normal operation. This problem was solved by using a
current mirror formed by two monolithic PNP transis-
tors to copy the negative current flow from the photo-
multiplier to a positive current flow into the timing
capacitor. For our application, an ICM7555 chip was
selected for the timing function . This is a CMOS
version of the NE555 manufactured by Harris. The
complete circuit is shown in fig . 2.

Fast pulses typically of the order of 5 ns are shunted
by a 0.01 p.F capacitor to the ac output while the dc
current is injected through a 2 kil resistor to the
current mirror consisting of two PNP transistors on an
MPQ2907 chip . The output of the mirror charges the
0.047 pF capacitor connected to the ICM7555. The
width of the pulses generated by the ICM7555 is gov-
erned by the product of the 200 fl resistance and the
0.0047 p,F capacitor. The ICM7555 drives three differ-
ent outputs. TTL and differential ECL replicas of the



3. Performance
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ICM7555 pulse train are generated by 74HC241 and
MC10124 chips. The TTL signals are intended to drive
a remote display while the differential ECL pulses are
counted by a multichannel scaler module . In addition,
pulses from all eight channels are logically summed by
a 74LS30, translated to ECL by an MC10124 and
shaped to 50 ns width by an MC10198 . NIM level
output is driven by an MC10192. It is intended that
these summed pulse trains can be further combined
with signals from similar modules to generate a fre-
quency proportional to the total current in the photo-
multiplier array . By sensing the total pulse rate, an
automatic protection circuit can trip the photomulti-
plier high voltage supply before tube damage occurs .

The 8-channel multiplicity was chosen to match an
amplifier-discriminator module that has been de-
scribed in a previous article [2]. The printed circuit
board dimensions are 233.4 mm x 160.0 mm, corre-
sponding to the VME 6U size . Four conducting layers
were required, two for signal and two for ground and
power .

The performance of the Current mirror thin is the- r
most crucial aspect of the circuit . Since both transistors
are on the same substrate, their circuit parameters stay
closely matched as the ambient temperature varies.
Most of the tests were performed with a Hewlett-
Packard 64111D digital oscilloscope and a Hewlett-
Packard 6114A precision power supply. The accuracy
and linearity of the circuit were tested by injection of a
known current and measurement of the output fre-
quency . Fig . 3 shows the extreme curves and the aver-

Fig. 2. Schematic diagram of one current monitor channel.
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Fig . 3 . Calibration curves for 48 current monitor channels.
The upper and lower curves represent the extremes of behav-

ior. The central line depicts the system average.

age for 48 channels . The channel-to-channel variation
spanned a total range of ±6% while the linearity was
considerably better. No attempt was made to match
the slopes by selecting the ICM7555 charging capaci-
tance . The current measurement range is dependen!
on the current mirror performance and the ICM7555
leakage current. It is possible with this circuit to oper-
ate with anode currents which range from less than 1
WA to greater than 1 mA.

The short-term stability of the ICM7555 pulse train
was accurately measured for an injected current o¬ 14
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ILA. The time sequence of 32 768 consecutive pulses
was recorded with 50 ns accuracy by a special CAMAC
20 MHz event clock module designed for precision
time series measurements . Over the total sample, the
average time between pulses was 0.73 ms with a stand-
ard deviation of less than 0.3 ~Ls. The data was then
analyzed in 3-s segments, each comprising 4092 consec-
utive time intervals . The short-term behavior was
checked by grouping the 4092 intervals into 1023 seg-
ments of four measurements each. Two independent
sums were computed from this set by adding separately
the 1023 first and third elements of each segment. The
second and fourth elements were ignored . The two
sums always agreed to an accuracy of better than one
part in 105 . This suggests that if the initial current was
periodically modulated by a small signal it could be
detected at a level comparable with the performance of
commercial lock-in amplifiers. The advantage of the
method described here is that the analog components
are quite cheap and the differencing operation can be
performed in the time domain where digital techniques
can be carried out easily with a simple microprocessor .
Since this technique assumes that the time interval
measurements are captured in digital memory, the
signal phase and amplitude can be simultaneously re-
covered .

The 8-channel module requires 100 mA of + 5 V
power and 400 mA at - 5 V. The power supply is
shared by the amplifier-discriminator modules [2]
which accept the fast pulse signals passed by this
circuit .
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4. Conclusion

A photomultiplier current monitor based on current
to frequency conversion provides a simple and incxpen-
sive means of recording values in the range of 1 to 100
~LA . The performance is more than adequate for most
applications . The possibility of phase-sensitive detec-
tion makes this circuit an interesting candidate for
detecting small periodically modulated signals.
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