
ABSTRACT: Reproducible neurophysiologic testing paradigms are critical
for multicenter studies of neuropathy associated with impaired glucose
regulation (IGR), yet the best methodologies and endpoints remain to be
established. This study evaluates the reproducibility of neurophysiologic
tests within a multicenter research setting. Twenty-three participants with
neuropathy and IGR were recruited from two study sites. The reproducibility
of quantitative sudomotor axon reflex test (QSART) and quantitative sensory
test (QST) (using the CASE IV system) was determined in a subset of
patients at two sessions, and it was calculated from intraclass correlation
coefficients (ICCs). QST (cold detection threshold: ICC � 0.80; vibration
detection threshold: ICC � 0.75) was more reproducible than QSART (ICC
foot � 0.52). The performance of multiple tests in one setting did not improve
reproducibility of QST. QST reproducibility in our IGR patients was similar to
reports of other studies. QSART reproducibility was significantly lower than
QST. In this group of patients, the reproducibility of QSART was unaccept-
able for use as a secondary endpoint measure in clinical research trials.
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A need exists for accurate and early diagnosis of
neuropathy in clinical trials where participants have
impaired glucose regulation [impaired fasting glucose
(IFG) and/or impaired glucose tolerance (IGT)].
Neuropathy trials require screening tests that are sen-

sitive, specific, can be performed without highly spe-
cialized training, and are standardized across multiple
study sites. The ideal test would allow rapid and repro-
ducible screening of potential participants. When used
as a primary or secondary endpoint measure in longi-
tudinal studies, the test needs to be reproducible to
ensure that variations in results are due solely to
changes in nerve physiology. A further problem facing
investigators in large clinical neuropathy trials is the
choice of an appropriate primary endpoint measure.
Electrophysiologic tests offer the advantage of early
preclinical diagnosis when early intervention may pre-
vent neuropathy. However, nerve conduction studies
(NCS), which are the most commonly used electro-
physiologic tests, do not evaluate small fiber function
and thus they may fail to identify patients with this type
of neuropathy.

Quantitative sensory testing (QST) and quantita-
tive sudomotor axon reflex testing (QSART) have
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both been studied in large, single-center studies of
diabetic neuropathy.7,8,10 Within the expertise of a
single site, QST has been shown to provide highly
reproducible within-test and between-test re-
sults.1,7,10,12,13,16,26 QST has been used as a secondary
endpoint in a number of clinical studies that evalu-
ated therapeutic outcomes, such as human immuno-
deficiency virus (HIV)-related and diabetic neurop-
athies,3,11,39 and QSART has been used as a
confirmatory test of neuropathy in several small stud-
ies of small fiber neuropathy.21,27,31,33 The reliability
and reproducibility of QSART has not been evalu-
ated in a multicenter trial, nor has its reproducibility
been compared with other measures of small fiber
function. Evaluation of the reproducibility of these
tests in the setting of a multicenter clinical trial is
important in promoting effective use of neurophys-
iologic tests as surrogate endpoint measures of neu-
ropathy in future clinical trials.

METHODS

Study Design. Participants enrolled in a non-ran-
domized longitudinal cohort study evaluating early
neuropathy associated with IGR (as part of the Im-
paired Glucose Tolerance Causes Neuropathy Study,
NIH NS38849) at three centers. Patients were evalu-
ated with nerve conduction studies, QST [vibration
detection threshold (VDT) and cold detection
threshold (CDT)], QSART, and intraepidermal
nerve fiber density (IENFD) through skin biopsy as
part of the study design. The criteria for inclusion
within the study were: IGR confirmation on at least
two separate occasions; signs and symptoms of pe-
ripheral neuropathy; and an abnormality in at least
one of the following: nerve conduction studies
(NCS), QST, or QSART. Symptoms and signs of
neuropathy included numbness, paresthesias,
and/or pain in the extremities in a stocking/glove
distribution; absent or reduced reflexes; and de-
creased perception of vibration, sharp stimuli, or
proprioception on examination. IGR was defined
according to the World Health Organization
(WHO) and American Diabetes Association (ADA)
definition at that time: fasting glucose between 110
and 126 mg/dl, and/or 2-hour glucose between 140
mg/dl and 200 mg/dl.16,36

IENFD was not chosen as an initial screening
measure, because one purpose of the study was to
pilot its use as an endpoint. To allow entry based on
its abnormality would have biased the results in its
favor. Subjects were excluded from the study if other
causes of neuropathy existed. Exclusions included
concurrent use of neuropathy-inducing medication,

exposure to environmental toxins, hereditary neu-
ropathy, and abnormal laboratory screening results
(thyroid-stimulating hormone, serum protein elec-
trophoresis and immunofixation, antinuclear anti-
body, vitamin B12 level, folate level, and erythrocyte
sedimentation rate). Subjects provided consent ac-
cording to the Declaration of Helsinki. Studies were
performed sequentially on participants from two
study sites, the University of Michigan and the Uni-
versity of Utah. Reproducibility testing for QST and
QSART was performed on two separate days sepa-
rated by intervals of at least 1–30 days in a subset of
23 patients.

Patients from two of the three centers participat-
ing in the study were included in the reproducibility
study. Of the 23 total patients included, 19 patients
underwent repeat QST testing, and 13 patients un-
derwent repeat QSART testing. Nine patients had
both QSART and QST repeat testing, 10 had only
repeat QST testing, and 4 had only repeat QSART
testing. This was due to subject availability for repeat
testing, and therefore not all subjects were able to
have both QST and QSART repeat testing per-
formed. These 23 patients were not significantly dif-
ferent from the rest of the cohort evaluated and were
the initial patients enrolled in the IGT cohort.

QST. QST was performed on the left dorsal foot
using the computer-aided sensory evaluator system
(CASE IV; WR Medical Electronics, Stillwater, Min-
nesota) and previously published methodology.11,37

Vibration and cold detection thresholds (VDT and
CDT) were tested consecutively in each patient. Sub-
jects received three tests each of VDT and CDT on
day 1 (trial 1) and day 2 (trial 2). Three tests were
performed at each session to determine whether
frequent testing improved the reproducibility of re-
sults. The examiner read the instructions at the be-
ginning of each trial to ensure that the participant
fully understood the instructions. Conditions of test-
ing were standardized and remained identical be-
tween individual tests and trials.

QSART. QSART was performed only once on each
day, because residual sweat volume and local skin
alterations can cause variability of results.26 The skin
was prepped with acetone, isopropyl alcohol, and
water. Capsules were placed on the medial forearm
(75% of the distance from the ulnar epicondyle to
the pisiform bone), the proximal leg (lateral aspect,
5 cm distal to the fibular head), medial distal leg (5
cm proximal to the medial malleolus), and proximal
foot (over the extensor digitorum brevis muscle).
Ten percent acetylcholine was iontophoresed for 5
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minutes. The sweat response was recorded over 10
minutes (5 minutes of ionotophoresis plus 5 minutes
for sweat volumes to return to baseline). QSART and
CASE IV equipment were purchased from WR Elec-
tronics (Stillwater, Minnesota). They are similar but
not identical to the original equipment designed at
the Mayo Clinic and are used in clinical trials at that
center.

Statistical Design. Intraclass correlation coeffi-
cients (ICCs) were calculated to investigate the reli-
ability of the QST and QSART scores. Each test was
considered to be a random sample of all possible
tests so that the results could be generalized.40 SAS
macro %INTRACC (http://support.sas.com/kb/
25/031.html) was used to calculate ICCs. Because of
the nonlinear aspect of patient sensation expressed
in just-noticeable-difference (JND) values, the nor-
mal deviate was also used for analysis of QST results,
but there was no significant difference in ICC values
calculated from JND or normal deviates. CDT and
VDT were analyzed separately. ICC for QSART re-
sults were calculated using both raw sweat volumes
and standard normal deviates (SNDs). Standard nor-
mal deviates (z-score) for QSART sweat volumes
were adjusted to compare with previously published
normative data.26 This did not produce significantly
different results, and therefore the ICC results re-
ported are from raw sweat volumes.

Analyses were performed using SAS, version 9.1.3
(SAS Institute, Inc., Cary, North Carolina) and R,
version 2.3.1.

RESULTS

For analysis of the reproducibility of neurophysio-
logic tests, 23 subjects were included prospectively in

the dataset. The average age of the cohort was 57.6
years (range 45–74 years). There were 7 males and
16 females, among whom 1 was African American, 2
Hispanic, and the remainder Caucasian. The mean
body mass index was 32.7 (range 25.3–38.7). Hemo-
globin A1C levels fell within the normal range on
tested participants. Patients had an average neurop-
athy duration of 60 months before being enrolled in
the study (range 12–180). The average fasting glu-
cose was 99, and the 2-hour glucose was 166 mg/dl
(142–199 mg/dl). Nineteen of 23 subjects partici-
pated in QST reproducibility testing, and 13 of 23
completed QSART in both sessions. Nine of 23 par-
ticipants completed both QST and QSART and are
included in both results.

Reproducibility of CDT and VDT Results. Comparison
of test 1 (first test of trial 1) and test 4 (first test of
trial 2) yielded an ICC of 0.81 for CDT (Table 1).
Utilizing the means of tests on trial 1 and trial 2 did
not improve reliability significantly (ICC 0.83). Re-
producibility between tests within each trial is shown
in Figure 1B, and it was not as strong; the ICC for test
1 vs. 2 (0.83) vs. 1–3 was 0.85, and thus there was no
improvement in reliability between trial 2 and 3
compared with 1 and 2.

VDT reproducibility was similarly strong between
trials. The ICC for VDT test 1 and test 4 was 0.74
(Table 1). The results were not significantly different
for means of VDT tests of trial 1 and trial 2 (ICC
0.82) as indicated in Figure 1A. Reproducibility of
individual tests performed on the same day was sig-
nificantly lower for VDT than for CDT (0.82 vs.
0.55). One patient performed with more variability
on the second day, which may have led to the signif-
icantly lower ICC mean of trials for VDT.

Table 1. CDT and VDT reproducibility: test 1 vs. test 4 and means of trial 1 vs. trial 2.

Measure CDT test 1 CDT test 4 VDT test 1 VDT test 4

Mean JND 16.9 � 4.73 16.20 � 5.17 21.08 � 1.88 20.42 � 3.62
Mean approximate change from

baseline (°C for CDT or �m
for VDT) 7.3 5.2 172.5 120

ICC 0.80 0.80 0.75 0.75

Measure CDT trial 1 CDT trial 2 VDT trial 1 VDT trial 2

Mean JND 16.23 � 5.18 15.85 � 5.63 21.32 � 1.94 20.64 � 3.45
Mean approximate change from

baseline (°C for CDT or �m
for VDT) 5.3 4.5 172 127

ICC 0.83 0.83 0.55 0.55

JND, just noticeable difference (discrete magnitudes of stimulation by the CASE IV device exponential algorithmic function); CDT, cold detection threshold; VDT,
vibration detection threshold; ICC, intraclass correlation coefficient. Approximate change from baseline is mean of minimum degrees of temperature/�m
vibration required for patients to perceive stimulus from baseline temperature/vibration at beginning of CASE IV testing paradigm.
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Reproducibility of QSART Results. No patient had a
lack of sweat response at all four sites. Most partici-
pants had a proximal-to-distal gradient, with higher
sweat volumes proximally. Reproducibility was simi-
lar for the forearm, proximal leg, and foot sites
(0.52–0.63; Table 2). The distal leg site was the least
reproducible, with an ICC of 0.42. One patient had
a severe leak at the forearm and proximal leg sites. It
was impossible to accurately determine the volume
at these sites, and the data were excluded from the
analysis.

DISCUSSION

Neuropathy occurs over time in more than half of
diabetic patients.11,49 Nerve conduction studies dem-
onstrated that neuropathy is already present in 10–
18% of patients at the time of diabetes diagnosis,6,23

suggesting that peripheral nerve injury occurs in the
early stages of disease and with milder degrees of
glycemic dysregulation. Neuropathy that occurs
early in diabetes is usually characterized by symmet-
rical sensory symptoms including pain and auto-
nomic dysfunction.32,38,41,44,45,47 In the largest pro-
spective series, 81% of neuropathy patients with IGT
had exclusively sensory complaints, and 92% recog-
nized neuropathic pain as a dominant symptom of
their neuropathy.41 Small myelinated and unmyeli-
nated fibers convey sensations of light touch, pain,
and temperature,2,18 whereas large fiber loss results
in decreased vibratory sensation, joint position
sense, and sural sensory nerve action potentials
(SNAPs).29,37 Pain symptoms and impaired temper-
ature perception in IGT neuropathy suggest promi-
nent early involvement of the small unmyelinated
nerve fibers that mediate pain, temperature sensa-
tion, and autonomic function. However, the present
study indicates that, in IGT neuropathy, as in dia-
betic neuropathy, large myelinated fibers are also
affected as determined by an abnormal VDT in up to
72% of participants (using the 95th percentile) and
an abnormal sural SNAP amplitude in 76% of par-
ticipants.46 This indicates that there is significant
involvement of distal large fiber function even be-
fore a patient converts from IGT or IFG to diabetes.
Furthermore, these findings support the concept
that tests of large fiber function should be included
in trial entry criteria for early diabetic neuropathy.

Identification of ideal neuropathy endpoints has
been controversial. Recently, a case definition of
distal symmetrical polyneuropathy was developed to
standardize clinical research.14 This report con-
cluded that simple composite examination scores
were as accurate as more complex examinations.
However, QST and autonomic tests were not in-
cluded in the recommendations because of concerns

FIGURE 1. (A) Reproducibility of VDT between individual tests
(T1–6) and trials in subjects with impaired glucose tolerance and
small fiber neuropathy. The boxplot indicates the mean, 25th and
75th percentiles for VDT expressed in JND units for each test. (B)
Reproducibility of CDT between individual tests (T1–6) and trials
in subjects with IGR and neuropathy. The boxplot indicates the
mean, 25th and 75th percentiles for CDT results expressed in
JND units for each test.

Table 2. Quantitative sudomotor axon reflex test (QSART): means of trial 1 vs. trial 2.

Measure (�l) Trial 1 Trial 2 ICC

Mean sweat volume at the foot 0.76 � 0.31 0.76 � 0.19 0.52
Mean sweat volume at the distal leg 1.24 � 0.31 1.83 � 0.74 0.42
Mean sweat volume at the proximal leg 0.76 � 0.19 0.98 � 0.20 0.63
Mean sweat volume at the forearm 1.17 � 1.35 0.73 � 0.73 0.55

ICC, intraclass correlation coefficient.
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about the variability of QST or the lack of availability
of autonomic testing at medical centers.

The CASE IV equipment used in this multicenter
study is now available at many medical centers that
conduct neuropathy trials, and it is familiar to those
carrying out diabetic neuropathy trials.

Reproducibility results for QST using the CASE
IV system in this multicenter study are similar to
those reported in other multicenter evaluations.4,22

The slightly lower results may be a reflection of
sample size, or they could be due to the patient
sample. Previous studies of QST reproducibility were
performed in patients with diabetic neuropathy,
which was most likely more severe than our cohort.
This may have led to more patients with QST results
at the upper end of the threshold scale (close to the
99th percentile cutoff for JND), which would have
minimized the variability and the dynamic range of
the test in these cohorts.

QST can measure multiple stimuli thresholds,
but it has the drawback of being a biopsychophysical
test, and it has been argued that QST is limited by
the subject’s motivation and concentration during
testing.15 Despite provisions made in Case IV QST
testing for such an eventuality, a subject may subcon-
sciously influence results of the test and make QST
unreliable.9,15 However, in clinical trials where par-
ticipants are motivated to closely follow the testing
protocol, and where such a profound conscious bias
is lacking, this study indicates that QST would be a
reliable test.

There are multiple commercially available QST
methodologies. Most QST testing uses either the
method of limits or the method of levels. The
method of limits uses a continuously increasing or
decreasing stimulus, and patients report when they
feel the stimulus, or the stimulus is absent. This
method (because it depends on subject reaction
time) is dependent on patient motor abilities and
attention. The method of levels (“forced choice”)
utilized in the Case IV algorithm uses a series of
predefined amounts of stimulus, and patients report
whether or not they perceive the sensation. The
stimulus is increased or decreased based on the pa-
tient’s choice. This method is more time-consuming,
but it may be more accurate due to its independence
from reaction time. If a patient makes a choice twice
that is incompatible with previous choices, the test-
ing stops.

Other QST systems have been evaluated for reli-
ability, including the vibraton, neurothesiometer,
biothesiometer, the Rydel–Seiffer tuning fork for
vibration perception thresholds, Medoc, and the
Marstock device, among others. However, compari-

son between instruments is difficult due to multiple
statistical analyses used for evaluation of variability.
The neurothesiometer and Reidel–Seiffer tuning
fork have also been shown to have significant repro-
ducibility, with coefficients of variance of 8–13% and
4%, respectively.5,19 Reliability of thermal thresholds
appears to be less than for vibration perception
thresholds when the Medoc device is used, but this
was not seen in this study utilizing the CASE IV
system.28 QST testing may also be more reliable than
current perception threshold (CPT) testing.28

In our study, we compared variability between
separate days using both a single test (the first test on
each day) and the mean of three tests performed on
the same day, as well as variability between tests
performed on the same day. Both CDT and VDT
testing were performed similarly by comparing the
first trial on each session as well as the mean of each
session. There was a significant difference between
the two tests in intra- and intrasession variability, as
VDT performed less well when the mean of each
session was used. This may have been due to the
small sample size. Results otherwise did not improve
or decrease in reliability between test 1 and 2, and
between test 2 and 3. This suggests that subject con-
ditioning or distractibility were not consistent factors
in causing changes in results between individual
tests. The relatively high reproducibility obtained in
this multicenter study will increase the statistical
power for QST as an endpoint measure compared
with other less reproducible electrophysiologic mea-
sures. However, these results, especially for VDT,
suggest that multiple tests at one session may be
deleterious with regard to reproducibility.

QSART is an objective measure of postganglionic
sudomotor function, which is typically involved in
small fiber neuropathies and autonomic neuropa-
thies.26,35,42 Unlike QST, QSART permits compari-
son of distal to proximal sweat responses and thus
assessment of length-dependent neuropathies.
QSART has relatively good sensitivity in this popula-
tion,40 and it is also abnormal in patients with IGR
without defined neuropathy compared with normo-
glycemic patients. This suggests it has sensitivity in
identification of preclinical neuropathy in this pop-
ulation.17 However, QSART reproducibility was sig-
nificantly lower than that for QST, mitigating its
usefulness as a longitudinal measure in future re-
search trials.

The ICC values for QSART in this study indicate
that reproducibility of QSART may be inadequate in
a large clinical trial. This is most likely due to using
iontophoresed acetylcholine to induce the sweat re-
sponse. This increases the number of steps required
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to induce the sweat response as well as the number
of variables that can affect QSART results, such as
skin temperature, the concentration and purity of
acetylcholine solution used, possible air bubbles, in-
effective skin preparation, variable skin impedance,
or variability in the stimulator output. These vari-
ables may have caused the low reproducibility re-
ported in this study. In addition, the commercially
available QSWEAT device was used at both sites,
whereas previous reproducibility data for QSART
were obtained at the Mayo Clinic with similar but not
identical equipment. The differences between the
two devices may also have contributed to the de-
creased reproducibility observed. However, the cur-
rent study clearly indicates that future multicenter
studies using available equipment should expect
only moderate reproducibility in the QSART, and
this will significantly reduce the statistical power of
QSART as an endpoint measure.

IENFD is more sensitive in detecting early dia-
betic neuropathy than electrophysiologic tests and
maintains excellent reproducibility when biopsies
are evaluated by separate readers (ICC � 0.98) and
separate punch specimens are evaluated (at the
same site; r � 0.87).20,24,25,30,34,43,48 The advantage of
continuing to use electrophysiologic and psycho-
physical tests is that they are non-invasive, commonly
available in many clinical trial centers, and provide
rapid assessment of neuropathy based on standard-
ized approaches to diagnosis. QST is a highly repro-
ducible test when it is used in a multicenter trial, and
reproducibility was similar in both participating sites
in this study, whereas this was not true for QSART.

The main limitation of this study was the small
sample size. As mentioned earlier, the similar results
obtained for QST testing to other reported studies
for intratrial reproducibility suggest that this was not
a significant factor. The significantly low intrasession
reproducibility and lower reproducibility of the
mean of session 1 vs. session 2 may have been due to
the small sample size. A benefit of this study is that
the studies were performed by one technician at
each site, and that the results were blinded to the
investigators, minimizing bias.

In conclusion, QST using the CASE IV device
would be an appropriate screening tool and end-
point measure for multicenter trials of neuropathy
in IGR. QSART, using the QSWEAT device, has only
moderate reproducibility, which reduces its value as
an endpoint measure.
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