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ABSTRACT 

In my thesis, I have demonstrated the development of fiber based infrared lasers and 

devices for applications in medicine, spectroscopy and metrology. One of the key 

accomplishments presented in this thesis for medical applications is the demonstration of 

a focused infrared laser to perform renal denervation both in vivo and in vitro. 

Hypertension is a significant health hazard in the US and throughout the world, and the 

laser based renal denervation procedure may be a potential treatment for resistant 

hypertension. Compared to current treatment modalities, lasers may be able to perform 

treatments with lesser collateral tissue damage and quicker treatment times helping to 

reduce patient discomfort and pain. An additional medical application demonstrated in 

this thesis is the use of infrared fiber lasers to damage sebaceous glands in human skin as 

a potential treatment for acne.  

 Another significant work presented in this thesis is a field trial performed at the 

Wright Patterson Air Force Base using a Short Wave Infrared (SWIR) Supercontinuum 

(SC) laser as an active illumination source for long distance reflectance measurements. In 

this case, an SC laser developed as part of this thesis is kept on a 12 story tower and 

propagated through the atmosphere to a target kept 1.6 km away and used to perform 

spectroscopy measurements. In the future this technology may permit 24/7 surveillance 

based on looking for the spectral signatures of materials. Beyond applications in defense, 

this technology may have far reaching commercial applications as well, including areas 

such as oil and natural resources exploration. Beyond these major contributions to the 

state-of-the-art, this thesis also describes other significant studies such as power 

scalability of SWIR SC sources and non-invasive measurement of surface roughness. 
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Chapter I 

Introduction 

Fiber lasers were invented by Elias Snitzer in 1963[1, 2] and the first rare earth doped 

fibers produced powers of only a few milliwatts[3]. About two decades of development 

later, the first commercial devices appeared in the market in the late 1980s , used single 

mode diode pumping and emitted a few tens of milliwatts. Nevertheless, it attracted many 

users because of their large gains and the feasibility of single mode continuous wave 

lasing for transitions of rear-earth ions not achievable in the common crystal laser 

versions [2] . Even to this day, the most well known application of fiber laser technology 

is its use in fiber amplifiers, most of which happen to have emission bands in the infrared 

(IR) wavelengths, such as Ytterbium Doped Fiber Amplifiers (YDFA) used for 

amplification at ~1060nm, Erbium Doped Fiber Amplifiers (EDFA) and Erbium, 

Ytterbium doped Fiber Amplifiers (EYFA) for ~1550 nm and more recently the Thulium 

Doped Fiber Amplifiers (TDFA) for ~2000 nm. These fiber amplifiers then laid the 

groundwork for true high power fiber lasers. Fiber lasers have a number of advantages 

compared to competing laser sources, such as high efficiencies of (> 30 % pump to 

signal), high brightness,  excellent beam quality, high output powers and easy coupling 

into other fibers or systems[4]. Although fairly new and still developing, high power fiber 

lasers have many potential applications in various fields such as micromachining, 

medicine, remote sensing and metrology. 

 Most of these fiber amplifiers also have absorption bands in other IR 

wavelengths. For example, EDFA and EYFA fiber amplifiers have an absorption band at 

~980 nm, which can then serve as a pump for the fiber amplifiers.  Similarly, TDFA 

amplifiers are often pumped using ~790 nm pumps diodes. In a lot of ways, the growth of 

infrared fiber lasers and their power requirements have fueled the development of high 

power fiber coupled diode lasers as pumps for these systems, and vice versa. Fiber 
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coupled 980 nm laser diode systems are now available with average powers of > 100 W. 

Commercial fiber coupled diode lasers at other infrared wavelengths, such as the 1210 

nm and 1700 nm laser are also being developed as their use in medical applications are 

being demonstrated. Thus, the infrared wavelengths are an attractive spectral region to 

work in due to the abundance of   high power fiber based laser sources. In most cases, it 

is convenient and sometimes required to have an optical fiber output, in order to deliver 

the light to where it is needed. This is an obvious requirement for certain applications like 

catheter based medical treatments, where the fiber itself is an integral part of the energy 

delivery to the treatment site.   

 

   (a)       (b) 

Fig 1.1. (a) Absorption spectra of water, haemoglobin, melanin and proteins together with scattering in 

tissue [5]. Absorption spectrum for water[6], adipose[7], and collagen[8]. 

 

 In addition to the availability of convenient high power fiber based lasers,  

infrared wavelengths have other advantages as well. For example, in medical 

applications, published reports have demonstrated that the wavelengths ~800-1100 nm 

offer relatively deep penetration depths in water and efficient volumetric heating, which 

permit the delivery of necrotic temperatures deep into the tissues [9]. As Fig. 1.1a shows, 

this is enabled by the low absorption coefficient for blood and water at these 

wavelengths. There are also several tissue components like adipose and collagen, that 

have absorption peaks in this wavelength region (Fig. 1.1b), which allows for selective 

targeting of these components. For example, reports have been published demonstrating 

the ability of a ~1720nm laser to selectively target  lipid rich sebaceous glands in human 

skin tissue [10]. The availability of fiber based laser devices and the variety of achievable 

penetration depths in the infrared wavelengths has led to the development of various in 
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vivo catheter based procedures as well. Clinical trials involving  fiber based catheter 

procedures have been reported in treatments for atrial fibrillation[11], endovenous laser 

ablation [12]  and interstitial laser therapy[9].     

 Unlike medical applications that usually rely on single wavelengths to achieve a 

therapeutic effect like ablation depth or selective targeting, there are a number of 

applications such as spectroscopy, remote sensing, hyperspectral imaging, etc, that 

require broadband illumination sources in the infrared wavelengths. Broadband sources 

in the infrared wavelength s are attractive for such long distance applications due to the 

presence of so-called atmospheric transmission windows, where losses due to 

propagation are minimal [13]. Previous works have demonstrated the use of a fiber as an 

ideal choice for broadband light generation known as supercontinuum [14]. 

Supercontinuum generation describes the process by which narrow band optical pulses 

undergo substantial spectral broadening through the interplay of a number of non-linear 

optical interactions in the medium, to yield a broadband spectrally continuous output.  

Broadband SC generation in optical fibers has been of particular interest due to the 

unique advantages offered by their long optical interaction lengths and high non linearity. 

In addition fiber based SC lasers are potentially compact, reliable and robust, which make 

them attractive candidates over conventional bulk lasers sources for practical 

applications. With the development of mature fiber amplifiers like EYFA and TDFA, 

high power fiber coupled pump diodes, optical fibers of various materials, geometries and 

dispersion profiles; it is now possible to construct a broadband SC fiber laser platform for 

almost any wavelength of interest from the UV to the mid-IR [14]. 

 In my thesis, I demonstrate the development of fiber based infrared lasers and 

devices for applications in medicine, spectroscopy and metrology. One of the key 

accomplishments presented in this thesis for medical applications is the demonstration of 

a focused infrared laser to perform renal denervation both in vivo and in vitro. 

Hypertension is a significant health hazard in the US and throughout the world, and the 

laser based renal denervation procedure may be a potential treatment for resistant 

hypertension. An additional medical application demonstrated in this thesis is the use of 

infrared fiber lasers to damage sebaceous glands in human skin as a potential treatment 

for acne. Another significant accomplishment is this thesis is a field trial performed at the 
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Wright Patterson Air Force Base using a Short Wave Infrared (SWIR) Supercontinuum 

laser as an active illumination source for long distance reflectance measurements. In the 

future this technology may permit 24/7 surveillance based on looking for the spectral 

signatures of materials. Beyond applications in defense, this technology may have far 

reaching commercial applications as well, including areas such as oil and natural 

resources exploration. Beyond these major contributions to the state-of-the-art, this thesis 

also describes other significant studies such as power scalability of SWIR SC sources and 

non-invasive measurement of surface roughness. 

 

1 Fiber Based Infrared Lasers for Acne Treatment 

Lasers were introduced in the specialty of dermatology in the mid -1960s.  Since the skin 

is easily accessible to examination and study by lasers, dermatologists usually play an 

important role in defining the early clinical usefulness and limitations of laser systems. 

They have also contributed much to the knowledge base of laser-tissue interactions that 

helped to further improve the usefulness of lasers in various medical applications. There 

are a large number of lasers in the visible to the infrared wavelengths used for various 

types of dermatological indications. The major effect of lasers on skin is 

photothermolysis[5] .  

 Acne vulgaris is one of the most common diseases of the skin and, in cases of 

extreme disfigurement , can severely impair the personality development and carries the 

significant potential for psychosocial morbidity[15, 16] . Several studies using visible 

lasers, infrared lasers, broadband light sources and photodynamic therapy have all been 

reported in literature. While some of these works reported some potential efficacy , other 

work demonstrated no clear benefits and as such, lasers were not considered the main 

therapeutic choice for acne [17].  It is well known that excess sebum production is one of 

the main factors responsible for acne [17], which typically affects the areas of the skin 

with the densest population of sebaceous follicles, such as the face, upper part of the 

chest and back.  Clinical drugs like Accutane (isotretinoin) have had much success in 

controlling acne. However, given the risk associated with the use of isotretinoin, there is 

great interest in developing an alternate treatment. Skin samples obtianed from patients 

treated with isotretinoin showed  sebaceous gland atrophy and destruction[18, 19]. Thus, 
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treatments that specifically target sebaceous glands are considered an attactive strategy 

for acne treatments.  

  A number of infrared lasers at 1450 nm, 1540 nm and 1320 nm have been 

reported in literature for acne treatments[20-22]. However, these wavelengths target the 

tissue water content to cause injury to the sebaceous glands and results using these lasers 

were seen to be quite transient[21, 23]. Perhaps, a wavelength that targets lipids directly 

instead of the water content could prove to be more effective in destroying sebaceous 

glands and improving conditions like acne. The absorption spectrum for fat in Fig. 1.1b 

show a clear lipid absorption peak at ~1720 nm, which appeared to be the ideal 

wavelength to use for this treatment. However, at the time of our experiments, there were 

no commercially available laser sources at ~1720 nm.  

 In chapter 2, I present the development of a fiber infrared laser at 1708 nm, close 

to the absorption peak at ~1720 nm. I demonstrate with histological evidence that the 

1708 nm laser is capable of selectively targeting the fat in several tissue samples. I also 

show examples of human skin samples, both with and without any surface cooling, 

treated with the 1708 nm. Experiments without cooling showed entire tissue damage 

including the epidermis, dermis and the sebaceous glands. Treatments with surface 

cooling showed damage to the sebaceous glands at depths of ~ 1.6mm, but the epidermis 

and a portion of the dermis were seen to be saved. While further research and clinical 

studies are required to determine the optimum treatment parameters, the selective damage 

of sebaceous glands using ~1720 nm laser has since been reported in literature by other 

groups.   

 

2. Fiber Based Infrared Lasers for Renal Denervation 

Hypertension is a significant health hazard and the search for a cure goes back several 

centuries. The first anatomically correct depiction of the sympathetic nerves was 

described in 1664[24] , followed by the discovery of vasoconstriction by electric nerve 

stimulation in 1840[25], which eventually lead to the understanding of renal nerve role in 

the maintenance of hypertension [26]. More than half a century ago, a surgical procedure, 

thoracolumbular sympathectomy, which involved the removal of nerve trunks and 

splanchnic nerves was sometimes performed to control blood pressure in patients with 
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malignant hypertension. While this was effective , it also had debilitating side effects 

such as postural hypotension, erectile dysfunction, and syncope [27]. The morbidity  

from these procedures remained high and the search for a better cure continued on [26, 

27].  

It is fairly well established that renal sympathetic nerves play a pivotal role in 

hypertension [27, 28]. The kidneys are supplied with postganglionic sympathetic nerve 

fibers that end in efferent and afferent renal arterioles and studies in humans and animals 

have shown that an increase in the efferent signals (i.e. from the brain to the kidney) leads 

to renal vasoconstriction and decreased renal blood flow, increased renin release and 

sodium retention. Afferent signals ( from the kidney to the central nervous system) are 

increased in states of renal ischemia, renal parenchymal injury and hypoxia and disinhibit 

the vasomotor center in the central nervous system, leading to increased efferent signals 

to the kidneys, heart and peripheral blood vessels. This process is illustrated in Fig.1.2  

[27].  
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Fig. 1.2. Illustration of  the relation between renal sympathetic nerves and hypertension. RF renal 

denervation is shown on the right[27]. 

 

 Recently, a number of percutaneous catheter based approaches have been 

developed to target the renal sympathetic nerves in an effort to treat hypertension. A Few 

clinical studies have also been performed with promising results.  The existing techniques 

for renal denervation  use either  radiofrequency (RF) [29] or ultrasound therapy [30] to 

achieve renal denervation. RF is currently the most widely used treatment modality for 

catheter based renal denervation. The ablation catheter is inserted into the renal artery 

with the electrode tip in contact with the vessel wall prior to delivering RF energy into 

the artery ablating the surrounding sympathetic nerves and interrupting autonomic nerve 

traffic to and from the kidneys [28, 31]. Since, the electrode tip is in contact with the 

vessel wall, a large amount to energy is delivered to the wall. Morphological assessment 
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of porcine renal arteries after RF denervation, show acute transmural tissue coagulation 

and loss of  endothelium resulting in local thrombus formation [32].  Another concern for   

RF denervation is the large penetration depth and lack of directionality. Ablation extent is 

largely determined by the catheter characteristics, such as electrode size and energy 

parameters [33]. All these variables must be optimized so that the renal ablation lesions 

are deep and wide enough to affect the nerves but not so much as to risk perforation, 

stenosis and thrombosis of the artery [28]. In addition, it is not possible to easily 

collimate/focus RF energy, which could result in the damage of non-target arterial tissue 

during denervation. Other procedural limitations include the catheter instability, 

triggering frequent treatment interruptions and the overall duration of the procedure, 

which consists of a minimum of eight two minute ablations, the time required to 

reposition the device continuously and the associated patient discomfort or pain [30]. 

Therefore, a treatment modality that minimizes the treatment duration, acute endothelial 

damage and/or damage to the non-target arterial tissue would be attractive for renal 

denervation. 

 In chapter 3, I present the use of fiber based focused infrared lasers as an 

alternative energy source  for catheter based  renal denervation and address some of the 

advantages of focused laser denervation over the RF technique . Infrared (900 nm -2000 

nm) fiber lasers have various features that make them attractive for renal denervation. 

First the wavelengths of light can be chosen to achieve the required tissue penetration 

depths. Unlike RF, the penetration depth in tissue can be easily adjusted by using the 

right wavelength. For eg: at 980 nm, the maximum tissue depth of damage that we 

observed in tissue is ~ 5 mm compared to only ~ 3mm at 1700 nm. Limiting the depth of 

damage can help in avoiding issues like vessel perforations. Second, lasers have high 

directionality, i.e. they can be easily collimated or focused. Focusing the laser creates an 

intensity difference, which translates to a temperature difference in tissue along the focus.  

In chapter 3, I show that is possible to achieve in vitro renal denervation without 

damaging the endothelium by focusing the laser near the nerves and without any external 

cooling. Third, laser energy is absorbed by the tissue faster than RF ( lower penetration 

depth usually indicates higher absorption. This would then suggest that laser denervation 

treatments should be much shorter than RF treatments. In chapter 3, I will also show, 
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using a designed catheter prototype, that it is possible to achieve renal denervation in vivo 

with depths of damage  extending > 1.5 mm, and a laser treatment duration of only 5 

seconds. With an estimated 4-6 spots/artery, the total energy delivery time is expected to 

be less than two minutes. While further research and clinical studies using laser renal 

denervation are warranted to determine the optimal treatment parameters and to evaluate 

the efficacy of lasers denervation as a potential treatment for hypertension, the in vitro 

and in vivo results presented in chapter 3 show histological evidence that it is possible to 

achieve renal denervation using lasers. 

 

3. All-Fiber SWIR SC Lasers for Long Distance Spectroscopy 

A part of the research performed in our group is focused on supercontinuum 

generation in optical fibers. SC generation is the result of propagation of high intensity 

pulses in a suitable dispersive medium, resulting from  the interplay of numerous 

nonlinear processes such as self-phase modulation, modulation instability, stimulated 

Raman scattering, etc that gives rise to a broadband continuum at the wavelength output 

[14].  Typically, SC lasers use mode-locked laser sources to obtain the high peak power 

ultra short pulses coupled into a fiber suited for the non linear processes required for SC 

generation. However, our group uses an alternate technique called modulation instability 

(MI) that uses the physics of the fiber itself, to initiate high peak power pulses starting 

from nanosecond pulses of moderate intensity.  The use of picosecond and nanosecond 

pump pulse regimes with MI initiated SC generation has enabled the development of high 

average power, broad band SC sources. In addition, this pump regime provides easier 

access to a range of attractive SC properties such as a high degree of spectral flatness and 

relative simplicity in implementation compared to many SC systems that use mode-

locked lasers[14].  

Figure 1.3 illustrates our architecture for MI initiated SC generation and provides 

the platform for generating SC in multiple wavelength regions. This framework has been 

utilized by our group to demonstrate SC systems in the mid-IR, SWIR, near-IR and the 

visible wavelengths by selecting the appropriate gain fiber and SC generation fiber . In 

addition to the simplicity of implementation, this architecture for SC generation also 
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allows for the scalability of the SC time averaged power by simply increasing the 

repetition rates and the pump power in the amplifier stages. 

 

Fig. 1.3. Architecture for MI initiated SC generation process: amplified pump pulses followed by pulse 

breakup in single-mode fiber followed y spectral broadening in SC fiber[14]. 

 

All the SC systems demonstrated in our group so far, begin with ~1.5 microns 

picosecond/nanosecond laser diode pulses that are amplified through a series of cascaded 

fiber amplifier stages.  These amplified pulses are then launched into a length of SMF 

fiber, where interaction between the nonlinearity and anomalous dispersion breaks up the 

quasi-CW input pulses into a train of solitons through MI and significantly increases the 

peak power. Thus, while many SC lasers use mode-locked femtosecond lasers to achieve 

high peak powers, MI enables the use of long pulses from compact laser diode sources. 

The generated solitons will undergo further spectral broadening in the SC fiber, due to a 

variety of nonlinear effects such as self phase modulation, soliton self frequency shift, 

Raman scattering and parametric four wave mixing. The SC fiber can then be chosen 

depending on the SC wavelength requirements: photonic crystal fiber (PCF) following a 

frequency doubler for visible wavelengths, fused silica for near-IR and SWIR 

wavelengths and ZBLAN for mid-IR wavelengths[14]. 

 Due to their ability to generate light in the so -called atmospheric transmission 

windows[34], where losses during propagation are minimal, SC lasers are particularly 

attractive for applications like remote sensing and hyperspectral imaging that require long  

propagation distances . Figure 1.4 below shows the atmospheric transmission windows in 

the visible to the Mid-IR wavelength ranges. In my thesis, I focus on SC sources in the 

1.5-1.8 m and the 2-2.5 m atmospheric windows. For long distance applications, The 
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beam quality/divergence, output stability and the average power of the illumination 

source are three important factors to consider. Infrared SC lasers have previously been 

studied as potential sources for hyperspectral applications [35-37], but these experiments 

were performed at relatively short distances of < 100m using low power SC sources.  

Hyperspectral imaging devices generally require the illumination of large areas and 

hence, high optical powers [38]. Several steps can be taken to reduce the required power 

of illumination, but at the cost of lower operating SNR, reduced field of view of the 

sensor, moving the sensor closer to the target, or a combination of both [39].  Therefore, 

high average power SC laser sources with near diffraction limited beams and good output 

stability may be key enablers for a variety of practical long distance measurements, 

including air borne measurements.    

 

Fig. 1.4. Atmospheric transmission window from the visible to the mid-IR wavelength range (Source: Santa 

Barbara Research Center) 

 

  In Chapters 4 and 5, I will present the development of SWIR supercontinuum 

lasers covering the 1.5-2.5 m wavelength regions. In chapter 4, I present the 

development of a 5 W SWIR SC laser prototype used to perform field trials at the Wright 

Patterson Air Force Base.  My focus in this chapter is on long distance SC  laser 

characterization, in terms of spectral output, beam quality (M
2
 measurements) and output 

stability.  I will present the results of this field trial,  where the SC laser is propagated 

through ~1.6 km in the atmosphere and show that SC laser is nearly diffraction limited 

with an M
2
 < 1.3 and the output stability to be 4-8% depending on the atmospheric 

turbulence effects. Finally, in order to show that there is sufficient SC signal at ~1.6 km 

and a potential application, diffuse spectral reflectance measurements of various samples 

are measured using the SC laser as the illumination source, and show good agreement 

with in-lab measurements performed using a conventional lamp.    
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In chapter 5, I shift my focus to scalability of the SC source and demonstrate an 

SC laser covering the 2-2.5 m wavelength region with an average power of > 25 W in 

the spectrum. The results in chapter 4 indicated that the 5W SC laser is capable of 

maintaining a good beam quality and stability at ~1.6 km. While the laser to target 

distance was ~1.6 km for these measurements, the target to detector distance was ~ 2-5m. 

A higher average power SC could allow the detector to be placed further away from the 

target and possibly allow a transceiver design consisting of both the source and the 

detector in a single unit. In this chapter,  I define three metrics for a truly scalable SC 

laser source as the ability to maintain a) near constant spectral output with power scaling, 

b) a near constant  and acceptable beam quality (M
2
 measurements) with power scaling 

and c) a near constant low output stability with power scaling. I show that the developed 

25.7 W SC lasers satisfies all three metrics for a truly scalable system and maintains a 

near constant spectral output, has a near-diffraction limited beam with an M
2
<1.2 and a 

radiometric variability of <0.8% across the entire spectrum, as the power is scaled from 5 

to 25.7 W of SC output.    

 

4. All- Fiber SC laser for Surface Roughness Measurement 

Surface roughness measurements are important for a variety of applications in various 

industries [40-43]. Current technologies can be broadly classified as contact-based or non 

contact-based techniques. Stylus profilometer is the most common contact-based 

technique used in the industry.  But, this method is limited by several factors including 

the stylus tip radius, lay of the surface/sample, sample curvature etc. White light 

interferometry is a common non-contact based technique, which is limited by the sample 

curvature and working distance.  Thus, most of these common methods currently used are 

either limited by the working distance and/or the sample curvature and are not ideal for 

in-line measurements. On the other hand, a technique that uses reflected laser light  from 

a sample to measure roughness has advantages of being a non contact based technique 

and  potential for high measurement speed for in-line applications. In addition, the fiber 

light output can be easily collimated or focused for curved sample measurements and the 

high average power allows for long working distances as well [44].  
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 In chapter 6, I demonstrate a surface roughness measurement system using a 1.2-2 

m wavelength SWIR SC laser capable of measuring roughness values in the range of 

~0.05-0.35 m, relevant for parts that are finished using lapping or polishing. The 

technique utilizes the wavelength dependence of reflected light on the roughness 

properties of the surface from which it is reflected. The system setup is explained and 

roughness measurements of various flat and curved samples are carried out using the SC 

laser. The SC measurements are also seen to be in good agreement with measurements 

performed using a white light interferometer and a contact based stylus profilometer, both 

of which are currently used in the industry. Finally, a particular application of interest to 

the automotive industry, in surface polish detection on crankshaft journals are carried out 

and the results and analysis are presented.  
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Chapter II 

Photothermolysis of Sebaceous Glands in Human 

Skin Ex Vivo with a 1708 nm Raman Fiber Laser 

and Contact Cooling: A potential Treatment for 

Acne 

 

1. Introduction 

Acne vulgaris is one of the most common dermatologic conditions, affecting the majority 

of people at some time in their life.  It often results in significant sequelae including 

negative psychosocial effects.  In addition, if not treated properly, acne can result in 

permanent scarring of the affected skin [1].  The pathogenesis of acne vulgaris has been 

attributed to several  key factors including: a) excess sebum production, b) follicular 

epithelial hyperproliferation and resultant follicular plugging,  c) presence of 

Propionibacterium acnes and production of prefatty acids and d) follicular and 

prefollicular inflammation [2].  Multiple treatment options have been reported to address 

one or more of these pathogenic elements. 

 Traditional medical therapy for acne remains the mainstay of therapy.  Commonly 

employed treatments include topical retinoids, topical and oral antibiotics, benzoyl 

peroxide, and salicylic acid-containing agents.  Severe nodulocystic acne is generally 

treated with oral isotretinoin, but the use of this medication is often limited by the 

potential for significant side effects.  More recently, there has been an interest in 

exploring laser and light-based therapies for acne.  Studies examining the use of visible 

light lasers and light sources, infrared lasers, broad band light sources, and photodynamic 
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therapy have all appeared in the recent literature [3-14].  While some research has 

indicated potential efficacy of these treatments, other work has demonstrated no clear 

benefit, and at this time, laser therapy for acne is not considered a first line treatment for 

most patients [15].  

 Given the risk profile associated with the use of isotretinoin, there is great interest 

in developing alternative treatments that may provide long-term improvements for even 

those patients with severe acne vulgaris.  An ideal treatment might produce “isotretinoin-

like” effects without subjecting patients to the side effects of the oral retinoid.  When 

histology of skin samples obtained from patients on isotretinoin is examined, one major 

finding is the sebaceous gland atrophy and destruction that results from the use of this 

drug [16, 17].  Therefore, in order to produce similar clinical results to the use of 

isotretinoin, developing treatments that specifically target sebaceous glands is an 

attractive strategy.  

Recently, there has been an emerging interest in lasers emitting at or near 1720 

nm because of the higher absorption coefficient of lipids compared to that of water at 

these wavelengths [18].  A laser operating near this wavelength could allow for a greater 

penetration depth into the skin while selectively affecting lipid rich tissues such as 

sebaceous glands.  Previously reported results of studies near this wavelength have 

employed the use of a free electron laser (FEL) [18, 19].  Thus, there has been no 

convenient and portable laser system emitting near this wavelength despite its potential 

utility.   

In this chapter, I present experimental results, based on the absorption spectra of fat and 

penetration depth calculations in the dermis, which show that wavelengths near 1720 nm 

are optimum for applications targeting lipid-rich tissues such as sebaceous glands located 

deep into the dermis.  We have developed an all fiber based Raman laser emitting at 1708 

nm, constructed using commercially available telecommunications components and then 

performed three main studies using the 1708nm laser.  First, I show histochemical 

evaluation of sections of treated tissues to verify the ability of the 1708 nm laser to 

selectively damage lipid-rich tissue.  This study was performed on three tissue types, an 

ex vivo porcine heart tissue cross section consisting of pericardial adipose and 

myocardium, an ex vivo intestinal visceral fat consisting of fat with embedded blood 
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vessels and an ex vivo porcine skin tissue cross section consisting of epidermis, dermis 

and subcutaneous fat.  For the same fluence level, the adipose tissue in the heart cross 

section suffered significantly more pronounced thermal damage (at least five times 

greater depth of damage) compared to the adjacent myocardium. Similarly, in the visceral 

fat treatments, the fat appears to be selectively damaged while the embedded blood 

vessels appear to be undamaged. In the case of porcine skin tissue cross section, no 

thermal damage was observed in the epidermis or dermis while the subcutaneous fat layer 

was seen to be thermally damaged.  Then, as a potential application of the 1708 nm light 

for the treatment of acne by thermally damaging sebaceous glands, ex vivo human skin 

was treated, first without any surface cooling.  While histological results for skin 

treatments without cooling showed thermal damage in the dermis at depths > 1mm, there 

was also clear injury to the epidermis that warranted the need for a cooling method to 

protect the epidermis.  In the third study, a cold window based cooling method was 

designed and built to spare thermal damage to the epidermis during treatment. 

Histochemistry results for 1708 nm laser treatments on human skin with contact cooling 

indicated thermal damage to sebaceous glands at depths of up to ~1.65 mm into the 

dermis with no injury to the epidermis.  Finally, in the discussion section, I compare the 

penetration depth and treatment mechanisms of the 1708 nm laser with some of the other 

common infrared lasers used in acne treatments and discuss the 1708 nm laser as a 

potential tool for selectively damaging lipid-rich tissues, such as sebaceous glands, for 

acne treatment.  

 

2. Materials and Methods 

This section is organized as follows.  We first discuss the wavelengths near 1720 nm as 

the choice of wavelength for a laser designed to target adipose tissue, based on the 

absorption spectra for fat and water, and penetration depth calculations.  We then explain 

the 1708 nm laser design and details for the setups used for our laser treatments.  Both the 

porcine heart and skin tissue experiments and the human skin treatment without cooling 

utilized the scanning laser treatment setup, while a special setup was designed and built 

for human skin experiments with contact cooling.  We then provide details for the three 

samples, porcine heart tissue, porcine skin tissue and human skin tissue with the 
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corresponding laser treatment parameters used in our experiments.  Finally, we describe 

the histochemistry protocol used to visualize live versus killed tissue followed for all the 

samples in this paper. 

 

2.1 Wavelength Selection and Penetration Depth Calculations  

The desired penetration depth of light for targeting sebaceous glands should be 

such that it is able to affect a majority of the glands, including those located deep in the 

dermis. The histochemical analysis of human skin sections presented in this paper (results 

section) show that within skin, the sebaceous glands can be located as deep as ~1.5 – 2 

mm below the skin surface. During a laser treatment, heat is immediately generated 

within the zone of optical penetration by the direct absorption of laser energy.  This 

heating then subsequently decreases with tissue depth, as the incident beam is attenuated 

due to absorption and scattering effects.   

 

Fig. 2.1.  Infrared spectra showing the coefficients for water (a) and human fat absorption, effective 

scattering in the dermis (s')and combination of water absorption with the effective scattering in the dermis 

(t'); also noted are common wavelengths of IR lasers used in acne treatments. 

 

For the calculations for penetration depth, I have used the Beer’s law in an 

anisotropic media, where the fluence ( )z  falls exponentially with depth as given 

by  0( ) exp 'tz z    ;  0 is the incident fluence, 't  is the reduced attenuation 

coefficient and ' 't a s    , where a  and 's  are the absorption and effective 
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scattering coefficients respectively [20, 21].  The penetration depth is defined as the 

depth at which the fluence is reduced to 1/e of the incident value and is equal to 1/ 't .  

Figure 2.1 shows the infrared absorption spectra for fat [18]  and water [22], and the 

't values in the dermis which is the combination of water absorption and effective 

scattering loss in the dermis, calculated using the formula by Jacques [23].  Using the 

data from Fig. 2.1, the penetration depth at 1708 nm was calculated to be ~ 1.1 mm ( a ~ 

6.1cm
-1

, 's  cm
-1

).  It is worth noting that adult skin optics is quite variable in 

scattering properties, the degree of melanin pigmentation and amount and distribution of 

blood perfusion. The values used for scattering in our calculations are the average skin’s 

optical properties [23].  We also calculated the penetration depth at 1708 nm using the 

data for properties of human skin samples taken from different parts of the body, 

provided by Troy et al [24] to be in the range of ~ 0.6 to 0.9 mm ( a ~ 4.3 – 6.6 cm
-1

 , 

's ~ 6.8 – 9.9 cm
-1

).   

  The absorption spectra for fat and water in Fig. 2.1 suggest that lasers in the lipid 

absorption bands near 1720 nm (~ 1700-1740 nm)  and 1210 nm (~ 1190-1225 nm) 

appear to be ideal for applications such as acne treatments that require a high enough 

penetration depth to thermally affect the sebaceous glands located relatively deep in the 

dermis.  As seen in Fig. 2.1, the absorption by water greatly exceeds that of fat over 

majority of the spectrum except at the lipid absorption bands around 1210 nm and 1720 

nm where absorption by fat exceeds that by water [18].  However, once the scattering 

loss in the dermis is accounted for, only the lipid absorption band around 1720 nm 

remains higher than that of water. In addition,  fatty tissues have lower values for heat 

capacity and thermal conductivity which would also tend to favor the heating of fat [25].  

Anderson et al have shown using photothermal excitation spectra for  porcine fat and 

porcine skin, normalized to the FEL pulse energy, that the laser induced heating of fat at 

1720 nm was ~1.7 times that of the skin; the induced heating at 1710 nm was also seen to 

be about the same as that at 1720 nm  [18].  Sakamoto et al have also claimed that the 

laser (FEL) induced heating of artificial sebum  was ~ 2 times that of water at 1710 nm 

and 1720 nm and ~1.5 times higher in human sebaceous glands compared to water at 

these wavelengths [19]. Fig. 2.1  shows that the absorption coefficient for fat at 1708 nm  
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is about five times larger than at 1210 nm and at least ten times larger than that for other 

commonly used IR lasers emitting at 1320 nm, 1450 nm and 1540nm, all of which have 

been studied as possible treatments for acne [8-14]. Thus, the wavelengths around 1720 

nm (including 1708 nm) potentially have the capability to penetrate deep enough into the 

skin and target fat/lipid-rich tissues such as sebaceous glands including those located at 

depths greater than ~1 mm into the dermis, with minimum damage to the surrounding 

tissue.   

 

2.2 1708 nm Laser Design  

The experimental setup for the 1708 nm laser used in our treatments is illustrated 

in Fig. 2.2 and consists of two main stages: an amplified 1542 nm source followed by a 

Raman oscillator.  The setup is made entirely of telecommunication components and 

fusion spliced together with no free-space elements.  The 1542 nm laser is built using a 

ring cavity structure with an ~3.5 m long Erbium/Ytterbium co-doped fiber amplifier 

(EYFA) with a 12 m/130 m core/cladding diameter.  Two 8 W 940 nm and three 10 W 

976 nm heat sink-cooled multimode pump diodes are coupled into the gain fiber through 

a 6 x 1 pump combiner.  The amplified spontaneous emission noise within the gain fiber 

has a peak emission at ~1542 nm and serves as the seed for the laser.  The laser cavity 

structure is realized by feeding 1 % of the EYFA output back into the input end of the 

same fiber.  By pumping the system with ~ 46 W average power in the counter 

propagation mode, a total power of ~11 W at 1542 nm was measured at the output of the 

first stage.  

 

Fig. 2.2.  1708 nm Raman fiber laser setup showing the two main stages; amplified 1542 nm source (left) 

and the cascaded Raman oscillator (right). 

 



23 
 

The second stage of the 1708 nm laser is a cascaded second-order Raman 

oscillator.  It consists of Fabry-Perot cavities composed of two sets of fiber Bragg 

gratings (FBGs).  The FBGs are placed around a ~5 Km spool of fused silica fiber (SMF 

28) which serves as the gain medium and provides sufficient Raman gain at 1708 nm.  

The Raman gain spectrum in fused silica fiber has a large gain bandwidth spanning over 

40 THz with a dominant peak at 13.2 THz from the pump wavelength [26].  When 

pumped at 1542 nm, this peak gain corresponds to wavelengths of about 1654 nm and 

1784 nm for the first and second-order Raman amplification wavelengths (Stokes 

wavelengths) and is slightly higher than the frequency down shift that is needed for our 

design.  Therefore, in order to get a final output closer to ~ 1720 nm and based on the 

availability of the FBGs, the center wavelengths of the two-stage FBGs were chosen to 

be 1630nm and 1708nm respectively and are well within the Raman gain bandwidth.  It is 

worth noting that it is possible to get the laser output at ~1720 nm using our design, 

provided that FBGs at 1720 nm are used.  We chose the 1708 nm FBGs since they were 

the commercially available FBGs closest in wavelength to 1720 nm at the time.  The 

center wavelengths of the FBGs provide the selective feedback for the first and second 

order Raman amplifications.  The input FBG array is composed of a pair of high 

reflectivity (98%) FBGs with central wavelengths at 1630 and 1708 nm respectively, 

while the output FBG array is composed of a high reflectivity (98%) FBG at 1630 nm 

and a low reflectivity (12%) FBG centered at 1708 nm acting as the laser output coupler.  

The residual 1630 nm light is removed from the system using a wavelength division 

multiplexer added on both sides of the Raman oscillator and a 1600 nm bulk long pass 

filter before the final output blocks any residual pump at 1542 nm.  The output spectrum 

of the laser was examined using an optical spectrum analyzer.  We observed a sharp peak 

at 1708nm (3 dB bandwidth of < 1 nm), along with two small residual peaks at 1542nm 

and 1630nm which were lower than 15dB compared to the main laser peak at 1708 nm.  

A maximum time averaged power of ~4.0 W at 1708nm was measured at the output 

using a thermal power meter.  
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2.3 Scanning Laser Treatment Setup without Cooling 

The experimental setup for the 1708 nm laser treatments without cooling is shown 

in Fig. 2.3.  The laser output from the fiber end is collimated using an aspheric lens and 

has a 2 mm 1/e
2
 Gaussian beam diameter (calculated using a knife-edge measurement).  

A variable attenuator is placed in the beam path to adjust the laser power levels as 

required for the experiments.  The sample of interest is mounted on to the sample holder 

attached to a stepper motor stage and is scanned across the laser beam.  The stepper 

motor stage has a minimum step size of 1 micron and the desired scan rate is controlled 

using a computer.  Scanning is done in order to increase the area of laser treatment to 

maximize the chance of being able to observe a laser affected region after performing the 

sectioning and histochemistry.    

 

Fig. 2.3.  Scanning laser treatment setup without surface cooling. The sample is placed on a holder and 

scanned across the laser beam using a computer controlled stepper motor stage. 

 

2.4 Laser Treatment Setup with Contact Cooling 

The cold window laser treatment setup used for ex vivo human skin samples is 

illustrated in Fig. 2.4.  The laser output from the fiber is collimated using an aspheric lens 

to give a 1/e
2
 Gaussian beam diameter of 2mm.  A special sample holder is designed to 

cool and protect the epidermis during treatments and is shown in Fig. 2.4.  The holder is 

machined out of aluminum and consists of two main blocks.  The first block (B1) faces 

the incident laser beam and is connected to two water baths using a set of tubes and 

valves.  The water baths are kept at 37 deg C and 2 deg C, respectively and is used to 

cool or heat the block, as required.  A sapphire window (~ 86% transmission at 1708 nm) 

with a diameter of ~ 2 cm is fastened on the front side of this block to allow the laser 

beam to be delivered to the skin samples.  The sapphire window makes direct contact 
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with the skin surface during laser treatments.  Aluminum and sapphire are both excellent 

conductors of heat and ensures that the surface of the skin is kept near the same 

temperature as the water cycled through the block.  The second block (B2) of the sample 

holder consists of a heater incorporated into the block and set to ~ 37 deg C at all times to 

duplicate the temperature of the human body.  Prior to laser treatment, the skin sample is 

placed between the two blocks of the holder with the top surface of the skin making 

contact with the sapphire window and the bottom surface with B2.   

 

Fig. 2.4.  Ex vivo skin laser treatment setup with surface cooling to protect the epidermis.  Block B2 is 

always kept at ~37°C and block B1 is initially kept at ~37°C and then cooled to ~2°C starting 5 seconds 

prior to laser exposure. 

 

To mimic in vivo conditions that human skin experiences, B1 is initially heated to 

~ 37 deg C for five minutes before laser treatment. The warm water flow is then stopped 

and the cold water flow at ~2 deg C is started.  B1 is pre-cooled for 5 seconds before 

starting the laser treatment and is then kept at this temperature during the laser exposure.  

The cooling creates a temperature gradient across the skin surface and is designed to 

prevent thermal damage to the skin surface during the treatments, allowing the epidermis 

to be spared.  B1 is switched back to the warm water flow after the laser exposure to 

mimic restoration of skin temperature by blood flow.  This procedure is then repeated for 

the next treatment area. 
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2.5 Ex Vivo Porcine Tissue Experiments 

 To study the efficacy of the 1708 nm laser in selectively targeting fat/lipid-rich 

tissues, we performed selectivity studies on two tissue types; first on an ex vivo porcine 

heart tissue cross section and then on an ex vivo porcine skin tissue cross section. The 

heart tissue cross section is comprised of two main tissue types, pericardial adipose and 

myocardium. Scanning the laser over the heart cross section allows for a simultaneous 

side by side comparison of the effects of the 1708 nm laser on the two tissue types.  For 

our experiments, the heart tissue cross section was excised and both the pericardial fat 

and the myocardium were treated with the same laser fluence level. 

The porcine skin tissue is comprised of epidermis, collagen rich dermis and 

subcutaneous fat. This is similar in nature to human skin tissue. The laser was again 

scanned across the cross section to provide a side by side comparison of the effects of the 

1708 nm laser on the epidermis, dermis and the subcutaneous fat.  For our experiments, 

the skin tissue cross section was excised and the epidermis, dermis and subcutaneous fat 

were all treated with the same laser fluence level.  

The porcine heart and skin were obtained from a local butcher shop and 

transported to the laser lab under refrigerated conditions within hours of extraction and 

kept in a refrigerator at 5-7 deg C until the experiments were performed.  All laser 

treatments were performed less than 48 hours after obtaining the porcine tissues.  The 

tissue samples were brought to room temperature of ~23 deg C and then mounted on the 

scanning laser treatment setup without cooling.  The tissue cross sections were then 

exposed to the 1708 nm laser by scanning across the laser beam. The porcine heart and 

skin tissue cross sections were scanned (single pass) across the 1708 nm laser (spot 

diameter of 2 mm) at a scan rate of 2 mm/s and a power level of 750 mW and 800 mW 

respectively.   

 

2.6 Ex Vivo Human Skin Tissue Experiments 

The human skin laser treatment study consisted of two parts.  In the first part, the 

laser treatments on the skin were performed without any surface cooling using the 

scanning laser treatment setup.  This was done to study the laser effects on the epidermis 

and the dermis as well as to test the need for a cold window to protect the epidermis, 
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while being able to cause thermal damage at depths > 1 mm into the dermis.  The human 

skin samples were scanned (single pass) across the 1708 nm laser beam at power levels 

ranging from ~175 mW to 410 mW at a scan rate of 5mm/minute without any active 

surface cooling.  In the second part, a cold window cooling method was employed using 

the laser treatment setup with contact cooling.  Skin samples were exposed to the laser at 

power levels ranging from ~620 mW to 885 mW (measured before the sapphire window) 

for 3 seconds with a 5 second pre-cool period.  These conditions correspond to a laser 

exposure with average fluence values ranging from ~60 J/cm
2
 to 85 J/cm

2
.  All fluences 

were measured before the sapphire window.  Spot exposure instead of scanning were 

used in this experiment to allow for the cooling and heating cycles needed by the cold 

window experiments. 

The ex vivo human facial skin samples used in our study were obtained from 

redundant skin discarded following reconstruction of Mohs micrographic surgery defects.  

Skin samples were not linked to patients’ identities.  Tissue was obtained from the 

Cutaneous Surgery and Oncology unit at the University of Michigan, Department Of 

Dermatology.  The samples were kept in Dulbecco’s modified eagle medium (D-MEM), 

high glucose 1X (from GIBCO) and transferred under refrigerated conditions to the laser 

treatment lab where they were stored in a refrigerator at 5-7 deg C until the experiments 

are performed.  The skin samples were kept in a warm water bath at ~37 deg C for about 

an hour prior to the laser treatments.  All laser treatments were performed less than 48 

hours after obtaining the skin samples. 

 

2.7 Histochemistry Protocol  

Following laser treatments, all samples were immediately placed in optimal 

cutting temperature compound (OCT
TM

), frozen in liquid nitrogen and stored at -80 deg C 

until frozen sections could be cut.  Cryostat-cut sections were made and mounted on glass 

slides, and stored at -80 deg C until used for histochemical staining of dehydrogenase 

activity.   

Dehydrogenase enzyme activity is a proxy for cell viability: cells that are alive 

when frozen maintain dehydrogenase activity, but cells that are dead do not have this 

activity.  In live cells that are frozen, dehydrogenase activity reduces the slightly yellow 
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water soluble Methylthiazolyldiphenyl-tetrazolium bromide (MTT) substrate into a water 

insoluble dark blue to black precipitate.  Thus, in the MTT histochemical assay, live cells 

stain dark blue while dead cells remain clear [27].   Reduced MTT is moderately soluble 

in fat where the reduced compound gives a reddish-violet color. 

Sections of tissue were processed for histochemical detection of mitochondrial 

dehydrogenase enzyme activity using MTT as a substrate.  The staining method is 

outlined below for preparing the MTT assay and follows the protocol described in 

Neumann et al [28]. The incubation medium was prepared under aerobic conditions at 

room temperature immediately before processing. 

1) 1.0 ml β-Nicotinamide adenine dinucleotide, reduced disodium salt hydrate (β – 

NADH)  (from Sigma Aldrich, N8129), 2.5 mg/ml distilled water 

2) 2.5 ml MTT (from Sigma Aldrich, M2128), 2.0 mg/ml distilled water 

3) 1.0 ml phosphate-buffered saline (pH 7.4), 2.0 mg/ml 

4) 0.5 ml Ringer’s solution 

The volume of the incubation medium was adjusted proportionally depending on 

the number of sections to be stained.  The sections were immersed in the MTT incubation 

medium under aerobic conditions with no ambient light for about 30 minutes, rinsed in 

DI water and dried afterwards.  The sections were then examined using a microscope 

(WILD Makroscop M420) and photos were taken using a digital camera (NIKON 

Coolpix 5000).  The microscope magnification was set at 12.5 X for all images except for 

the ex vivo porcine skin image and the ex vivo human skin (treated without cooling) 

images which were taken at 10 X and 25 X respectively.  

 

3. Experimental Results 

The results section is organized as follows.  We first present the results for the 1708 nm 

laser treatments on the porcine heart and skin tissue cross sections.  In the case of porcine 

heart tissue, we show the ability of this laser to selectively damage the pericardial fat with 

minimal effect on the myocardium.  Similarly, for the porcine skin tissue treatments, we 

show that the 1708 nm laser can selectively damage the subcutaneous fat with no damage 

to the dermis or the epidermis. Next, we present the results for human skin samples 

treated with no cooling.  Histochemical analysis shows damage to the epidermis and the 
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dermis and verifies the need for a cooling method to be incorporated into the 1708 nm 

laser treatments.  Finally, we present the results for the 1708 nm laser treatments on 

human skin with a cold window.  The histochemical analysis in this case shows clear 

damage to sebaceous glands located as deep as ~ 1.65 mm into the dermis while sparing 

any injury to the epidermis. 

 

3.1 Ex Vivo Porcine Heart Tissue Histology 

The ability of the 1708 nm laser to cause selective damage to fat/lipids was 

verified first using a porcine heart tissue cross section.  Fig 2.5 shows the histochemistry 

of a porcine heart tissue cross section consisting of pericardial fat and myocardium after 

laser exposure (750 mW, 2mm spot, single pass scanning exposure at 2mm/s scan).  The 

laser was scanned across the cross section and both the pericardial fat and the 

myocardium were exposed to the same laser parameters.  As shown in Fig. 2.5, the top 

layer of the pericardial fat extending to about 0.5 mm deep was not stained, indicating 

thermal damage.  The myocardium on the other hand was heavily stained (blue 

coloration) except for the most superficial ~0.1 mm where there is perhaps somewhat 

decreased staining, indicating possible very shallow thermal damage.  Thus, it is 

observed that the depth of thermal damage in the pericardial fat is at least 5 times as great 

as that in the myocardium.  The results with the heart tissue suggest that by choosing 

appropriate power levels and exposure times, it would be possible to cause selective 

thermal damage to tissues highly enriched in fat/lipid with minimal damage to 

surrounding tissues (myocardium in this case) using the 1708 nm laser.   

 

Fig. 2.5.  Histology of ex vivo porcine heart tissue cross section treated with the 1708 nm laser (2mm spot, 

2mm/s scanning exposure) at 750 mW showing damage to pericardial fat with very little damage to the 

myocardium.  Both the pericardial fat and myocardium were exposed to the same laser parameters. 
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3.2 Ex Vivo Porcine Visceral Fat Histology 

 The ability of the 1708 nm laser to selective target and damage fat is further 

verified by treating samples of porcine visceral fat obtained from the intestine. Figure 2.6 

shows the histochemistry of a porcine visceral fat cross section consisting of fat and 

embedded blood vessels after laser exposure (600mW, 2 mm spot, single pass scanning 

exposure at 2mm/s scan.). The laser was scanned across the entire cross sections and both 

fat and blood vessels were exposed to the same laser parameters. As seen in Fig. 2.6, the 

fat layer up to ~1.6 mm is not stained and indicated thermal damage. However, the blood 

vessels within this depth treated with the laser are stained and showed no indication of 

thermal damage. Thus, the results with the porcine visceral fat show a clear evidence of 

the selective lipid targeting ability of the 1708 nm laser. 

 

Fig. 2.6.  Histology of ex vivo porcine intestinal visceral fat cross section treated with the 1708 nm laser 

(2mm spot, 2mm/s scanning exposure) at 600mW showing damage to the fat with no damage to the 

embedded blood vessels.  The fat and the blood vessels were all exposed to the same laser parameters. 

 

3.3 Ex Vivo Porcine Skin Tissue Histology 

In order to verify the fat/lipid targeting ability of the 1708 nm laser in a tissue 

similar to human skin i.e. with more collagen content, we also performed the 1708 nm 

laser treatments across a cross section of porcine skin.  Fig. 2.7 shows the histochemistry 

of a porcine skin tissue cross section consisting of the epidermis, collagen rich dermis 

and subcutaneous fat, after laser exposure (800 mW, 2 mm spot, and single pass scanning 

exposure at 2mm /s scan).  The laser was again scanned across the cross section and the 

epidermis, dermis and the subcutaneous fat were all exposed to the same laser 

parameters.  As seen in Fig. 2.7, the subcutaneous fat layer was not stained to a depth of 
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about 0.6 mm and indicates thermal damage.  On the other hand, the epidermis and the 

collagen rich dermis were well stained and showed no indication of thermal damage at 

this fluence.  Thus, the results with the porcine skin tissue, like the heart tissue results, 

suggest that by choosing appropriate laser power and exposure levels, it would be 

possible to selectively damage fat/lipid-rich tissues with little to no damage to the 

surrounding tissues (dermis and epidermis in this case) using the 1708 nm laser. 

 

Fig. 2.7.  Histology of ex vivo porcine skin tissue cross section treated with the 1708 nm laser (2mm spot, 

2mm/s scanning exposure) at 800mW showing damage to the subcutaneous fat with no damage to the 

epidermis or the dermis.  The epidermis, dermis and the subcutaneous fat were all exposed to the same 

laser parameters. 

 

3.4 Ex Vivo Human Skin Histology without Surface Cooling 

Once the preferential targeting of adipose by the 1708 nm laser was verified by 

the porcine heart and skin tissue results, the next step was to use the 1708 nm laser to 

damage sebaceous glands in human skin.  The human skin treatments were first 

performed without any cooling of the surface to study the effects on the epidermis and 

the dermis.  Fig. 2.8 shows the histochemistry in a section of human skin after 1708 nm 

laser exposure and no cooling at A) 375 mW, 2 mm spot, single pass scanning exposure 

at 5 mm/min and B) 275 mW, 2 mm spot, single pass scanning exposure at 5 mm/min.  

The areas in the figure that are not stained (whitish region) indicate thermal damage.  The 

zone of thermal damage extends to a depth of ~1.1 mm and ~ 0.9 mm into the dermis in 

Fig. 2.8 (a) and (b) respectively.  The sebaceous glands in this region are seen to be 

damaged.  The epidermis is also seen to be damaged in both cases.  The top inset in Fig. 

2.8 (a) shows an example of a partially damaged sebaceous gland and the bottom inset 
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shows an undamaged sebaceous gland for comparison. Similarly, the top and bottom 

insets in Fig. 2.8 (b) show a damaged and undamaged sebaceous gland respectively.  This 

result shown in Fig. 2.8 verified that without cooling the epidermis, causing sufficient 

thermal damage in the dermis at depths of ≥ 1 mm to affect sebaceous glands would also 

significantly damage the epidermis.  The sebaceous glands in Fig. 2.8 were measured to 

be located as deep as ~1.5 mm from the skin surface.   

Figure 2.8 also shows some indication of selective damage of the sebaceous 

glands towards the outermost regions of the laser damage area. The laser beam used in 

the experiments is a Gaussian beam and gives rise to the damage profile shown in Fig. 

2.8. The maximum depth of damage occurs at the peak of the Gaussian beam where the 

beam intensity is highest and this depth of damage decreases away from the center of the 

beam.  Thus, for the histochemical sections shown in Fig. 2.8, there is a gradient of laser 

energy levels along the boundary of the damaged area.    The portion of sebaceous glands 

at the boundary of the clearly damaged dermal area in Fig. 2.8 seems to be thermally 

affected but the surrounding dermal connective tissue (marked as live cells in the figure) 

along the same boundary looks unaffected.  Selectivity issues will be commented on 

further in the discussion section.  
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Fig. 2.8.  Histology of ex vivo human skin treated with 1708 nm laser (2mm diameter spot and 5 mm/min 

scanning exposure) at (a) 375mW and (b) 275mW showing thermal damage to the epidermis and dermis, 

extending to ~ 1mm into the dermis from the skin surface; insets show damaged and undamaged sebaceous 

glands. 

 

3.5 Ex Vivo Human Skin Histology with Active Surface Cooling 

The results from the skin treatments without any cooling demonstrated the need 

for a cooling technique to be incorporated into the treatment, in order to spare the 

epidermis.  Thus, the laser treatment of skin with the application of a cold window was 

examined.  Figure 2.9 shows the MTT histochemistry of human skin treated with 1708 

nm laser (5 seconds pre-cool;  2mm diameter spot exposure for 3 seconds) at 725 mW 

(A, B) corresponding to ~70 J/cm
2
 average fluence, and 830 mW (C, D) corresponding to 

~80 J/cm
2
 average fluence.  The images in Fig 2.9 show that the application of a cold 

window was effective in protecting the epidermis which is clearly undamaged as 
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indicated by the MTT staining.  In contrast, thermal damage to the dermis has occurred.  

At 70 J/cm
2
 (panels A and B) thermal damage extends to ~1.3 and 1.4 mm respectively 

from the skin surface.  At 80 J/cm
2
 (panels C and D) thermal damage was measured to be 

as deep as ~1.4 and ~1.65 mm respectively, into the dermis.  Sebaceous glands within 

this region of the dermis are not stained, indicating that they suffered thermal damage by 

the 1708 nm laser.  Figure 2.9 also provides a clear comparison between damaged and 

undamaged sebaceous glands as indicated by the MTT histochemical procedure.  Again, 

the laser beam used in the treatments is Gaussian and the maximum depth of thermal 

damage seen in Fig. 2.9 corresponds to the peak of this Gaussian beam. The application 

of the cold window has spared any injury to the epidermis and the dermal tissue at depths 

of ~0.3 – 0.4 mm from the skin surface. While the sebaceous glands in Fig. 2.9 (a) and 

(b) were measured to be as deep as ~1.5 mm from the skin surface, the sebaceous glands 

in Fig. 2.9 (C) and (D) were seen to be located as deep as ~2mm from the skin surface. 

 

Fig. 2.9.  MTT histochemistry of ex vivo human skin treated with 1708 nm laser  and cold window (5 

seconds pre-cool;  2mm diameter spot exposure for 3 seconds) at 725 mW (A, B) corresponding to ~70 

J/cm
2
 average fluence and 830 mW (C, D) corresponding to ~80 J/cm

2
 average fluence. 
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Figure 2.10 plots the maximum depth of damage we were able to measure in the 

dermis from the MTT histochemistry, for a range of 1708 nm average fluences with the 

application of the cold window.  Depth of damage ranged from ~1.25 mm to 1.65 mm for 

the six different treatment areas at average fluences ranging from 65-80 J/cm
2
 (5 s pre-

cool; 2 mm diameter spot exposure for 3 s).  One possible reason for the difference 

between the maximum depth of damage for the two sets of treatment areas each at 70 and 

80 J/cm
2
, respectively, as shown in Fig. 2.10 could be explained by the sectioning process 

used for histology.  We retained one 20 micron section of the sample for every 100 

microns and, therefore, it is possible to have passed over the section with the largest 

depth of thermal damage corresponding to the peak of the laser beam (Gaussian beam) 

used in the treatments.  It is also possible that there were small differences in the skin 

thickness and composition that could have affected the depth of thermal damage for a 

given fluence level.  We did not observe any noticeable damage to the sebaceous glands 

or the surrounding dermis at an average fluence of ~60 J/cm
2
.  For treatments at an 

average fluence of ~85 J/cm
2
, we observed significant thermal damage to both the 

sebaceous glands and the surrounding dermal tissue but the epidermis remained 

undamaged. The data in Figs. 2.9 and 2.10 show that it is possible to cause thermal 

damage to sebaceous glands located at depths of up to ~1.65 mm from the surface of the 

epidermis, using light at 1708 nm while avoiding injury to the epidermis by the 

application of a cold window during laser treatment. 

 
Fig. 2.10. Maximum depth of thermally induced damage in the dermis as measured from MTT 

histochemistry results at different 1708 nm average fluences. 
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4. Discussion and Conclusions 

A number of infrared treatments for acne have been reported in the literature, 

particularly at wavelengths of 1450 nm, 1540 nm and 1320 nm [8-14].  These 

wavelengths target the water content in the dermis and cause non-specific thermal 

damage including injury to sebaceous glands, but this effect on sebaceous glands was 

seen to be quite transient [8, 9].  In addition, lasers at 1450 nm and 1540 nm have been 

reported to have a calculated penetration depth in skin ranging from ~ 300 - 600 microns 

[9, 11, 13], making these wavelengths theoretically less effective at targeting sebaceous 

glands located deeper into the dermis.  It is interesting to note that 1320 nm laser has a 

calculated penetration depth of ~1.5 mm [12].  However, there is a low absorption 

coefficient for fat coupled with high scattering loss at this wavelength, as shown in Fig. 

2.1.  This would indicate that a much higher energy and a larger volume of tissue would 

need to be heated to cause sufficient thermal alteration of the sebaceous glands to be of 

clinical significance as compared to the other, longer wavelength infrared lasers noted 

above [29].   

The lipid absorption band at 1210 nm is also of interest for applications targeting 

lipid- rich tissues as suggested from the absorption spectra for fat and water in Fig 2.1.  

Anderson et al have shown that it is possible to cause damage to the subcutaneous fat of 

porcine tissues with little or no injury to the overlying skin using a FEL at wavelengths 

near 1210 nm delivered through a cold sapphire window [18].  It is worth noting that 

once scattering in the dermis is accounted for, the combination of water absorption and 

scattering effects in the dermis is larger than the fat absorption at 1210 nm, as shown in 

Fig 2.1.  The data is Fig. 2.1 also suggests that the penetration depth at ~1210 nm would 

then be only slightly higher than that at ~1720 nm.  However, the absorption for fat at 

~1720nm is about five times larger than at ~1210 nm and still above the combination of 

water absorption and dermis scattering at ~ 1720 nm indicating that wavelengths around 

~1720 nm  might be better suited for applications targeting fat/lipid rich tissues.  

In this study, a laser source at 1708 nm, in the lipid absorption band near ~1720 

nm was developed and used to study the effectiveness of this wavelength to target lipids 

and cause thermal damage to sebaceous glands located relatively deep in the dermis, as a 

potential treatment for acne.  An approach using a wavelength such as 1708 nm, which is 
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preferentially absorbed by lipids, could be more effective in destroying sebaceous glands 

and improving conditions like acne vulgaris.  The ex vivo porcine heart tissue results in 

Fig 2.5 show that, when the pericardial fat and myocardium are treated with the same 

1708 nm laser fluence, the pericardial fat is selectively damaged with minimum damage 

to the myocardium. Similarly, the ex vivo porcine intestinal visceral fat results in Fig. 2.6 

clearly show the ability of the 1708 nm laser to selectively damage fat without damaging 

the embedded blood vessels. Finally, the ex vivo porcine skin tissue results in Fig 2.7 

show that for the same 1708 nm laser fluence  exposure across the tissue cross section, 

the subcutaneous fat layer is selectively damaged, with no damage to the dermis and the 

epidermis.  This would indicate that it should be possible to cause selective thermal 

damage to lipid rich tissues with minimum damage to the surrounding tissues by 

choosing optimal treatment parameters, including selection of a specific wavelength as 

with the 1708 nm laser used in our study.   

The penetration depth into the dermis is another factor to consider, besides 

preferential absorption, when attempting to effectively damage sebaceous glands located 

deep in the dermis.  As the absorption spectra in Fig. 2.1 show, 1708 nm is a near 

optimum wavelength of operation for this goal since it corresponds to a local water 

absorption trough, allowing for a sufficient penetration depth, and a lipid absorption 

peak, allowing for selective absorption of energy by sebaceous glands.  Our 

histochemistry results in Figs. 2.8 and 2.9 show that a majority of the sebaceous glands 

are located within ~1.5 mm into the dermis and can even extend to ~ 2 mm from the skin 

surface in some cases.  We calculated the penetration depth in skin of 1708 nm light to be 

~ 1.1 mm, and our results in Figs. 2.9 and 2.10 indicate a maximum depth of thermal 

damage zone in the dermis of up to ~1.65 mm from the skin surface for an average 

fluence of ~80 J/cm
2
.  The results in Fig. 2.9 indicate that it is possible to cause thermal 

damage to majority of the sebaceous glands in human skin using the 1708 nm laser while 

sparing the epidermis by applying a cold window.  The cold window parameters used in 

our study was able to spare the epidermis and ~0.3 to 0.4 mm of the dermis from the skin 

surface. It should also be possible to modify the cooling parameters to adjust the spared-

tissue depth within some range if required.  
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The absorption spectra for fat and water also suggest that it should be possible to 

cause selective damage to lipid rich tissues like sebaceous glands at wavelengths around 

~1720 nm.  In addition, since the laser beam used for the ex vivo human skin treatments 

was Gaussian in nature, there was a gradient of laser energy level along the boundary of 

the damaged area in a given histological section.  It was expected then, that there would 

be some indication of selectivity for sebaceous gland damage.  However, the evidence for 

selectivity is not clear in our histology sections.  Certainly, sebaceous glands are 

efficiently destroyed by laser exposure, but surrounding dermal tissue at a similar depth 

also appeared to be thermally altered in most cases.  While the absorption coefficient for 

lipids around 1720 nm is greater than that for water, the ratio of the absorption coefficient 

for water and lipid is still small.  Since sebaceous glands should cool more slowly than 

the surrounding skin after laser exposure, it might be possible to optimize treatment 

parameters for selective destruction of the gland [29].  For example, increased selectivity 

and thus more efficient sebaceous gland destruction may also be achievable with altered 

pulse durations [19].  Further research examining the effects of altered treatment 

parameters is warranted.  Finally, it is worth noting that type I collagen also has an 

absorption peak at ~1720 nm [30].  Since there is a significant amount of collagen in the 

dermis, its presence might also affect the therapeutic window for causing selective 

damage to the sebaceous glands in human skin. 

In summary, we have developed an all fiber based Raman laser source at 1708 

nm, a wavelength near the lipid absorption peak at ~1720 nm, capable of thermally 

damaging sebaceous glands located deep into the dermis.  The 1708 nm laser is shown to 

be effective in selectively targeting and thermally damaging fat/lipid rich tissues as 

indicated by the ex vivo porcine heart and porcine skin tissue results.  Thermal damage to 

sebaceous glands at depths up to ~1.65 mm (at an average fluence of 80J/cm
2
) in human 

skin without apparent injury to the epidermis is also demonstrated using the 1708 nm 

laser and contact cooling.  These results indicate that the 1708 nm laser may offer a more 

efficient way to target lipid-containing structures in the skin and, thus, imply the potential 

use of this device as a better approach to the treatment of acne vulgaris.  Further research 

and clinical studies using the 1708 nm laser are warranted to determine the optimal 
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treatment parameters for selective destruction of sebaceous glands and to evaluate the 

efficacy of the 1708 nm laser as a potential therapy for the treatment of acne.  
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Chapter III 

Renal Denervation Using Focused Infrared Fiber 

Lasers: A potential Treatment for Hypertension 

 

1. Introduction 

In this chapter, we demonstrate a novel technique for renal denervation using focused 

infrared fiber lasers. Both in vitro and in vivo treatments are performed and the 

histochemistry results are presented. The histochemistry results show that focusing the 

laser can cause adventitial damage without injuring the endothelium. Three laser 

wavelengths at 980 nm, 1210 nm and 1700 nm are studied as candidates for renal 

denervation based on the absorption spectral and penetration depth calculations. While all 

three wavelengths are capable of damaging renal nerves, only 980 nm and 1210 nm lasers 

show evidence of penetrating deep enough to cause nerve damage, while also saving the 

endothelium. In vitro results also suggest that the effect of focusing is attenuated as the 

wavelength dependent absorption in tissue increases. We also perform In vivo renal 

denervation in sheep using a designed laser catheter prototype. In vivo results show 

evidence of transmural renal artery (including nerves) damage at depths of > 1.5 mm 

from the lumen wall. Some sections also show damage to the media/adventitia at depths 

of > 1mm without any apparent injury to the endothelium. However, in these cases, there 

are no clearly identifiable nerves or the damage does not extent deep enough due to non 

optimum treatment parameters. The position of the catheter and the focus in the renal 

artery cross section is a critical factor to consider in this treatment. In our current trials, 

the catheter capabilities are limited and have no maneuverability once inside the artery. 

We also discuss some of the possible catheter improvements and treatment parameters 

that could make focused infrared lasers 
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an attractive energy source for renal denervation, where it might be possible to damage 

the renal nerves with little to no damage to the endothelium and other non target artery 

tissues.  

Hypertension is a major public health concern with an estimated one third of the 

adult population in the developed world suffering from this condition [1, 2]. Despite the 

availability of numerous effective pharmacologic agents and efforts to diagnose 

hypertension, only half of the treated patients are controlled to established blood pressure 

(BP) targets [2-4]. Effective pharmacology treatments may be limited by various factors 

such as patient adherence, physician inertia, inadequate doses, inappropriate combination 

s of antihypertensive drugs, noncompliance with dietary restrictions, side effects of 

medications and drug ineffectiveness [5-7].Thus, the development of new approaches for 

the management of hypertension that could potentially overcome these issues is a 

priority, especially for patients with so-called resistant hypertension, i.e. patients unable 

to achieve target BP values despite multiple drug therapies at the highest tolerated dose 

and are at a high risk of major cardiovascular events [8, 9].  A variety of studies have 

been performed, which suggests that hyper activation of the sympathetic nervous system 

plays an important role in initiating and maintaining hypertension [5, 10]. Sympathetic 

nerve fibers innervate all organs involved in cardiovascular control such as the heart, 

peripheral blood vessels and the kidneys. The sophisticated network of efferent (brain to 

kidney) and afferent (kidney to brain) sensory nerve fibers residing in the kidney and 

their signaling pathways provide the basis for the influence of integrative structures in the 

brain stem on renal effectors contributing to BP control [10]. An increase in the renal 

sympathetic nerve activity is suggested as a contributing factor in the development and 

maintenance of hypertensive states [11]. Studies of renal denervation in animals 

performed using surgical and chemical techniques, have also further helped to establish 

the roles of renal sympathetic nerves in hypertension [12, 13]. 

 Recently, a minimally invasive radiofrequency (RF) ablation catheter based 

approach has been developed and used for renal denervation [8, 14]. In this procedure, a 

specially designed catheter is inserted into the femoral artery and advanced into one of 

the renal arteries and the RF energy is applied to the endoluminal surface to deliver 

thermal injury to the renal sympathetic nerves. The procedure is performed on both sides 
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with four to six sites ablated in a longitudinal and rotational manner at each site to cover 

the full circumference [5]. Clinical studies have also been performed to assess the safety 

and efficacy of a percutaneous catheter based approach, designed to ablate renal 

sympathetic nerves using an RF generator via the lumen of the main renal artery 

(Symplicity
TM

 , Medtronic, CA, USA). In a safety and proof of principle study and in a 

separate randomized trial, this approach was shown to reduce blood pressure 

successfully, without serious adverse events in patients with resistant hypertension [8, 

14]. Durability of treatment effect up to two years has also been reported in a cohort of 

153 patients with resistant hypertension treated using the catheter based RF denervation 

technique [15]. Recent publications have also confirmed the efficacy of renal denervation 

for the treatment of resistant hypertension [16-18].  

Although well received by clinicians, there are limitations of renal denervation 

using the RF technique[19]. Procedural limitations include the catheter instability, 

triggering frequent treatment interruptions and the overall duration of the procedure, 

which consists of a minimum of eight two minute ablations, the time required to 

reposition the device continuously and the associated patient discomfort or pain [20]. 

While further research is necessary to assess long term safety and efficacy of RF 

denervation, an underlying mechanism to cause renal denervation using RF  has been 

attributed to a localized temperature rise or hyperthermia [21]. Morphological assessment 

of porcine renal arteries after RF denervation show acute transmural tissue coagulation 

and loss of endothelium resulting in local thrombus formation [22]. Vascular smooth 

muscle cells express what is called tissue factor (TF), a protein on their surfaces. 

Endothelial cells cover the smooth muscle cells in the renal artery preventing exposure of 

TF to proteins in the blood that initiate the clotting cascade. When endothelial cells are 

killed and removed from the wall, TF becomes accessible to clotting factors often 

resulting in thrombus formations [23-25].  While sub acute and longer term studies of RF 

renal denervation show almost completely re-endothelialized lumen, a treatment modality 

for renal denervation minimizing the duration of treatments and the acute loss of 

endothelium and or/damage to non target tissues would be desirable. 

  The experience with thermal injury to the endothelium and other non-target 

tissues has generated an interest in the exploration of alternative ablative energy forms. 
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Recently, ultrasound therapy has been investigated as an alternate suitable modality for 

denervation of renal nerves [20, 21]. Clinical trials have also been performed 

investigating the use of ultrasound (Paradise
TM

, ReCor Medical,NY,USA) for renal 

denervation. In this case, a percutaneous catheter based approach is used and consists of a 

cylindrical transducer that emits ultrasound energy circumferentially, once in the renal 

artery. A water balloon in the catheter is used to center the transducer in the artery and to 

cool the arterial wall to minimize damage to the endothelium and non-target tissue. 

Preliminary clinical study using this technique have been performed on a cohort of 11 

patients, where an average of 5.1 ultrasound emissions was delivered in each subject for a 

total  treatment duration of less than four minutes and indicate ultrasound therapy to be a 

promising treatment for resistant hypertension [20]. 

  Laser treatments are another alternative energy form widely used for a variety of 

medical therapeutic and diagnostic applications [26] . The availability of fiber coupled 

laser devices with sufficient average powers have also led to the development of 

minimally invasive catheter based medical treatments as well [26-29] . Fiber lasers are 

potentially advantageous for renal denervation over other ablation techniques for the 

following reasons. Lasers can be easily collimated or focused to get a better control of the 

treatment area. Focusing the laser could also help in creating a temperature gradient along 

the depth of the treatment site, making it possible to damage target structures like the 

renal nerves with minimal injury to the endothelium and other non-target structures 

without the use of an external cooling mechanism. It is also possible to choose an 

optimum laser wavelength depending on the treatment requirements. For renal 

denervation, the wavelength must be capable of penetrating deep enough to reach the 

renal nerves (~2 mm), but not too deep to damage the abdominal, pelvic or other lower 

extremity nerves. In addition, choosing a wavelength that can target specific tissue 

components can help in achieving selective tissue damage. For example, reports of 

selectivity using a ~1700nm laser for targeting lipid rich sebaceous glands in human skin 

has been reported in literature [30]. Since the myelin sheaths surrounding the nerves are 

rich in lipid content, it might be possible to achieve similar selective damage of the renal 

nerves using the same laser wavelength. Finally, fiber coupled lasers are available in high 

average powers (> 40 W) and depending on the treatment delivery (focused or 
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collimated), the total treatment time is likely to be less than both RF and ultrasound 

technique, thus, reducing patient discomfort and pain during the procedure.  

 In this article, we investigate the use of focused infrared lasers for renal 

denervation and the ability to cause thermal damage to the renal nerves, while saving the 

endothelium/part of the media. First, we identify three laser wavelengths at 980 nm, 1210 

nm and 1700 nm for renal denervation based on the absorption spectra and penetration 

depth calculations A histochemistry comparison of the laser induced thermal damage 

performed at each of the three wavelengths show depths of damage in tissue extending to 

~ 5 mm, ~4 mm and ~3 mm for 980 nm, 1210 nm and 1700 nm, respectively. Next, the in 

vitro laser renal denervation results are presented. Treatments are first performed using a 

collimated laser beam and show that laser penetration deep enough to cause denervation 

will also cause significant damage to the endothelium as well. In an effort to damage 

nerves without damaging the endothelium and without the use of an external cooling 

mechanism, we then perform the treatments using a focused light configuration at the 

three wavelengths. While all three wavelengths are capable of adventitial damage, only 

980 nm and 1210 nm show evidence of penetrating deep enough to achieve renal 

denervation, while causing little to no damage to the endothelium. Next, in vivo renal 

denervation treatments in sheep are performed using a designed laser catheter prototype.  

Histochemistry results in sheep show clear evidence of laser renal denervation with 

depths of damage extending > ~1.5 mm from the lumen wall. Evidence of adventitial 

damage at depth of >~1mm from the lumen wall without injury to the endothelium and 

part of the media are also observed in some sections. Finally, the catheter design 

improvements, possible treatment parameters and selective damage issues are discussed 

before ending with our conclusions. 

 

2. Materials and Methods  

In this section, we begin with a discussion for the choice of 980 nm, 1210 nm and 1700 

nm wavelengths for renal denervation based on the absorption spectra and penetration 

depth calculations. The laser treatments configurations in this article use a collimated 

laser or a focused laser setup, both of which are covered in this section. Finally, we 

describe the catheter design used for in-vivo laser treatment experiments in sheep and 



47 
 

provide details about the animal preparations for surgery, the interventional procedures, 

as well as the renal artery extraction procedure. The histochemistry protocol used for 

laser damage analysis is also outlined in this section.  

 

2.1 Wavelength Selection and Penetration Depth Calculations 

The primary requirement for the choice of wavelength is that it should be able to 

penetrate at least up to the depth in tissue to cause damage to the renal nerves , majority 

(>75%) of which are within ~1.5 mm from the lumen wall in humans [11]. In addition, it 

might be possible to cause selective damage to the nerves using specific laser 

wavelengths to target the nerves or nerve components with little damage to the no target 

tissues. For example, wavelengths with strong lipid absorption could potentially target 

the lipid rich myelin sheaths [31] that surround the nerves and cause injury with minimal 

collateral tissue damage. Although, not a critical issue for contact based renal treatments, 

it is also important to consider the absorption/scattering effects in blood for in vivo 

experiments, if there is blood in between the laser delivery and the lumen wall. 

 For our penetration depth calculations, we have used the Beer’s law in anisotropic 

media, where the fluence ( )z  falls exponentially with depth as given by 

0( ) exp( )effz z    , where  a  is the magnitude of the absorption coefficient, '

s  is the 

reduced scattering coefficient and  ' 1s s g   , where s  is the scattering coefficient 

and g is the anisotropy coefficient.  The reduced attenuation coefficient ( eff ) and 

penetration depth ( ) are then calculated using the following formulas [32, 33]: 

'

'

3 ( (1 )) ; (1)

(1 ) (2)

1/

s

s

eff a a s a s a

eff a s a

eff

g if

g if

       

    

 

    

   



 

The penetration depth is defined as the distance at which the fluence is reduced to 1/e of 

the incident value and is equal to 1/ eff . We will first consider the penetration depth in 

tissue, followed by the penetration depth in blood. Since the tissue is mostly water, we 

assume for our calculations that the tissue absorption characteristics are similar to water. 

For the scattering calculations, we use the scattering coefficients in the dermis.  
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Fig. 3.1 shows the absorption spectra for water [34]  and adipose [35]  and the 

scattering coefficient in the human dermis 

(http://omlc.ogi.edu/news/jan98/skinoptics.html ; 1998). As seen in Fig. 3.1, wavelengths 

around ~1700 nm and ~1210 nm are attractive for targeting lipid rich structures such as 

the myelin sheaths surrounding the renal nerves and at the same time are near relative 

water absorption minima, allowing for good penetration depths. On the  other hand, 980 

nm is an attractive wavelength for deeper penetration depths, since it has the lowest water 

absorption of the three wavelengths, and is easily available in fiber coupled modules with 

high average powers of > 30W. Therefore, based on the penetration depths and potential 

for selective damage, the three wavelengths that we study for renal denervation in this 

paper are 980 nm, 1210 nm, and 1700 nm. 

 

Fig. 3.1. Infrared spectra showing the coefficients for water a) and human fat absorption, effective 

s). 

 

 Table 3.1 shows the calculated attenuation coefficients and the penetration depths 

in tissue at 980nm, 1210 nm and 1700 nm, respectively. The penetration depths in tissue 

are calculated using equations (1) and (2) to be ~2.7mm, ~1.9mm and ~1.1mm for 

980nm, 1210nm and 1700nm respectively. While all three wavelengths have penetration 

depths of > 1 mm, only 980nm and 1210nm have the required penetration depth of > 

1.5mm to damage majority of the renal nerves.  

 

 

 

http://omlc.ogi.edu/news/jan98/skinoptics.html
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Table 3.1. Penetration depth calculations in tissue for 980 nm, 1210 nm and 1700 nm. 

Wavelength 

(nm) 

a (cm
-1

) '

s
 (cm

-1
) eff (cm

-1
)  (mm) 

980 0.5 8.5 3.7 ~2.7 

1210 1.3 5.8 5.3 ~1.9 

1700 6 3 9 ~1.1 

 

Table 3.2 shows the calculated attenuation coefficients and penetration depths in 

blood at the three wavelengths. The absorption and scattering coefficients are for blood 

(5% hematocrit concentration) [36]. In this case, the penetration depths are calculated 

using equations (1) and (2) to be ~2mm, ~2mm and ~1.1mm for 980nm, 1210nm and 

1700nm respectively. Once again, both 980nm and 1210nm have higher penetration 

depths than 1700nm. Thus, both 980nm and 1210nm are attractive laser wavelengths for 

renal denervation with the necessary penetration depths to reach and damage the nerves. 

Table 3 2. Penetration depth calculations in blood (5% hematocrit concentration) for 980 

nm, 1210 nm and 1700 nm 

Wavelength 

(nm) 

a (mm
-1

) '

s
 (mm

-1
) eff (mm

-1
)  (mm) 

980 0.20 0.22 0.50 ~2.0 

1210 0.18 0.27 0.49 ~2.0 

1700 0.65 0.24 0.89 ~1.1 

 

 Once again, the calculations presented here suggest that 980 nm and 1210 nm 

laser are capable of deeper penetration depths and are more suitable for renal denervation 

than 1700 nm. However, 1700nm is potentially capable of causing more selective damage 

to the renal nerves than 1210 nm due to the higher lipid absorption and is therefore, 

included in our in vitro studies.  

  

2.2 Laser Sources Used for Treatments 

A summary of the laser sources used in our studies is shown in Table 3.3 and Fig 3.2. 

The laser sources are all fiber based infrared lasers and are either commercially available 

fiber coupled laser diodes or fiber lasers designed and built by us. The 980 nm (IPG, MA, 
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USA) and 1210 nm (QPC, CA, USA) lasers are commercially available fiber coupled 

laser diodes. The 1700 nm laser used in our experiments is either a commercially 

available laser diode (QPC, CA) or a Raman fiber laser that we developed in lab [37]. 

The 980 nm laser diode fiber has a core/cladding diameter of 100/125 microns, 0.15 fiber 

NA and a maximum output power of ~30W. The 1210 nm laser diode fiber has a 

core/cladding diameter of 400/440 microns, 0.22 fiber NA and maximum output power of 

~12W. The center wavelength is specified as 1211.76nm with a spectral width FWHM of 

4.59 nm at full power.  The 1700 nm laser diode also has a core/cladding diameter of 

400/440 microns, 0.22 fiber NA and a maximum output power of ~7W. The center 

wavelength is specified as 1694nm with a spectral width FWHM of 12 nm at full power. 

The 1700 nm Raman fiber laser has a core cladding diameter of 10/125 microns, 0.13 

fiber NA and a maximum output power of ~4 W. The center wavelength, in this case, is 

measured to be ~1708 nm with an FWHM of ~1 nm. Further details, including the setup 

and components of the 1700 nm laser are given in Chapter II.   

Table 3.3. Laser Sources used for the in vitro renal denervation study 

Laser 

Source 

Max 

Power(W) 

Center 

Wavelength 

(nm) 

FWHM at 

Full Power 

(nm) 

Fiber 

Core/Cladding 

Diameter (mm) 

Fiber NA 

980 nm 30 976 - 105/100 0.22 

1210 nm 12 1211.76 4.59 400/440 0.22 

1700  nm 

(diode) 

7 1694 12 400/440 0.22 

1700 nm 

(Fiber) 

4 1708 1 10/100 0.13 
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Fig. 3.2.  The laser sources used in the renal denervation study, 980 nm laser diode, 1210 nm laser diode, 

1700 nm laser diode and our developed fiber laser source. 
 

2.3 Treatment Setup for in-vitro Wavelength Comparison Experiments 

Figure 3.3 shows the setups used for the in vitro experiments. We perform our in vitro 

studies with both collimated (Fig. 3.3a) and focused (Fig. 3.3b) laser beams.  Both setups 

use an aspheric lens and the 1/e
2
 beam diameter is calculated using a knife edge 

measurement. The sample is mounted on to the sample holder attached to a stepper motor 

stage and is scanned across the laser beam. The stepper motor has a minimum step size of 

1 microns and the scan rate is controlled using a computer. Scanning is done in order to 

increase the area of laser treatment to maximize the chances of observing a laser affected 

region after performing the sectioning and histochemistry analysis. 

 

(a)                                                            (b) 

Fig. 3.3. Experimental setups used for the in vitro experimental studies. (a) Collimated laser beam setup 

and (b) Focused laser beam setup. 

 

The depths of damage at 980 nm, 1210 nm and 1700 nm in tissue are first studied 

using a homogenous tissue sample (chicken breast, in our case). The chicken breast was 
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obtained from a local grocery store. The samples are kept in a warm water bath at ~37 

deg C for about an hour prior to the laser treatments using the collimated setup. 

 In vitro renal denervation experiments are performed using renal arteries 

obtained from cows/pigs/sheep. Since, majority (~75%) of the renal nerves in humans are 

within ~1-1.5mm from the artery wall, we mimic this in vivo dimension, where the 

effects of blood pressure thin the lumen wall thickness and bring the nerves closer to the 

wall, by stretching the in vitro renal artery samples so that distance for the tissue top 

(lumen wall) to bottom (around the nerves) is ~1.3 mm. This is done by compressing the 

tissue sample between two glass slides with a ~1.3 mm spacer in between. Thus, in all the 

in vitro renal denervation, the thickness of the sections from the lumen wall to the bottom 

of the section is ~ 1.3 mm during the laser treatments. The in vitro denervation 

histochemistry results have a true/actual scale length included for comparison between 

sections, but are not an accurate representation of the absolute length scale. In vitro renal 

denervation studies are performed first using the collimated setup and then using the 

focused laser setup 

.  

Fig. 3.4. Extraction of the renal artery and sample preparation for the in vitro experiments. The renal 

artery is first identified and extracted. The artery is then sectioned (along dashed lines) and prepared for 

laser treatments.  

 

  The entire kidney and arteries along with a piece of aorta are obtained from a 

local butcher shop, kept in Dulbecco’s modified eagle medium (D-MEM), high glucose 

1X (from GIBCO) and transported to the laser lab within hours of extraction, where they 

are stored in a refrigerator at 5-7 deg C, until the experiments are performed. The samples 

are kept in a warm water bath at ~37 deg C for about an hour prior to the laser treatments. 

All treatments are performed less than 48 hours after obtaining the samples. For the in 
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vitro experiments, the renal artery is cut into 3-4 sections and each section is then 

scanned across the laser with the beam incident on the lumen wall. Figure 3.4 shows an 

example, where the renal artery is extracted, sectioned and prepared for the in vitro laser 

treatments. 

 

2.4 Catheter Design for in vivo Renal Denervation 

The in vivo laser treatments are delivered to the renal artery using a catheter based 

approach. The catheter distal end design used for the in vivo experiments is shown in Fig. 

3.5 and consist of five main components: glass ferrule to hold the fiber, air gap to adjust 

focal length, GRIN lens, right angle prism and an outer steel tube. In order to make the 

bend from the aorta to the renal artery and to fit inside the renal artery, the distal end has 

to be less than 1 cm in length and less than 2.2 mm outer diameter (OD). This was 

verified using a Tygon tube based artery model. 

 

Fig. 3.5. Distal end design for the catheter used to deliver the in vivo treatments. 

 

The first component is the glass ferrule to hold the optical fiber is place. The glass 

ferrule has an OD of ~1.8 mm and an inner diameter (ID) of ~0.129 mm to fit the 0.125 

mm cladding fiber. The glass ferrules come in standard 13 mm lengths. They are polished 

down using a diamond grinder to a length of ~2.2 mm to fit within our required total 
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length specifications. Figure 3.5 shows an example of a standard fiber-glass ferrule and a 

finished product. The fiber is held in place inside the ferrule using UV cured optical 

adhesive (NOA 63). 

The next component is the air gap spacer between the fiber and the GRIN Lens 

(Edmund Optics, #64532, NJ). The final focal distance between the outer steel tube and 

the focus is determined by the spacer by adjusting the distance between the fiber and the 

GRIN lens. The spacers are hypodermic steel tubes, which are precision machined down 

to specific lengths. The spacer tubes have an OD of ~1.65 mm and an ID of ~1.58 mm. 

We use GRIN lens as the focusing optic in this catheter design. The lens has an OD of 

~1.8 mm and a length of ~4 mm. Figure 3.6a shows the ZEMAX simulation results for 

the range of focal lengths in tissue obtained using this GRIN lens at various air gap 

spacer lengths i.e. fiber-GRIN lens distances. Thus, the desired range of focal lengths is 

obtained by adjusting the spacer lengths between the fiber and the GRIN lens. Figure 

3.6b also shows the corresponding ZEMAX beam diameters at the artery wall with the 

distal end in contact and at the focal spot. The refractive index in tissue is assumed to be 

~1.38. 

 

(A)              (B) 

Fig. 3.6. ZEMAX Simulation results of the distal end performance in tissue (a) Outer tube – focus vs. the 

air gap length. (b) Estimate of the beam diameters at the distal end output and at the focus.   

 



55 
 

The next component is the right angle prism (Tower Optical Corporation, FL) 

used to rotate the light by 90 degrees towards the renal artery wall. The prism is made of 

glass and the hypotenuse is aluminum coated to act like a mirror. The prism is glued on to 

the GRIN lens using UV cured optical adhesive (NOA 63). 

The outer tube is the final component and holds all the optical components 

together. The hypodermic steel tube is ~8.5 mm long and has an ID of ~ 1.8 mm and an 

OD of less than 2.15 mm. The prism is protected by the outer tube and a 2 mm wide 

opening at the end of the tube allows the light from the prism to exit. Thus, the entire 

distal end is ~ 8.5 mm in length with an OD of less than 2.15 mm. In order to provide 

push ability to the distal end, the distal end and fiber is pushed though braided polyimide 

tubing, which is then glued to the metal outer tubing. 

The finished catheter is then guided through a 5 French (F) FR4 catheter to help 

provide stronger push ability in combination with the polyimide tubing. Figure 3.7 shows 

a tygon tube model of the aorta (~1 cm diameter) and artery (~0.5 mm diameter) made to 

test and verify that the final catheter is able to fit within these dimensions. The fiber end 

is connectorized with an SMA connector to allow for a convenient connection with the 

laser. The entire finished catheter is then packaged and sterilized using ethylene oxide 

prior to the in vivo experiments.   

 

Fig. 3.7. Tygon tube model used to test that the final catheter is able to make the bend and get to the renal 

artery. The aorta and renal artery diameters are assumed to be 1 cm and 0.5 mm respectively. 

 

The current catheter prototype does not have any maneuvering ability once inside 

the renal artery. We are not able to adjust the position such that the catheter is in the 

optimum position in the artery for the laser treatments. Since the treatments use a focused 
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laser beam in order to damage the nerves with minimum impact on the endothelium, it is 

important for the focus to be close to the location of the renal nerves, majority of which 

lie in 1-1.5mm region from the renal artery wall. One optimum condition for our 

treatment is for the distal end to make contact with the artery wall and then have the laser 

focus be ~2mm. Since, we are not able to control the distal end position once inside the 

artery; we use two catheter distal ends with two different focal lengths to improve our 

chances of at-least getting close to the optimum condition. For the in vivo experiments, 

the two focal lengths in tissue (outer tube to focus) for the two catheters are estimated to 

be ~2.8±0.3 mm and ~3.8±0.3mm, respectively. The average diameter of the renal artery 

in sheep/goat is ~5mm (range from ~4-6mm) and this choice of focal lengths should 

allow us to penetrate deep enough to achieve renal nerve damage and possibly save the 

endothelium as well. It is worth mentioning that we choose the two focal lengths to 

maximize our chances of getting close to the ideal conditions of focusing close to the 

nerves, but the best way to guarantee this is to use a specifically designed catheter 

delivery system that is able to control and maneuver the position of the distal end within 

the renal artery cross section. Catheter design improvements are further discussed in the 

discussion section. The focal length measurements are performed in air and estimated 

using an aperture. The focal length is tissue is then estimated as the focal length in air 

multiplied by the refractive index (~1.38) in tissue. 

 

2.5 Animal Interventional Procedures 

The animal use protocol was reviewed and approved by the University Committee for the 

Use and Care of Animals. We used 3 female adult sheep weighing 51-60 kg. The sheep 

were fasted for 24 hours prior to the procedure to aide in decreasing incidents of bloat, 

regurgitation, and increase visualization during fluoroscopy.  Each sheep was given pre-

op xylazine, 0.2mg/kg IM, to aide in calming the animal for restraint. A tourniquet was 

then placed behind the elbow, the hair clipped from the catheter site, and then cleaned 

with alcohol. An 18g angiocatheter was placed in the cephalic vein, secured in place, and 

flushed with heparinized saline. Propofol, 4-6 mg/kg IV, was then administered for 

anesthetic induction and to aide in endotracheal intubation. A 10-11 mm endotracheal 

tube was used for intubation and the tubes secured in place with a ⅝ TUBEGAUZ® tied 
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behind the ears. The animals were then placed on oxygen and isoflurane anesthesia using 

an adult unilimb breathing tube and 3-4 L rebreathing bag. Ophthalmic ointment was 

placed in the eyes. The analgesics buprenorphine 0.01 mg/kg intramuscular & carprofen 

4 mg/kg subcutaneous were given to aide in alleviating postoperative pain & swelling. 

The antibiotic cefazolin 22 mg/kg IV was administered pre-operatively for prophylactic 

measures. 

The wool was clipped & vacuumed from the femoral access site and EKG electrode sites.  

The animals were then transferred to the operating suite and placed on a 

fluoroscopy table in ventro-dorsal position with the aid of a Hug-U-Vac positioner and 

leg ties. A Surgivet Advisor was utilized to monitor Non-invasive Blood pressure, EKG, 

pulse rate, oxygen saturation, respiratory rate, body temperature, and end tidal carbon 

dioxide. Reflexes were checked periodically. Lactated Ringers was given intravenously at 

10 ml/kg/hour throughout the procedure. A rumen tube was placed & maintained during 

the procedure to aide in the prevention of bloat and regurgitation of rumen contents. The 

access site was surgically prepped with a minimum of 3 alternating scrubs of 2% 

chlorhexidine digluconate scrub (ChlorHex-Q SCRUB by Vedco, Inc.) and 70% 

isopropyl rubbing alcohol ,USP (MediChoice distributed by Owens & Minor) and a final 

prep of 2% chlorhexidine gluconate solution (Chlorhexidine by VetOne) was applied.  

A 6 F sheath was inserted in the right femoral artery after application of lidocaine. 

A perclose device was used to pre-close the artery [38]. An 8 F 45 cm arrow sheath was 

then introduced through the arteriotomy. Heparin in the dose of 100 IU/kg was 

administered. Through the arrow sheath, a 5 French  FR4 or an IMA catheter was used to 

engage the renal artery. A rosen wire was then advanced into the renal artery and the 

diagnostic catheter (FR4 or IMA) was advanced into the renal artery. Over the wire and 

the diagnostic catheter, the arrow sheath was advanced into the distal renal artery. The 

diagnostic catheter and the wire were removed and the laser catheter gently advanced out 

of the sheath and up to the renal artery bifurcation if possible. Treatment was provided 

for 5 seconds and the catheter and sheath was slowly withdrawn back in steps of 

approximately 5 mm and treatments provided until the catheter was in the aorta. Attempts 

were made to turn the catheter as it was withdrawn with the intent of providing treatment 
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along a spiral but this could not be reliably done. All three animals survived the 

procedure and were allowed to recover for ~24 hours post laser treatment. 

The  sheep were sedated with 0.3mg/kg intramuscular xylazine (Rompun, Bayer 

Animal Health) and humanely euthanized ~24 hours after the laser procedure with 

intravenous sodium pentobarbital at a dose of 1 ml/4.5 kg body weight (Beuthanasia, 390 

mg/ml, Merck Animal Health). Sheep were placed in left lateral recumbency and the 

body wall was opened. Surrounding viscera was removed, exposing the kidneys and 

abdominal aorta. The abdominal aorta and vena cava were incised cranial and caudal to 

the branch points of the renal arteries and veins, allowing removal of the kidneys and 

their major vascular attachments en bloc. The renal arteries were finely dissected from 

the attachments at the abdominal aorta and the renal hilus. A thin layer of adventitial 

adipose tissue was retained with the renal arteries to avoid inadvertent damage of small 

adventitial blood vessels (vasa vasorum). The harvested renal arteries were placed in 

optimal cutting temperature compound (OCT
TM

), frozen in liquid nitrogen and stored at -

80 deg C until frozen sections could be cut. Total time from euthanasia to renal artery 

placement in media was approximately 20-30 minutes. Cryostat-cut sections were made 

and mounted on glass slides, and stored at -80 deg C until used for histochemical staining 

of dehydrogenase activity. To identify laser damage in the processed sections, we use the 

methylthiazolyldiphenyl-tetrazolium bromide (MTT) histochemical assay, a proxy for 

dehydrogenase enzyme activity for cell viability. [37] Cells that are alive when frozen 

maintain dehydrogenase activity, but cells that are dead do not have this activity.  In live 

cells that are frozen, dehydrogenase activity reduces the slightly yellow water soluble 

MTT substrate into a water insoluble dark blue to black precipitate.  Thus, in the MTT 

histochemical assay, live cells stain dark blue while dead cells remain clear.  The volume 

of incubation medium was adjusted proportionally depending on the number of sections 

to be stained. The sections were immersed in MTT incubation medium under aerobic 

conditions with no ambient light for about 30 minutes, rinsed in DI water and dried 

afterwards. The sections were examined using a microscope (WILD Makroscop M420) 

and photos were taken using a digital camera (NIKON Coolpix 5000). 
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3. Experimental Results 

The results section is organized as follows. We first study the depths of damage at 980 

nm, 1210 nm and 1700 nm in a homogenous tissue sample to verify that these 

wavelengths can cause thermal damage deep enough to reach the nerves. Histochemical 

analysis shows that the depths of damage decreases as the wavelength increases. Next, 

we present the laser renal denervation results beginning with the in vitro renal 

denervation studies using both the collimated laser beam and focused beam setups at the 

three wavelengths. Histochemical analysis shows that renal nerve damage is achieved in 

both setups, whereas the endothelium and part of the media are seen to be saved only in 

the focused treatment setup. It is also seen that 980 nm and 1210 nm may be more 

optimal for renal denervation. Finally, we present the results for in vivo renal denervation 

experiments in sheep using the designed laser catheter discussed in section 2.4. The 

histochemical analysis shows clear evidence of laser induced thermal damage to the renal 

nerves at depths of > ~1.5 mm from the lumen wall using a focused 980 nm laser.  

 

3.1 Wavelength Versus Damage Depths in Tissue 

The laser induced thermal damage depths in tissue at 980 nm, 1210 nm and 1700 nm are 

first studied by treating a homogenous tissue sample (chicken breast) with the three lasers 

under similar conditions. In each case, the laser beam diameter (1/e
2
) is ~3mm and the 

sample is scanned across the beam at 1mm/s. Figure 3.8 shows an example of the 

histochemistry in a section of chicken breast tissue treated with the highest possible 

power level at each of the three wavelengths. At the highest power levels used, we 

observe tissue damage up to depths of ~5 mm, ~4 mm and ~3 mm for the 980 nm, 1210 

nm and the 1700 nm laser, respectively. Regions of the tissue that appear clear/white and 

not stained indicate thermal damage. Extreme tissue damage is observed only for 1700nm 

shown in Fig. 3.8c, where the laser caused the tissue water content to possibly boil and 

rupture the tissue. Figure 3.9 shows the average (over three samples) and standard 

deviation of the measured depths of damage versus power level at each of the three 

wavelengths. It is observed that after a certain power level, the tissue becomes “opaque” 

and the depth of damage remains fairly constant with further increase in power. 
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Fig. 3.8. In vitro wavelength comparison study at (a) 980 nm( 23W) (b) 1210 nm (10 W) and  (c) 1700 

nm(6 W). The samples are all scanned across a 3mm diameter beam at 1 mm/s. Extreme tissue damage was 

observed in (c) using the 1700 nm laser.  

 

 

Fig. 3.9. Measured depth of damage in chicken breast tissue treated with 980 nm, 1210 nm and 

1700nm .The depths are measured from the histochemistry results. Dashed lines are estimated depth 

of damage using Beer’s law and the reduced attenuation coefficients from Table 3.1. 

 

The depth of tissue damage follows the same trend for penetration depths 

calculated in section 2.1, with the depths decreasing with increasing wavelength. Table 

3.4 compares the relationship between the penetration depths, the expected depth of 

damage from Beer’s law and the measured depths of damage at highest power level for 

each of the three wavelengths. In order to calculate the expected depth of damage, we use 

the Beer’s law and the attenuation coefficients from table 3 1. The earliest incident power 

level showing histological evidence of thermal damage in tissue is taken as the tissue 

damage threshold power. For eg, at 980 nm, we first observe damage at an incident 
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power of`~9 W corresponding to a peak incident intensity of 255 W/cm
2 

,with the 

damage zone extending to a depth of ~2.5 mm in the tissue. The peak intensity at 2.5 mm 

is then estimated from Beer’s law to be ~102 W/cm
2
 and is taken as the intensity 

threshold for tissue damage at higher incident powers. At the highest power level of 23 

W, the depth at which the incident intensity drops down to this threshold value is 

calculated to be ~ 5mm and is close to the measured depth of ~4.8 mm from the histology 

results. The Beer’s law model is neither the simplest nor the most complicated published 

laser damage model and may offer a useful compromise between accuracy and 

complexity of calculation [39] . The model used here assumes that the Beer’s law is valid 

through the entire laser treatment duration and that the absorption of the incident laser 

power by the tissue does not decrease as the tissue becomes thermally denatured. Other 

factors not included in this simplified model are post laser thermal diffusion effects and 

thermal effects at intensities less than the calculated threshold intensities at each 

wavelength. As can be seen in table 3 4, the expected depths and the average measured 

depths of damage are fairly close. The difference between the expected and measured 

values is slightly higher for 1210 and 980 nm since the scattering effects are higher than 

absorption at these wavelengths compared to 1700m, where the Beer’s law is expected to 

be more accurate. The slight difference between expected and measured values could also 

be due to the fact that we used absorption and scattering characteristics for water and 

dermis respectively, instead of the chicken breast tissue. However, the data presented 

here indicates that the model and effective attenuation coefficients used for calculating 

the penetration depth provides a fairly good estimation for laser induced damage depths 

in tissue for our purposes.  

 

Table 3.4. Comparison of trends between the penetration depth calculations and the 

measured depth of damage from the histochemistry results 

Wavelength Penetration 

Depth (mm) 

Expected Depth 

of Damage in 

Tissue at Highest 

Power  

(mm) 

Average 

Measured Depth 

of Damage in 

Tissue at Highest 

Power  (mm) 

980nm 2.7 5 4.8 

1210nm 1.9 3.2 3.7 

1700nm 1.1 2.9 2.9 
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From the data presented in Fig. 3.9 and Table 3 4, we can see that all three 

wavelengths are capable of causing damage >1.5mm required for renal denervation. 

However, unlike the 1700 nm laser, both 980 nm and 1210 nm lasers are capable of 

damaging tissue at depths > 3 mm without causing extreme tissue damage. Therefore, the 

980 nm and 1210 nm laser wavelengths appear to be better candidates for laser renal 

denervation based on the tissue depths of damage achieved. 

 

3.2 Laser Renal Denervation with a Collimated Laser Beam  

After verifying that the three wavelengths are capable of damaging homogenous tissue at 

depths of > 2mm, we performed a damage depth study in the renal artery to verify that 

lasers can penetrate deep enough to damage the renal nerves. The 1700nm laser is used 

for the collimated beam laser denervation experiments. The damage depth study in the 

previous section showed that 1700 nm has the least damage depth. Therefore, if we are 

able to attain renal denervation at 1700nm, it should be possible to achieve renal 

denervation at 980nm and 1210nm due to the higher penetration depths at these 

wavelengths.  

 

Fig. 3.10. In vitro laser renal denervation in bovine renal artery (a) Untreated control section (b) Artery 

cross section treated with collimated 1700 nm laser (1.5W, 2mm beam,0.4mm/s scan) showing damaged 

nerves and artery tissue.  

 

 Figure 3.10 shows an example of histochemistry of an untreated bovine renal 

artery section and a bovine renal artery section treated with the collimated laser setup at 

1700 nm (1.5W, 2mm beam diameter, 0.4mm/s scan speed). The entire section in Fig. 

3.10b is not stained (whitish region) and indicate thermal damage. As we can see from 

Fig. 3.10b for the treated case, the entire tissue section including the renal nerves are not 
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stained showing clear evidence of transmural thermal damage.  Thus, the results 

presented in Fig. 3.10 using a collimated laser beam show that laser treatments can 

effectively damage the renal artery section including the renal nerves and demonstrate 

that without any external cooling mechanism or focusing of the laser beam, causing 

sufficient thermal damage to the renal nerves would also significantly damage the 

endothelium as well as the media above the renal nerves.   

 

3.3 Laser Renal Denervation with a Focused Laser Beam  

In contrast to collimated laser treatments, focusing the laser beam at a depth close to the 

renal nerves should allow for an intensity difference and hence, a temperature difference 

between the tissue top, close to the endothelium and the tissue bottom, where the nerves 

are located. Thus, a focused laser beam treatment should be able to cause thermal damage 

to the renal nerves, while sparing injury to the endothelium and part of the media. This is 

a significant advantage of laser based treatments. Compared to other energy sources, the 

laser output from a fiber can be easily focused to small beam spots using optical 

components like lenses and mirrors.  

The focused laser in-vitro renal denervation studies are done in porcine renal 

arteries using the focused laser setup (0.4 mm/s scan speed) at 980 nm, 1210 nm and 

1700 nm. For each wavelength, the renal arteries are exposed to a range of incident 

power levels, causing little or no damage to the artery section to causing complete 

damage to the entire section. In each case, the artery tissue is stretched during laser 

treatments so that the top to bottom thickness is ~1.3mm, and the beam diameters on the 

artery wall (tissue top) and adventitia (tissue bottom) are estimated to be ~1.2 mm and 

~0.4 mm respectively.  

Figure 3.11 shows the MTT histochemistry results for porcine renal artery cross 

sections treated with the three wavelengths over a range of incident power levels. For 

each wavelength, the first column shows an example where the treatment power is 

inadequate to reach the nerves, the middle column shows an example of the optimum 

condition, where we are able to observe nerve damage with little to no injury to the 

endothelium and finally, the last column shows an example, where the power level is 

high enough to cause transmural damage to the entire section from top to bottom at the 
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treatment site. For example, Fig. 3.11(a, b and c) show the histochemistry for treatments 

with the 980 nm laser. No damage is observed at ~1.5 W. At ~1.8 W, we see clear 

evidence of nerve damage with little to no damage to the endothelium. As the power is 

further increased to ~3 W, the entire depth of the tissue section is damaged at the 

treatment site. Thus, the optimum treatment power level for the 980 nm laser in this setup 

is ~ 1.8W. Similarly, Fig. 3.11 (e and h) show the optimum condition in this setup for 

1210 nm and 1700 nm, respectively, where there is evidence of thermal injury to the 

nerve without any apparent damage to the endothelium.   

For the focused denervation experiments, Beer's law and the focus advantage are 

countering effects, i.e. if the absorption is high, then most of the light will be absorbed 

close to the lumen and will not be able to penetrate deep enough to reach the nerves and 

makes the focusing advantage less useful.  This can be further understood using a simple 

1D Gaussian beam model that takes into account both the effects of focusing and 

absorption (Beer’s law).  The laser intensity distribution with tissue depth is given by: 
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Pinc is the incident power on the tissue surface, w(z) is the beam waist radius. For a 

converging laser beam of radius R0 at the tissue surface, focused at a depth z=FD with a 

beam radius of RD at the focal spot, the beam waist (w(z)) with depth can be estimated 

by the following expression:  

( 0)
1 0

0
( ) 0

( 0 ) ( 0 2 )

0 0

RD R z
if z FD

R FD
w z R

R RD z R RD
if z FD

R FD R

 
   

  
    
 

 

For the in vitro experiments shown in Fig. 3.11, The values for R0 and RD are ~0.6mm 

and  ~0.2 mm, respectively. In the absence of absorption, one would then expect a peak 

intensity difference along the beam center (r=0) of ~9x between the endothelium and the 

renal nerves. Figure 3.12 shows the modeled intensity difference between artery surface 

and the nerve location for the optimum treatment conditions in Fig. 3.11, taking into 

account the effect of absorption as well as focusing. As seen in Fig. 3.12, once the effects 



65 
 

of absorption are taken into account, the intensity difference factor drops to ~5x for 980 

nm, ~4x for 1210 nm and ~3x for 1700 nm. Therefore, Beer’s law and focusing 

advantage are seen to be countering effects and a lower absorption is expected to be 

better for focusing applications at greater depths. Since 980 nm has the lowest effective 

attenuation, we can then expect to achieve the greatest intensity difference between the 

endothelium and the nerves at this wavelength.  

 

Fig. 3.12. The beer’s law and focusing advantage are seen to be countering effects. Without 

absorption, one would expect an intensity difference factor of ~ 9x between the endothelium and the nerves 

at the three wavelengths. Once absorption is taken into account, the calculated intensity difference factor 

drops to ~ 5x, 4x and 3 x for 980 nm, 1210 1nm and 1700 nm, respectively. 

 

Both 980 nm and 1210 nm have higher penetration depths (lower water 

absorption) compared to 1700 nm. The results in Fig. 3.11, show that both 980nm and 

1210nm lasers are capable of causing significant nerve damage, with little to no injury to 

the endothelium and part of the media. On the other hand, the 1700 nm laser (higher 

water absorption) is only capable of causing partial nerve damage, while saving the 

endothelium. Thus, as expected from Fig. 3.12, the advantage of focusing the light is seen 

to be higher by using a wavelength with lower water absorption and higher tissue 

penetration. The results shown in Fig. 3.11 also do not show any clear evidence of 

selective nerve damage for laser treatments at 1210 nm and 1700 nm, wavelengths 

corresponding to the lipid absorption lines. Selectivity issues are further explored in the 

discussion section. Thus, from the results presented in this section, 980 nm laser appears 

to be the best candidate for renal denervation experiments due to the higher penetration 

depth and the ability to cause nerve damage with little to no endothelial injury. The in 

vitro results also suggest that for the 980 nm laser, after taking into account the effect of 
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focusing and absorption, an intensity difference factor of ~5x between the endothelium 

and nerve location should be able to achieve renal nerve damage with little to no injury to 

the endothelium. As an added advantage, 980nm lasers are also commercially available in 

fiber coupled diode modules with average powers of > 30 W. 

 

Fig. 3.11.  In vitro porcine renal denervation results using the focused laser setup at 980 nm(a,b,c), 1210 

nm(d,e,f) and 1700nm (g,h,i), scanned at 0.4mm/s. Three cases are shown for each wavelength The first 

column shows inadequate damage. The middle column shows the optimum treatment condition achieved for 

each wavelength with thermal damage to the nerves and little to no damage to the endothelium. The third 

column shows treatment power levels high enough to cause transmural damage extending across the entire 

section.  
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Adult sheep are used as the animal model for our in vivo trials, since the aorta and 

artery diameters in sheep are closer in dimension to humans. Renal studies have also been 

reported in literature using the sheep as the animal model [40]. Since the in vitro results 

in Fig. 3.11 are performed in porcine arteries, we also performed in vitro experiments in 

sheep as well, using the 980 nm laser to verify that we can achieve similar results as in 

Fig. 3.11. Figure 3.13 shows the renal denervation results in sheep using the 980nm laser 

treated with 2W and 3W respectively, scanned at 0.4 mm/s across the beam. In each case, 

the tissue is stretched during laser treatments so that the top to bottom thickness is 

~1.3mm, and the beam diameters on the artery wall (tissue top) and adventitia (tissue 

bottom) are estimated to be ~1.2 mm and ~0.4 mm respectively. Fig. 3.13a shows an 

example, where the MTT histochemistry results shows evidence of nerve damage, while 

the endothelium and part of the media are still stained and indicate no laser damage. Fig. 

3.13b shows an example, where the treatment power is high enough to cause transmural 

damage across the entire section including the nerves as well as the endothelium.  The 

MTT histochemistry results in Fig. 3.13 are consistent with in vitro porcine renal 

denervation results using the 980 nm laser shown in Fig. 3.11. Thus, the histochemistry 

results presented in this section clearly demonstrate that a focused laser setup can achieve 

renal denervation by thermal damaging the renal nerves without causing injury to the 

endothelium and part of the media.  

 

Fig. 3.13. In vitro renal denervation in sheep using the 980nm laser scanned at 0.4mm/s (a) Histochemistry 

of treatment with 2 W showing damaged nerve with no apparent injury to the endothelium (b) 

Histochemistry of treatment with 3 W showing transmural damage to the nerve and arterial tissue across 

the entire depth.  
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3.4 In vivo Renal Denervation in Sheep using a Focused 980nm Laser 

After verifying that the focused 980 nm laser setup is capable of damaging renal nerves 

without injuring the endothelium, we attempt to obtain similar results in vivo in sheep 

using a catheter based treatment approach. The catheter design used for our in vivo trials 

is described in section 2.4. Two catheters with estimated focal lengths of ~2.8±0.3mm 

(FL1) and ~3.8±0.3mm (FL2) in tissue are used for the in vivo renal denervation 

experiments. The laser treatment powers range from 2.0-4.0 W with a treatment time of 

5seconds at each treatment spot. The treatments are first administered in the renal artery 

section proximal to the kidney and then move progressively to the distal end closer to the 

aorta. The position of the catheter distal end is observed using fluoroscopy. The 

fluoroscope images of the laser catheter in the renal artery prior to the laser treatments are 

shown in Fig. 3.14.   

 

Fig. 3.14. Fluoroscope image of laser catheters in sheep in vivo (a) Left kidney (b) Right kidney. 

 

 Figure 3.15 shows the MTT histochemistry of in vivo ovine renal artery sections 

treated with the 980 nm laser for 5 seconds, using FL1 at 3.5-4.0 W (A  and B), and FL2 

at 2.5-3W (C and D). In Fig 3.15 (A and B) we see a distinct large nerve around the renal 

artery that is clearly damaged, as evidenced by the lack of staining. The depth of damage 

in this section is seen to extend > ~1.1 mm from the lumen wall. Fig. 3.15(C and D) 

shows another example, where the renal nerves in the treatment site are not stained and 

indicate thermal damage by the 980 nm laser. The depth of damage in this section is seen 

to extend > ~1.5 mm from the artery wall. The results presented in Fig. 3.15 clearly 

indicate that the 980nm penetrates deep enough (> ~ 1.5 mm) to cause thermal damage to 

the renal nerves and that it is possible to achieve renal denervation using this technique. 
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Fig. 3.15. MTT histochemistry of sections from in vivo trials showing complete renal denervation with 980 

nm laser at the treatment site using catheters FL1 (a and b) and FL2 ( c and d). 

 

While both examples in Fig. 3.15 show evidence of laser renal denervation using 

the 980 nm, the endothelium is also unstained as well, and indicates thermal injury. The 

laser treatments are delivered in a focused beam with a Gaussian profile. Therefore, the 

intensity is highest at the beam center and towards the focus and decreases as we move 

away from the focal spot. Since our results presented in Fig. 3.15 show the endothelium 

to be damaged as well, the beam intensity delivered must be higher than the damage 

threshold for the endothelium and media. One reason could be that the focal point is 

closer to the artery wall instead of the nerves, or that there is a lack of sufficient laser 

intensity difference between the artery wall and nerve site. To better understand the 

damage to the endothelium, we look at histochemistry of sections surrounding the artery 

sections with clear nerve damage. Figure 3.16 (A and B) show the histochemistry for 

sections surrounding those with nerve damage, shown in Fig. 3.15 (A and C), 

respectively. As expected, we see a decrease in the depth of damage as we move through 

the sections from top to bottom indicating that we are moving away from the focal spot 

and the incident intensity on the artery wall is decreasing. We do not see any sections in 
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this sequence with evidence of damage in the media or adventitia, without injuring the 

endothelium, which suggests that the minimum beam intensity delivered to the artery 

wall, has most likely already exceeded the threshold for damage. 

 

(a)         (b) 

Fig. 3.16. Histochemistry sequence of sections surrounding the sections from Fig. 3.15, which show renal 

nerve damage after treated with . (a)  catheter FL1 and (b) catheter FL2. 
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For the distal end design (presented in section 3.2.4) in our in vivo trials, we used 

two focal lengths of ~2.8 and ~3.8mm, since the position of the distal end within the renal 

artery is not controllable. With an average artery diameter of ~5mm, the focal lengths 

were chosen to ensure that the focal spot was at some depth beyond the artery wall. The 

in vitro data presented in section 3.3 suggest that an intensity difference of at least ~5x 

between the endothelium and the nerve locations (accounting for the focusing and 

absorption effects) might be able to cause damage to the renal nerves at ~1.5 mm without 

injuring the artery wall. For the two designed distal ends and using the beam diameters 

from Fig. 3.6, we calculate the intensity difference factor for the two distal ends at 

various positions within the renal artery, which corresponds to the varying depths of 

focus beyond the artery wall. Fig. 3.17 shows the endothelium to focus intensity 

difference factor for the two catheters. We can see that for catheter FL1, the difference 

factor is > ~5x for a small range of distal end positions within< ~0.3mm from the artery 

wall. For catheter FL2, the difference factor is always less than 5x.This suggests that the 

catheter FL1 distal end should be quite close to the artery wall during the laser treatment 

to achieve nerve damage without damaging the endothelium. For catheter FL2, the 

difference factor is always less than 5x, suggesting that there may not be sufficient 

intensity difference to damage the nerves while saving the endothelium. It is worth 

mentioning that even with the ideal position of the distal end placement, the laser 

treatment parameters must be optimized to achieve denervation, while saving the 

endothelium. This is also clearly seen in Fig.3.11, where we see the varying levels of 

artery tissue damage for the same optical configuration as the laser power is increased.  
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Fig. 3.17. Catheter FL1 and FL2 intensity difference factor between the endothelium and the focus for 

various focus positions within the tissue. Both absorption and the focusing effect are taken into account. 

 

One of the advantages of focusing the laser beam, as we saw in our in vitro 

results, is the ability to achieve renal nerve damage with little to no injury to the 

endothelium. In our in vivo experiments, we were able to see some histological evidence 

of thermal damage in the media and adventitia without any damage to the endothelium.  

Figure 3.18 shows histochemistry examples of ovine renal artery cross sections, where 

the media/adventitia is damaged, but the endothelium remains undamaged. However, in 

these cases, there are no clearly identifiable renal nerves or the depth of damage does not 

extend deep enough to damage the renal nerves. Some possible reasons for the depth of 

damage not extending deep enough could be that the laser treatment powers or exposure 

times may not be sufficient and/or the focal spot may not be near the nerves, but closer to 

the media. While we have not observed in vivo histochemistry results showing clear 

nerve damage without injuring the endothelium, we have shown that it is possible to 

achieve renal denervation in vivo (Fig. 3.15) and the results presented in Fig. 3.18 suggest 

that the focused laser treatment can cause arterial damage at depths > ~1mm without 

causing any damage to the renal artery wall including the endothelium and part of the 

media. Some of the possible ways to potentially achieve renal denervation without 

damaging the non-target tissues in the renal artery including the endothelium are further 

discussed in the next section. 
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Fig. 3.18. MTT histochemistry examples showing damage to the media/adventitia with little to no injury to 

the endothelium and artery wall. (A) catheter FL1 3.5-4W,5 seconds  (B) catheter FL1, 2-2.5W, 5 seconds. 

 

4. Discussion  

Renal denervation as recently become of great interest as a treatment for resistant 

hypertension. The current treatment modalities use either RF or ultrasound therapy. Both 

of these techniques either cause endothelial damage and local thrombus formation, or 

employ an external cooling mechanism to minimize the artery wall damage. In addition, 

their current energy delivery times are greater than 4 minutes. There is an interest in 

exploring other energy forms for renal denervation that could substantially reduce the 

treatment times as well as minimize the damage to the endothelium and other non-target 

arterial tissue. In this study, we investigate the use of lasers as an alternative energy 

source for renal denervation. Lasers have three potential advantages over current 

techniques. First, unlike RF and ultrasound with very high penetration depths (>1 cm), 

the laser penetration depth can be adjusted by using the right wavelength, such that the 

depth of damage extends only as deep as that required to reach the renal nerves and 

ensures that the abdominal, pelvic or lower extremity nerves are unaffected. The 

histological results in section 3.1 show tissue damage depths of ~5mm, ~4mm and ~3 

mm for 980 nm, 1210 nm and 1700 nm respectively. Second, lasers can be easily 

focused, which helps to create an intensity gradient across the artery section and allow 

saving the endothelium and artery wall without using any external cooling mechanism. 

The in vitro results using both 980 nm and 1210 nm lasers presented in section 3.3 show 

clear evidence of renal denervation with little to no injury to the endothelium. Finally, the 

in vivo histochemistry results using the 980 nm laser presented in section 3.4 shows that it 



74 
 

is possible to achieve renal denervation using lasers. In this case, our treatment time at 

each spot is only 5 seconds. With an estimated total of 4-6 treatment spots in each artery, 

the total energy delivery time could be less than 1 minute for the denervation treatments, 

helping to minimize patient discomfort and pain.  

The in vivo results presented in section 3.5 clearly show histological evidence of 

renal denervation using the 980 nm laser. However, the endothelium and artery wall is 

also injured in the current process. One of the major limitations in our animal trials is the 

current catheter capabilities. The catheter prototype used in the in vivo trials presented in 

this chapter does not have any maneuvering ability, once inside the renal artery. Thus, it 

is not possible for us to reliably keep the distal end in one position and turn it such that it 

is at a known distance from the vessel wall. In our treatments, the same catheter 

depending on where it is located within the cross section of the vessel, could be focused 

at the adventitia at one point and in the lumen at the other.  A slight turn could move the 

focus elsewhere and the slight position change may result from change in catheter 

position, respiratory movements of the kidney or even the pulsality of blood flow. The 

catheter movement could also result in inadequate exposure times and/or the overlap of 

treatment sites leading to insufficient damage or excessive damage at the treatment site. 

For example, the histochemistry results in Fig. 3.16a seem to suggest a possible treatment 

spot overlap or distal end movement during treatment as evidenced by an almost 

circumferential damage profile. In addition, the actual power levels delivered to the artery 

wall are also dependent on the amount of blood between the distal end and the artery 

wall. Catheter maneuverability inside the renal artery plays a crucial role for renal 

denervation treatments, including current treatments that use RF and ultrasound therapy. 

In these treatment modalities, the position of the catheter distal end is critical to obtain 

the desired results, since the power, exposure times and the required penetration are 

highly dependent on the distance between the energy source and the artery wall.  

 One possible solution to fix the position of our laser catheter inside the renal 

artery is to use a technique similar to the RF treatments 

(http://www.medtronicrdn.com/intl/healthcare-professionals/symplicity-rdn-

system/index.htm ), where the laser distal end would be kept in contact with the renal 

artery wall prior to the laser treatments. The distal end contact with the artery wall can be 
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monitored using the impedance measurements currently used in RF treatments. It might 

also be possible to ensure wall contact by monitoring the back reflection of laser light 

from the catheter. As the distal end gets closer to the artery wall, the light reflected back 

into the distal end from the artery wall will increase as well, which could be used to 

identify the position of the distal end within the artery. Once the position of the distal end 

within the renal artery is fixed, the next step is to optimize the focal length. The in vitro 

data presented in section 3.3 suggest that an intensity difference of ~5x between the 

endothelium and the nerve locations, taking into account the effects of absorption and 

focusing, should be able to damage renal nerves at ~1.5 mm without injuring the artery 

wall. In order to achieve the highest intensity difference between the endothelium and the 

nerves, it would be ideal to use a focusing optic with the highest numerical aperture for a 

given focal length. Majority of the renal nerves are at a depth of < 2mm from the artery 

wall [11]. With the available GRIN lens and the beam diameters calculated in Fig. 3.6, a 

focal length closer to ~2 mm is more optimal to damage renal nerves, while saving the 

endothelium.  This is shown in Fig. 3.19, where we see that the intensity difference factor 

for a 2 mm focal length distal end remains > ~5x for focus positions at depths between 

~1-2 mm in tissue, which should be sufficient to damage majority of the renal nerves, 

while saving the endothelium. Figure 3.19 also suggests that the distal end can be within 

~1mm from the artery wall and should still be able to damage the renal nerves with 

minimal injury to the endothelium. Further modeling taking into account the heat transfer 

terms could be used to identify the optimum treatment parameters to cause renal nerve 

damage with minimal damage to the non-target artery tissue. 

 

Fig. 3.19. Catheter distal end  design with a focal length of ~ 2mm. The intensity difference factor is 

calculated to be > 5x for focus positions at depths > 1 mm and suggests that it should be possible to 
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damage nerves without injuring the endothelium as long as the distal end is within ~ 1mm from the artery 

wall. 

 

Another potential solution is to have the distal end enclosed in water or saline 

cooled balloon. This would allow the laser to be at a fixed distance from the artery wall 

(either centered or close to the artery wall), while cooling the artery wall during 

treatments. An example of external cooling is demonstrated in chapter II, where we use 

an external cooling mechanism and perform laser treatments in human skin to damage 

sebaceous glands at depths of ~1.65 mm from the epithelium, while saving the top 

>0.5mm of the skin tissue from laser damage. Therefore, the combined effect of cooling 

and focusing has a high potential to minimize endothelial and most non-target tissue 

damage as well.  

An advantage of using lasers is the potential for causing selective tissue damage. 

Since the myelin sheaths surrounding the nerves are rich in lipid content, it might be 

possible to selectively target the myelin sheaths to damage the renal nerves. As shown in 

Fig. 3.1, both ~1700 nm and ~1210 nm are close to strong lipid absorption lines. 

However, the ratio of the absorption coefficient for water and lipids is still small at these 

wavelengths. Our preliminary in vitro work in renal arteries  comparing these 

wavelengths, show that without external cooling, ~1700 nm may not have the necessary 

damage depth to reach the renal nerves at ~1.5 mm without causing endothelial damage 

as well. We also did not observe any significant selective advantage of using the 1210 nm 

over the 980 nm laser treatments. Increased selectivity at 1210 nm and at 1700 nm (with 

external cooling) might be achievable by using altered pulse durations. For example, 

Anderson et al claim selective damage to sebaceous glands in human skin with external 

cooling using a pulsed 1720 nm laser. However, the optimal pulse duration ( )  for 

selective photothermolysis is dependent on the target tissue structure and size 

( 2 / 27d  )[41], where  is the thermal diffusivity constant [41]. The nerve size and 

distribution varies significantly, from < ~100 m to > ~1 mm[21] and assuming a  of 

31.3 10 cm
2
/s similar to [41, 42] , this corresponds to pulse durations from ~3 ms to 300 

ms across the cross section of the renal artery. Thus, the significant variations in nerve 

dimension across the cross section of renal arteries might make selective denervation 
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more challenging. Our in vitro experiments for renal denervation also suggest that 

wavelengths with lower tissue absorption are more advantageous to leverage the focusing 

advantage to achieve denervation without damaging the endothelium. From this 

perspective, 1064 nm lasers are possibly an even better candidate for renal denervation 

due to the lower water absorption. However, higher energy delivery would be required to 

cause sufficient thermal alteration of the renal nerves. 

Since the exact position and distribution of the nerves within the renal artery 

during treatments are unknown, current denervation techniques use an algorithm to 

deliver treatments in a circumferential manner to ensure that the nerves are damaged. The 

laser treatments can be delivered circumferentially using a rotating mirror or mirror 

designs, where the incident light is split into a circumferential beam [43] , which can then 

be used to damage the renal nerves. Another advantage of using lasers is that it might be 

possible to image and detect the position of the nerve prior to the treatments. Catheter 

based OCT techniques are currently in existence and have been developed for arterial 

imaging, with penetration depths of ~2-3 mm[44]. It remains unclear whether it is 

preferable to tailor the ablation to the proximal renal artery, where there are fewer larger 

nerve trunks or to the distal vessel, where there are more and smaller nerves. With a 

proximal strategy, missing a large nerve could compromise the therapeutic efficacy. On 

the other hand, a distal strategy would require treatment of a larger number of nerve 

targets to achieve complete denervation. The current RF technique uses a combination of 

proximal and distal ablation techniques [11]. Identifying the renal nerves using an 

imaging technique like OCT, before laser treatments could help to reduce the number to 

treatment spots, damage a larger percentage of nerves and possibly avoid unnecessary 

damage to the artery. 

 

5. Summary 

In this chapter, we demonstrate a novel technique for renal denervation using focused 

infrared fiber lasers. Renal denervation using a focused laser configuration can be used to 

damage the adventitial layer while saving the endothelium and part of the media. Both in 

vitro and in vivo data are presented and the histochemistry results clearly show evidence 

of renal nerve damage. Three laser wavelengths a ~980nm, ~1210 nm and ~1700 nm are 
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investigated based on the absorption spectra and penetration depth calculations. The 

focusing advantage and Beer’s law are seen to be countering effects and a wavelength, 

such as 980nm and 1210 nm with lower absorption in tissue is seen to be more 

advantageous for renal denervation than 1700 nm. While all three wavelengths are 

capable of damaging renal nerves, only 980 nm and 1210 nm lasers show histology 

evidence of penetrating deep enough to cause nerve damage, while also saving the 

endothelium. The histochemistry results of  in vivo renal denervation in sheep using a 

designed laser catheter prototype show clear evidence of renal denervation with depths of 

damage extending > ~ 1.5 mm from the artery wall. We also see some sections, where 

there appears to be laser induced damage to the media/ adventitia at depths of > ~1 mm 

without injury to the endothelium. However, in these cases there are no visible nerves at 

the treatment site or the depth of damage does not extent deep enough to cause renal 

denervation. The catheter capabilities are currently the limiting factor in our trials. We 

discuss some of the possible treatment parameters and catheter designs to minimize 

damage to the endothelium and non-target tissues. In this study, we show that focused 

infrared lasers are a viable technique for causing renal denervation with minimum 

damage to the endothelium/media and warrants further research to refine the treatment 

parameters and evaluate its efficacy as a potential treatment for resistant hypertension.  
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Chapter IV 

Active Remote Sensing Using A Near Diffraction 

Limited High Power Short Wave Infrared 

Supercontinuum Laser 

 

1. Introduction 

 In the previous chapters so far, we looked at discrete wavelength lasers in the 

infrared for medical applications either utilizing the selectivity or penetration depth 

advantage. I will now shift my focus from discrete wavelength sources to broadband laser 

sources in the infrared, which are attractive light sources for a variety of applications 

particularly in spectroscopy. In this chapter, I present the development of a 5W all-fiber 

packaged supercontinuum (SC) laser prototype spanning the short wave infrared (SWIR) 

wavelength band from ~1.55-2.35 m. The SC laser is packaged and used in our first SC 

field trial, where the SC laser is kept on a 12 story tower at the Wright Patterson Air 

Force Base (WPAFB) and propagated through the atmosphere to a target kept 1.6 km 

from the SC laser. The SC beam quality and spectral output stability are studied after 

atmospheric propagation through 1.6 km. The SC laser beam is observed to be nearly 

diffraction limited with an M
2
 value of <1.3, when measured using a SWIR camera. 

Spectral stability measurements at ~1.6 km show a relative variability of ~4-8% 

depending on the atmospheric turbulence effects at the time of measurement. 

Atmospheric turbulence is seen to play an important role and must be accounted for, 

when performing long distance measurements. The developed SC laser is also used as an 

illumination source for performing spectral measurements of various materials kept at a 

distance of 1.6 km from the laser. The SC reflectance measurements are compared with 
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in-lab measurements performed using a quartz-halogen lamp and are seen to be in good 

agreement. 

 Light generations in the SWIR wavelengths (~1-2.5 microns) are beneficial for a 

number of applications in defense, healthcare, quality control, etc [1-3]. Figure 4.1 below 

shows the atmospheric transmittance from the visible to the mid-IR wavelengths. High 

transmission is observed in the SWIR bands from ~1.5-1.8 m and 2-2.5 m wavelength 

regions. The presence of the so-called atmospheric windows [4], where losses during 

propagation are minimal, coupled with the lower scattering in the SWIR wavelengths 

(compared to the visible wavelengths) makes SWIR light sources particularly attractive 

for applications such as remote sensing, hyperspectral Light Detection and Ranging 

(LIDAR), which require long propagation distances through the atmosphere. In addition, 

a variety of detectors with high sensitivity are also available in this wavelength region[3]. 

High power broadband sources are also attractive for airborne laser scanning 

measurements, which has become a well established technique for surface topography 

measurements as well as for 3D characterization of targets [5-8]. The addition of 

broadband spectral data to the intensity based scanning can enable active imaging 

spectrometry in a single shot together with 3-D topographic mapping [8]. 

 
Fig.4.1.Atmospheric transmission window from the visible to the mid-IR wavelength range (Source: Santa 

Barbara Research Center). 

 

 Passive SWIR hyperspectral imagers have demonstrated the potential to detect 

targets of interest, but passive sources like solar illumination have several limitations, 

such as being confined to day-time operations, shadow regions and being limited by 

weather conditions [9, 10]. On the other hand, the spectra acquired with an active 

illumination source, such as SC lasers are not affected by illumination conditions or 

shadows and allow much more flexibility in measurement conditions and significantly 
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simplifies post processing [10]. SC lasers sources also have the advantages of 

conventional laser sources, and can be focused or collimated easily, and are capable of 

producing near diffraction limited beams[11]. In addition, SC laser sources have a broad 

wavelength spectrum and high average power, making them attractive light sources for 

performing measurements over long distances [12]. With the recent development of 

mature gain fibers, high power pump diodes, optical fibers of various materials, 

geometries and dispersion profiles, it is now possible to construct a broadband SC fiber 

laser platform for almost any wavelength of interest from the UV to the mid-IR[1].

 The beam quality/divergence, output stability and the average power of the 

illumination source are three important factors to consider for long propagation distances. 

Infrared SC lasers have been studied as potential sources for hyperspectral LIDAR [13-

15], but these experiments were performed at relatively short distances of < 100m using 

low power SC sources.  Hyperspectral imaging devices generally require the illumination 

of large areas and hence, high optical powers[16]. Several steps can be taken to reduce 

the required power of illumination, but at the cost of lower operating SNR, reduced field 

of view of the sensor, moving the sensor closer to the target, or a combination of both 

[17]. Therefore, high average power SC laser sources with near diffraction limited beams 

maybe key enablers for a variety of practical long distance measurements, including air 

borne measurements. 

In this chapter, we present the development of a 5 W SC SWIR laser covering the 

wavelength region for ~1.55 to 2.35 m. The laser is packaged and is used as the active 

illumination source for field trials, where the SC laser is placed on a 76 m tall tower at 

WPAFB and propagated through the atmosphere to a target on the runway 1.6 km away. 

The SC laser output leaving the tower is collimated using a parabolic mirror and is used 

to perform spectroscopy measurements of various targets kept 1.6 km away. The SC 

beam quality and output spectral stability is also studied after atmospheric propagation 

through 1.6 km.  The SC beam is seen to be nearly diffraction limited with fairly good 

output spectral stability. We demonstrate that SC laser sources are capable of propagating 

long distances through the atmosphere with good spectral stability and can be used 

reliably for long distance spectral measurements. The results presented in this chapter 
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suggest that SC lasers could potentially be used as active illumination sources for various 

long distance applications, such as air-borne measurements. 

 This chapter is organized as follows. In section 4.2, I begin with setups used for 

the WPAFB field trials to characterize the SC laser and to perform spectral reflectance 

measurements. This is followed by a description of the 5W SC laser prototype used in the 

1.6 km field trials. The SC spectrum and preliminary beam quality measurements are also 

described in this section. Then, in section 4.4, I present the results of the field trial 

starting with the SC beam quality. Next, the diffuse spectral reflectance measurements 

performed at 1.6 km using the SC source as an illumination source are presented, 

followed by the SC output stability results after propagating 1.6 km through the 

atmosphere. Finally, in section 4.5, we discuss the experimental results, effects of 

atmospheric turbulence, long term SC stability results and scopes of the SC systems 

before ending with the conclusions. 

 

2. Field Trial Setup  

Field trials using the packaged SC prototype are conducted at the Air Force Research 

Labs, Wright Patterson Air Force Base (WPAFB), in Dayton, Ohio. The field trial layout 

is shown in Fig. 4.2.  The SC laser is placed on a 76 m tall tower and propagated 

thorough the atmosphere to an 8’ x 8’ target panel kept 1.6 km away from the tower. The 

target panel consists of a plywood stand for placement of the target materials of interest 

used in our measurements. The panel is slightly tilted to create a normal surface with 

respect to the laser beam propagation angle of ~2.72 deg. The tower-target beam 

alignment is verified by observing the reflected beam at the tower from a retro-reflecting 

mirror placed at the target site. 

 

Fig. 4.2. (a) Map view of 1.6 km tower to ground path at Wright Patterson Air force base (b) Diagram of 

tower-target test layout 
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2.1 SC laser setup on tower 

A He-Ne beam is used first for beam alignment between the tower and the target. The SC 

laser is then introduced into the beam path using a set of reflective mirrors. A beam 

shutter is used to block the beam when required, to make power measurements or 

background measurements at the target site. SC beam alignment is verified by observing 

the beam from a retro reflective mirror at the target site on to InGaAs camera on the 

tower. Figure 4.3 shows and image and a schematic of the laser layout on the tower. The 

final SC output power leaving the tower after the set of aligning mirrors is measured to be 

~ 4.25 W. The SC laser output is directed along a slant path to a target panel on the 

ground.  

 

        (a)      (b) 

Fig. 4.3.  (a) SC laser optical layout in the tower at the WPAFB. (b) ) SC laser in the tower at WPAFB. 

 

2.2 Beam Imaging Setup 

The SC beam image as projected on the target is measured using a SWIR camera (FLIR 

Systems SC6702, MA). The camera uses an Indium Antimonide detector and covers the 

spectral range from ~1-5 microns. The detector resolution is specified as 640 x 512 

microns, 15 micron pixels. The images are captured with a 4 ms integration time at 60 

frames/second. Figure 4.4 shows the camera layout used in the field trials. The camera is 

placed ~5.6 m from the target at ~10 degree from the target normal and measures the 

reflected laser light used to characterize the SC beam quality and the atmospheric 

turbulence effects. 
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  (a)                       (b) 

Fig. 4.4. (a) Overhead view of the SWIR camera setup used for the beam quality measurements and (b) an 

image of the SWIR camera 

 

2.3 Diffuse Spectral Reflectance Measurement Setup 

The field spectroscopy measurements using the SC laser are performed using a grating 

based spectroradiometer SR1 (ASD Fieldspec3, CO) with InGaAs detectors that cover 

the wavelengths from 1-2.5 microns.  Figure 4.5 shows the layout for SR1 used for the 

diffuse reflectance measurements in the field trials. The spectroradiometer is kept ~ 2 m 

from the target at an angle of ~30 degrees with respect to the target normal. Materials 

used for the spectral reflectance measurements include Tyvek, a white cotton cloth, 

wallboard, plywood, gray painted plywood, blue tarp, gray silt cloth and black silt cloth. 

In order to compare the reflectance data obtained using the SC laser, reference 

measurements are also performed in lab for each of the samples using a conventional 

quartz-halogen based tungsten filament lamp and a fiber optic probe attached to the same 

spectroradiometer SR1.  

 

(a)       (b) 

 Fig. 4.5 (a)Overhead view of the spectroscopy setup showing locations from target to SR1. (b) Image of 

SR1 used for the diffuse reflectance measurements.  
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2.4 Spectral Stability Measurements 

 The SC output stability is measured using a spectroradiometer SR2 (SVC HR-

1024, NY), with InGaAs array detectors that cover the 1-2.5 micron spectral regions. 

Figure 4.6 shows the layout for SR2 used to measure the spectral output stability in the 

field trials. SR2 is kept ~4.7m from the target at ~6.6-22.5 deg from the target normal. 

Using the spectroradiometer, we measure the radiance spectra of the laser spot as 

projected on the target. The scan time for each measurement is 1s. A measurement 

sequence with SR2 consists of 60 of these sample scans, each taken every 5 seconds (the 

timing is limited by the software). The relative variability is then calculated from the 

measurement sequences.  

 

(a)          (b) 

Fig. 4.6 (a)Overhead view of the spectral stability measurement setup showing locations from target to 

SR2. (b) Image of SR2 used for the apectral stability measurements.  
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3. SWIR SC Laser  

 

Fig.4. 7. (a)Optical layout of the  all-fiber integrated 5W SWIR SC laser. (b) Packaged 5W SC laser 

prototype. (c) Collimation setup for the SC final output. 

 

Figure 4.7a shows the optical layout of the all-fiber 5W SC laser and consists of an 

amplified 1.54 micron laser source followed by a spectrum broadening fused silica fiber. 

The amplified 1.54 micron laser source consists of a 1542 nm seed laser diode that is 

driven by electronic circuits to provide a 0.5 ns pulse at variable repetition rates from ~20 

MHz down to a few KHz. These pulses are amplified by two Erbium Ytterbium fiber 

amplifier (EYFA) stages designated as the pre-amplifier and the power-amplifier 

respectively. The pre-amplifier consists of a ~2 m length of 12/130 microns 

(core/cladding diameter) EYFA pumped by a 940 nm diode laser, and the power 

amplifier consists of ~7 m length of 12/130 microns (core/cladding diameter) EYFA 

pumped by a ~25 W 940 nm diode. A 100 Ghz band pass filter is used after the pre-

amplifier to filter out the amplified spontaneous emission. An in-line polarizer is used at 

the filter output to ensure that the input to the power-amplifier is in the optimum 

polarization. The amplified 1540 nm light is then spliced onto ~10 m length of 8/125 

microns (core/cladding diameter), 0.125 NA, PM1550 fiber, which generates the SC 

through the interplay of various non-linear phenomena such as modulation instability and 
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stimulated Raman scattering[1]. The SC laser is packaged in a box with dimensions of 

10”x17”x2” and is shown in Fig. 4.7b. The SC fiber output is collimated and mounted on 

to a breadboard to allow for easy integration into the WPAFB setup for the field trials. 

The SC collimation setup is shown in Fig. 4.7c and uses a 90deg off-axis parabolic gold 

coated mirror with a 25.4 mm focal length. The collimated beam diameter (1/e
2
) at 1 m is 

measured to be ~6.5 mm.  

Figure 4.8 shows the spectral output from the SC laser prototype corrected for the 

detector and grating response. The SC spectrum extends from ~1.55 to ~2.35 m with a 

time averaged power of ~5.05 W in the entire continuum. The input to the EYFA 

comprises of 1.54 m laser diode input pulses of ~0.5 ns duration at 8.3 MHz repetition 

rate. In this case, the power amplifier is pumped with ~ 25 W of 940 nm pump power and 

outputs ~ 7 W of average power around 1.54 m. The pump (940 nm) to signal (1540 

nm) efficiency at the output of the power-amplifier is observed to be ~ 28% and is typical 

of EYFA based SC systems. The SC output power scaling with pump power is shown in 

Fig 4.8b.  

 

Fig.. 4.8. (a) SC output spectrum spanning from ~1.55 to 2.35 m with an average power of ~5W across 

the continuum. (b) SC output power scaling with 940 nm pump power. 

 

 Before proceeding to the field trials at WPAFB, we verify that we are able to see 

the beam at a long distance and that the full angle divergence is close to our specification 

(our specification for the field trial was a full angle divergence of < 1 mrad). This 

experiment is performed at a local air field (Honey Acres airfield, Clinton, MI) shown in 

Fig. 4.9a and the beam diameter is measured after propagation through ~720 m. The 
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beam is projected on a black foam board and oberved using an infrared themal viewer. 

The thermal viewer only shows the heat distribution across the board and is not an 

accurate indicator of the beam diameter. Nevertheless, this would still give us a rough 

idea of the beam divergence. The infrared viewer image of  the beam is shown in Fig 

4.9b. The FWHM beam diameter is calculated as the distance between the two points, 

where the temperature is half of the maximum value. A slight ellipticity is oberved in the 

thermal image, which is most likely due to the target surface being at an angle with 

respect to the beam. The 1/e
2
 beam diameter is then apprximated as 1.69 x FWHM for a 

Gaussian beam. At ~720 m, the 1/e
2
 beam diameter from Fig. 4.9b is calculated to be 

~44.5 cm. This corresponds to a full angle divergence of ~0.6 mrad and is well within our 

required specification of  < 1 mrad.   

 

Fig.4. 9.  Preliminary beam divergence measurements (a) Map view of airfield ~720 m used for 

measurements. (b) Infrared thermal viewer image of the beam at ~720 m corresponding to a full angle 

divergence of ~0.6 mrad, well within our specification of < 1 mrad.  

 

4. Experimental Results 

The results of the 1.6 km field trial are presented in this section beginning with the beam 

quality measurements, where the SC laser beam is seen to be nearly diffraction limited 

with an M
2 

value of < ~1.25. Next the diffuse spectral reflectance measurements of 

various samples are performed at 1.6 km illuminated using the developed SC laser 

prototype. The spectral features for the various samples from the spectroscopy 

measurements using the SC laser are also compared to in-lab measurements using a 
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quartz-halogen lamp and are seen to be in good agreement. Finally, the output spectral 

stability measurements after propagation though 1.6 km of atmosphere is presented. The 

relative variability is measured to be ~4-8% and seen to depend on atmospheric 

turbulence effects. 

 

4.1 SC Beam Quality Measurements 

 Figure 4.10a shows a camera image of the collimated SC laser beam profile as 

projected on a target after 1.6 km of atmospheric propagation. Tyvek material is used as 

the target for these measurements, since this material possesses high reflectance in this 

wavelength region. The profile shown is an average of 1000 frames measured using a 4 

ms integration time. The beam diameter is measured as follows. First, the beam profile 

obtained using the camera is fit to a Gaussian profile. Then, the beam full width at half 

maxima (FWHM) is measured from the Gaussian fit. Figure 4.10 (a and b) shows a 

picture of the beam as projected on the target and the 3D image of the beam 

corresponding to the camera image. Figure 4.10c shows the beam profile through the 

beam cross section and the corresponding Gaussian fit. 

  At full power, the SC beam at 1.6 km is seen to be fairly Gaussian and symmetric 

(FWHMx=0.45 m, FWHMy=0.47 m), where the average FWHM is measured to be ~0.46 

m, corresponding to a 1/e
2
 diameter of ~0.78 m. From the measured beam diameter and 

the ~1.6 km distance, the full angle beam divergence of the SC beam is then calculated to 

be  12 tan 0.39 /1600 0.487SC Beam mrad    . For an ideal Gaussian beam at the SC 

average wavelength of ~2 microns and a similar collimated beam waist diameter of ~6.5 

mm as the SC beam, the full angle beam divergence  can be calculated as 

6 3

02 / ( ) 2 2 10 / ( 3.25 10 ) 0.392Ideal w mrad             .  
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(a)                                           (b)                                                      (c) 

Fig. 4.10. SC laser(EYFA system) beam profile measurements at ~1.6 km; 1000 frame average (a) Camera 

image of the beam (b) 3 D image of the beam (c) Gaussian fit and beam width measurement. 

 

 The M
2
 factor is a common measure of the laser beam quality and is used to 

quantify the ratio of divergence of the actual laser beam to an ideal Gaussian beam. An 

ideal Gaussian beam has an M
2
 value of 1. Thus, the M

2
 value indicates how close in 

divergence, and hence, diffraction limited the laser beam is, compared to an ideal 

Gaussian beam. The SC M
2
 value is calculated using the ratio of the SC beam divergence 

and the ideal Gaussian beam divergence, and is seen to 

be / ~ 0.487 / 0.392 ~1.24SC Beam Ideal    . The calculated SC M
2
 value of ~1.24 from the 

measurements at 1.6 km indicates that the SC beam is nearly diffraction limited. 

 

4 .2 SC Spectral Reflectance Measurements at 1.6 km  

 After verifying the SC beam propagation through 1.6 km, the tower based SC 

laser is used as an illumination source to perform spectral reflectance measurements of 

various materials, to determine if the laser provides enough signal at ~1.6 km to retrieve 

spectral information from the targets. The field measurements are performed after sun set 

to minimize solar illumination effects. In order to perform reflectance retrieval 

measurements using the spectroradiometer SR1, a spectrally-flat "white" reference 

material is required. A 2' x 2' spectralon, held at the same illumination/viewing angle as 

the various targets is used as the white reference for our measurements. 
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 Figure 4.11 shows the retrieved spectral reflectance for the various samples 

measured using the SC laser averaged over at-least five measurements for each sample, 

and the corresponding in-lab reflectance measurements. The measurements are performed 

in wavelength steps of 1 nm. The in-lab measurements are collected in a more controlled 

setting using a quartz-halogen filament lamp as the light source and a fiber optic contact  

probe. The SC data in the wavelengths from ~1.8-1.95 microns is absorbed by the water 

in the atmosphere and has been removed from the figure. As can be seen in Fig. 4.11, the 

spectral reflectance curves for the various samples agree closely with the lab 

measurements, especially with respect to the spectral shape of the curves. For many of 

the materials, a reflectance offset exists between the lab measurements and the SC laser 

measurements. This is most likely the result of non-lambertian target surfaces and 

differences that exist between the illumination/viewing geometry for the lab and field 

measurements. 

 

(a) 
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(b) 

 

(c) 

Fig. 4.11.  Spectral reflectance measurements at ~1.6 km using the SC laser(solid lines) and their 

comparison to in-lab measurements performed using a quartz-halogen lamp (dashed lines) . (a) Retrieved 

reflectance of white cloth, tyvek, and wallboard (b) Retrieved reflectance of plywood, gray painted plywood 

and blue tarp (c) Retrieved reflectance of gray and black silt cloth.  

 

The spectroradiometer SR1 used for the spectral reflectance measurements uses a 

grating with a linear 512 element detector for the VNIR (0.3-1m), an oscillating grating 

and a detector for SWIR band1 (1-1.83 m)  and another grating/detector pair for the 

SWIR band 2 (1.8.-2.5 m). Since our experiments with the SC laser cover the ~1.5-2.3 

m, we use 2 of the three spectral regions covered by SR1. The spectral offset for the 

samples measured in Fig. 4.11 using the SC appear to be a fairly constant offset 

compared to the reference spectrum, which suggests that the offset is likely wavelength 

independent. For eg, Fig 4.12 shows the spectral measurements for three samples: blue 
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tarp, plywood and gray silt cloth that have been corrected using constant factors in each 

wavelength band to match the corresponding reference spectrum in that band. As we can 

see in Fig. 4.12, majority of the spectral offset between the SC and the reference spectra 

is accounted for with a constant correction factor. Other possible reasons for the offset 

could be wavelength dependent scattering arising from the sample surface features 

(roughness, surface profile, etc), changes in the incident/reflection angle of the 

illumination , atmospheric effects, etc . The wavelength dependence of scattering on the 

surface features and the incident angle of illumination are further discussed in chapter VI. 

However, these factors appear to play a minor role in our current measurement 

configuration, since most of the SC spectral features overlap fairly well with the 

reference spectra after the application of just a constant offset factor.  

 

Fig 4.12. Reflectance spectra for blue tarp, plywood and gray silt cloth corrected with  constant offset 

factors in each of the SWIR wavelength bands. The SC measurements overlap fairly well with the reference 

measurements after the applications of a the constant offset factors in each on the SWIR wavelength bands.  

 

4.3 SC Output Stability Measurements 

In order for the SC source to be useful as a broadband illuminator for various 

applications, it must provide stable irradiance. Using spectroradiometer SR2, we measure 

the radiance spectra of the laser spot as projected on the target at 5-second intervals (the 

timing is limited by the spectroradiometer software). The scan time for each 

measurement is 1sec, during which the spectroradiometer continuously collected and 

averaged data.  Figure 4.13a shows a sample measurement sequence of 60 such scans.  

To quantify the variability, we calculate the RMS sample-to-sample difference in 

radiance at each wavelength band and divided by the mean radiance spectrum. Figure 

4.13b shows the variability profiles for 8 measurement sequences over 2 days. 
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Radiometric variations in the field experiment include atmospheric effects that are not 

present at significant levels in the lab. The observed radiometric variability is between 

~4-8%, depending upon the turbulence conditions.  

 The refractive index structure parameter (Cn
2
) value is often used as a measure of 

atmospheric turbulence and is a function of the local differences in temperature, moisture 

and wind velocity. The Cn
2
 values observed in the atmospheric surface layer generally 

range form 10
-12

 m
-2/3

 to 10
-16

 m
-2/3

, where higher values indicate a higher atmospheric 

turbulence [18]. The time stamps on the SC measurements are correlated to the 

scintillometer data collected by Air Force Research Lab to extract the (Cn
2
) value 

corresponding to each SC measurement sequence. Although the Cn
2
 values are measured 

at 880 nm, which is outside of the SC range, there is a general correlation between the 

Cn
2
 and the relative variability. As seen in Fig. 4.13b, the SC relative variability seems to 

follow this trend as well, where higher variability is associated with higher Cn
2
 value. 

Thus, atmospheric turbulence is an important factor to consider in measurements 

involving propagation through long distances in the atmosphere. 
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(b) 

Fig. 4.13. (a) Sample measurement sequence of radiance spectra at 1.6km range. (b) Relative scan-to-scan 

variability for 8 field measurements. 

 

 On a quicker time scale, the SC amplitude fluctuations are also measured at 

various wavelengths tuned using a spectrometer and lockin amplifier shown in Table 4.1. 

The measurements are performed at an integration times of 100 ms (2 Hz sampling) using 

an InGaAs detector. The % fluctuation at each wavelength is calculated as the ratio of the 

standard deviation and the mean of the measured amplitudes. The fluctuations are 

measured at 1.6, 1.8, 2 and 2.2 m. The measured amplitude fluctuations show that the 

SC laser is stable with < 0.5 % fluctuation across the spectrum at an integration time 100 

ms. The fluctuations measured in lab give an indication as to the stability of the SC laser 

in the absence of external factors like atmospheric turbulence and the data in table4.1 

suggests that the turbulence plays an important role in the stability of the SC laser after 

propagation through the atmosphere. 

Table 4.1. 5 W SWIR amplitude fluctuations at different wavelengths measured in lab* 

Wavelength (nm) % Fluctuation  

(Integration Time 100 ms) 

1600 0.19 % 

1800 0.17 % 

2000 0.17 % 

2200 0.48 % 
*0.5 ns FWHM Pulse Width, 8 MHz Repetition Rate 

* 2Hz sampling for 100 ms, with spectrometer, lock in and InGaAs detector 

*% fluctuation= Stdev / Average 
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5. Discussion 

SC lasers are attractive illumination sources for hyper-spectral imaging and remote 

sensing applications. These laser sources cover a broad wavelength region, can be easily 

collimated to provide near diffraction limited beams and are capable of producing high 

average power outputs. While the SC laser presented here cover the ~1.55-2.35 m 

region of the SWIR band, the SC generation architecture presented in this paper allows 

for the customization of the various components to potentially generate an SC across the 

entire SWIR band(~1-2.5 m), by choosing the appropriate gain and SC generation fibers 

[1]. The SWIR wavelength band is especially attractive for SC lasers, since this 

wavelength region allows the use of standard fused silica fibers for SC generation, which 

are generally much easier to handle and have a higher power damage threshold compared 

to other fibers, such as fluoride fibers [11]. As shown in section 3, we have developed an 

all fiber 5W SC laser covering the SWIR bands from ~1.55 to 2.35 m, after which the 

long wavelength edge of the fused silica fiber based SC  laser is limited by the soaring 

absorption of silica glass[19]. 

 The beam quality measurements in section 4.1 show that the developed SC laser 

is capable of producing a nearly diffraction limited beam with an M
2
 value < 1.3. 

Theoretical modeling of the SC laser beam propagation has also been performed and 

show good agreement with the measured laser beam profile[20]. It is worth noting that 

the measured beam diameters and the M
2
 values depend strongly on the collimating 

optics used and how well collimated the beam is. In our case, we use a gold coated 

parabolic mirror to collimate the SC beam and to avoid any effects of chromatic 

aberration, but it was not possible for us to easily optimize the collimation during the 

field due to time limitations. High power SC lasers have also been reported in literature 

with M
2
 values ranging from 1.06-1.08 [21]. 

 The atmospheric turbulence affects SC output stability and adds an additional 

noise term that must be accounted for when trying to predict the operational performance 

of light sources [20]. Figure 4.14a shows a single frame camera image of the 5W SWIR 

beam at ~1.6km, where the effects of atmospheric turbulence on the beam are evident. 

Some of the possible ways to mitigate the turbulence effects on beam quality are 

averaging of multiple camera frames, performing background subtraction, etc. As an 
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example, Fig. 4.14b shows a 1000 frame average of the same laser beam after 

background subtraction, where the beam is seen to be much more stable. Thus, the effects 

of atmospheric turbulence must be considered in the laser system designs [22]. A variety 

of techniques, such as using adaptive optics, deformable mirrors, beam dithering etc, 

have been investigated in literature to mitigate the effects of atmospheric turbulence in 

laser beam propagation [23-25] . 

 

   (a)                                                                           (b) 

Fig. 4.14.  (a) Single frame image of the SC laser beam at ~1.6 km. showing effects of atmospheric 

turbulence. (b) 1000 frame average of the same beam with background subtraction showing a much 

smoother beam profile. 
 

 The output power stability over long periods is another factor to consider in a 

practical light source for long term measurements. We have performed power stability 

measurements for a continuous >43 hour time period on the final system. The final power 

is measured at the output without a collimating mirror. The results are shown in Fig. 4.15 

and show an average power of ~5.09 W with a standard deviation of 0.012 W, 

corresponding to a fluctuation of ~0.23%.  The small variation is most likely due to the 

temperature fluctuations in the room temperature. Since our pump diodes are passively 

cooled, it is possible for the pump center wavelength to fluctuate with temperature, which 

could affect the final SC power level. 
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Fig. 4.15. Long term power stability measurements of the 5 W SC prototype (Left) Zoomed in view (Right) 

 

 High average power SC lasers are potential key enablers for practical long 

distance/airborne  hyperspectral imaging and remote sensing applications, where speed 

and signal quality play an important role. For the SC laser presented here, the power 

scaling is limited by the available 940 nm pump power. The maximum average power 

handling capability of the fiber may be limited to when the temperature of the fiber core 

rises close to its melting point. By increasing the pump powers and with better thermal 

management and heat dissipation techniques, it should be possible to further scale up the 

average power output of these all-fiber SWIR SC lasers. For example, Xia et al., estimate 

the damage threshold in a standard fused silica single mode fiber based SC system, where 

the fiber dimensions are comparable to our current system, to be > 60 W [11]. In our 

current setup the spectroradiometer is placed ~2 m from the target to ensure sufficient 

signal. A higher average power SC will allow the detector to be placed farther away from 

the target, where the end goal might be to have a transceiver design consisting of both the 

source and detector in one unit. An added advantage of SC laser architecture presented 

here is the ability to scale up the average output power, while maintaining the same 

spectral extent, by increasing the repetition rate and the corresponding pump powers. For 

example, in the next chapter, I present an SC laser using similar architecture as the laser 

presented here, where the average SC output power is scaled up from 5 W to 25.7 W in a 

spectrum extending from ~2-2.5 microns, by increasing the repetition rate from ~0.2 to 

~1.1 MHz. In addition, we will also show that the SC laser is truly power scalable, in that 

the SC maintains a near constant spectrum, good beam quality and low output variability 

as the average output power is scaled up, making the SC laser source a potentially ideal 

illumination source for long distance remote sensing applications.  
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6. Summary 

 In this chapter, I present the results of a field trial performed using a developed 

SC laser source. An all-fiber 5W SWIR SC laser covering the ~1.55-2.35 microns 

wavelength band is developed and placed on a 76 m tall tower at the Wright Patterson Air 

Force Base (WPAFB) and propagated through the atmosphere to a target on the runway 

~1.6 km away. Field trials are performed to characterize the SC beam quality and output 

stability after ~1.6km of atmospheric propagation. The developed SC laser has a near 

diffraction limited beam with an M
2
 value of <1.25, when measured using a SWIR 

camera. The SC laser is also used as an active illumination source to perform spectral 

reflectance measurements of various samples at ~1.6 km, and the SC measurements are 

seen to be in good agreement with in-lab measurements performed using a conventional 

quartz-halogen lamp. The SC output variability is measured to be ~4-8% and is seen to 

depend on the atmospheric turbulence effects. The high average power, broad spectrum 

and the convenience of an all-fiber integrated laser source with near diffraction limited 

beam quality makes the SC lasers presented here, an attractive light source for active 

illumination in the SWIR wavelengths for long distance hyperspectral imaging and  

remote sensing applications.  
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Chapter V 

Power Scalable > 25 W Supercontinuum Laser 

from 2 -2.5 m with Near Diffraction Limited 

Beam and Low Output Variability 

 

1. Introduction 

In the previous chapter, we saw that the SC laser has a near transform limited beam 

quality, good output stability and can be used to perform long distance spectroscopy.  

Next, my goal is to present the development of a  high power SC laser source bringing us 

closer to realizing a version that can eventually be used for airborne measurements. 

Hyperspectral  imaging devices generally require the illumination of large areas and 

hence, high optical powers[1]. Several steps could be taken to reduce the required power 

of illumination, but at the cost of lower operating SNR, reduced field of view of the 

sensor, moving the sensor closer to the target, or a combination of both[2]. In this 

chapter, I present the development of a >25 W SC laser focusing on the atmospheric 

transmission window from ~2-2.5 microns. One unique aspect of our SWIR-SC lasers is 

that it is truly a power scalable laser, which we prove by showing 1) a near constant 

spectral output, 2) good beam quality and 3) low output variability as the power is scaled 

up from 5 W to 25.7 W. 

 SWIR light sources covering the ~1-2.5 m wavelengths are attractive for a 

variety of remote sensing and medical applications due to low water absorption, low 

scattering and the presence of spectral signatures for various samples of interest in this 

wavelength region. High average power SC laser sources covering parts of the SWIR 

region have been widely studied. Most of these SC lasers are Ytterbium doped fiber 
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(YDFA) based systems and use photonic crystal fibers for SC generation [3-5]. Recently, 

a 70 W SC spanning from ~1.06 to beyond 1.7 m was reported in a nonlinear YDFA 

using an all-fiber master oscillator power amplifier configuration [6]. A review of high 

power SC lasers using  YDFA based sources are reported in [7]. In most of these cases, 

the SC architecture does not allow for convenient scaling of the repetition rate and hence, 

the average power. A gain switched system has also been used to generate SC spanning 

from 0.5-2.25 m with ~12 W output corresponding to a spectral density of < ~6dBm/nm 

in the 2-2.25m region[8]. 

 Thulium doped fiber amplifiers (TDFA) have lately become of interest for mid-IR 

SC generation > ~2 m [9-13]. For example, a 2.37 W SC laser spanning from ~1.75-2.7 

m was recently reported as the highest average power SC generated from a single mode 

Thulium doped  fiber [10]. In this chapter, I present the development of a high power >25 

W all-fiber supercontinuum (SC) laser covering the short wave infrared (SWIR) 

wavelength bands from 2-2.5 m with a spectral density of  >12dBm/nm. We 

characterize the SC laser performance with power scaling and show that the SC laser is 

truly scalable as verified by a near constant spectrum, beam quality and output stability, 

as the average power is scaled from 5 to 25.7 W. Average power scaling is achieved by 

increasing the repetition rate, and a corresponding increase in the pump power helps to 

maintain a near constant peak power, resulting in a near constant spectral output. The SC 

beam quality with power scaling is studied next and seen to be near-diffraction limited 

with an M
2
<1.2 for all power levels. Output stability measurements with power scaling 

are also presented in this section and show a radiometric variability <0.8% across the 

entire SC spectrum. Finally, I will discuss the results presented and power scaling 

challenges before ending with the summary and conclusions.  

 

2. Experimental Setup 

 Figure 5.1 shows the optical layout of the 25.7 W SC laser. A two stage approach 

is used for the SC generation The first stage consists to two ~1.5 m amplification stages  

(pre-amp and mid-amp), followed by the second stage ~2 m amplification stage (power-

amp) and the SC generation fiber. The amplified 1.5 m laser source consists of a 1553 
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nm seed laser with ~1 ns pulse at 1.1 MHz repetition rate amplified using two Er:Yb fiber 

amplifier stages, similar to the setup in [9]. Pulse breakup through modulation instability 

(MI) and long wavelength shifting through Raman processes in an ~12 m standard SMF 

gives rise to ~2 m pulsed light components for input to the second stage TDFA. Thus, 

the MI-initiated SC in the SMF eliminates the need for a mode locked laser for high peak 

power pulse generation at 2 m and allows the use of standard telecommunication 

components in all-fiber architecture. 

 

Fig.5. 1.Block diagram and table top layout of the 25.7W SC laser system 

 

 The output of the first stage SC is then spliced onto the second stage comprising 

of a TDFA power amplifier stage using a mode field adapter. Mode adaption is usually 

achieved by heating the fiber to diffuse the cores and/or tapering the fiber to change the 

core size, thus changing the size of the mode field. The goal is to preserve the energy in 

the fundamental mode and make the transition in the mode field adapter as adiabatic as 

possible [14]. The power amplifier consists of  ~8 m long 25/400 m (core/cladding 
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diameter) TDFA pumped by four 35 W 793 nm pump diodes coupled through a 6x1 

pump combiner. By pumping the system with ~112 W in the counter-propagation 

configuration, we are able to generate ~25.7 W SC at the output. In this case, the 2 m 

25/400 m (core/cladding diameter) silica fiber of the combiner serves as the SC 

generation fiber. The gain fiber is heat sunk by coiling around a copper mandrel with 

grooves matched to fit the gain fiber. 

 The optimum length of gain fiber is experimentally determined based on the SC 

efficiency measurements obtained using a 25/250 m TDFA (9.5 dB/m absorption at 793 

nm). If the length of the gain fiber is not sufficient, then enough pump light is not 

absorbed and leads to low SC generation efficiency (combiner output / 790 pump power). 

On the other hand, if the gain fiber is too long, then the inherent fiber loss will lower the 

SC efficiency as well. Ideally, we would like to use the shortest length required in order 

to minimize the non-linear effects in the gain fiber. Figure 5.2 shows the SC efficiency 

for different lengths for 25/250  m gain fiber (1 ns pulse, 500KHz repetition rate). It is 

seen that ~1.5 m of the 25/250 m TDFA provides the highest  SC efficiency. Since the 

25/400 mm gain fiber has ~1/4 x the pump absorption as the 25/250 m, we use ~8 m of 

the 25/400 m gain fiber for the high power SC system 

 

Fig. 5.2. Measured output power from ~1.5m of combiner fiber versus 793nm pump power  for various 

lengths of the 25/250 m TDFA. 
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 The SC output from ~ 2 m of the 25/400 m core /cladding diameter fiber, 

corrected for the detector and grating response is shown in Fig.5.3a. The SC extends from 

~1.95-2.55 m with ~25.7 W of time average power in the spectrum. Figure 5.3b shows 

the power scaling of the SC output to 25.7 W with increasing 790 nm pump power. The 

TDFA is pumped with ~112 W of 790 nm pump power. The overall SC efficiency in this 

case is ~ 23 %, which is slightly lower than the ~27 % efficiency reported in [9]. The 

high output  peak power of  > 20 kW combined with the ~ 8 m long gain fiber and the 

~2m combiner fiber, already gives rise to a continuum at the TDFA output and is most 

likely responsible for the slightly lower SC efficiency reported here 

 

         (a)              (b) 

Fig. 5.3. (a) 25.7W SC output spectrum (b) SC output power scaling with 793 nm pump power. 

 

3. Experimental Results 

In this section, I present the experimental results showing that the developed SC laser is a 

truly scalable SC laser system. I look at three major factors to verify scalability; the 

output spectrum, the beam quality and the output stability. I begin by showing that the SC 

spectrum is nearly constant as the output power is scaled from 5 to 25.7W. Then, I  

present the beam quality measurements performed using a SWIR camera and show that 

the M
2
 value remains nearly constant and is < 1.2 across all power levels. Next, the SC 

output stability measurements are presented. which show a radiometric variability of < 

0.8% across the entire SC spectrum for all power levels. Finally, I also present an 
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application of the developed SC laser for spectroscopy measurements by performing 

spectral reflectance measurements of various samples in lab. 

  

3.1 SC Output Spectrum with Power Scaling 

The average power of the SC system is seen to be linearly scalable with repetition rate, 

while maintaining nearly the same spectral shape. In our SC systems, the repetition rate 

couples with the pulse width to determine the duty cycle of the laser system. The spectral 

width is set by the peak output power, which increases with the reduction of the pulse 

repetition rate, i.e. pulse duty cycle, and vice versa. Thus, by increasing the repetition rate 

and the pump power accordingly, we can maintain a nearly constant spectrum, while 

scaling up the total SC average  power. This is seen in Fig. 5.4, which shows the linear 

scaling of the SC average power from 5 to 25.7W with repetition rate, and the 

corresponding output spectrum at each of the power levels. It is worth mentioning there is 

currently no feedback mechanism to maintain a constant final output peak power and 

therefore it is possible for the peak powers to be slightly higher as the average power is 

scaled up. This is most likely the cause of the slight increase in the long wavelength edge 

with power scaling, seen in Fig. 5.4b.  

 

    (a)                       (b) 

Fig. 5.4.  (a) Linear scaling of the SC average power with repetition rate. (b) Nearly constant SC output 

Spectra with average power scaling from ~5 -25.7 W. 
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3.2 SC Output Beam Quality with Power Scaling  

The beam profile of the SC laser with power scaling is studied by projecting the laser 

beam on a Spectralon target placed ~1.05 m from the SC fiber output, and then observing 

the beam profile using a SWIR camera. The camera has an Indium Antimonide detector 

and covers the spectral range from ~1-5 m. The detector resolution is specified as 640 x 

512, 15 m pixels. For each power level, the beam profile obtained using the camera is fit 

to a Gaussian profile, from which the beam diameter is then extracted. For example, Fig. 

5.5 shows the camera image of the 25.7 W SC beam and the corresponding Gaussian fit.  

 
Fig. 5.5. SWIR camera image of the beam at 25.7 W SC (Left). Corresponding Gaussian fit of the beam 

cross section at 25.7W (Right). 

 

 Figure 5.6a shows the measured full width at half maximum (FWHM) beam 

diameter as the power is scaled from 5 to 25.7 W. As can be seen from Fig.5.6a, the 

average beam diameter is measured to be ~91 mm (+/- 3.5%) across the different power 

levels. The small increase in the beam diameters may be attributed to the slight increase 

in the spectral extent towards the long wavelength edge, as the average power is scaled 

up and the peak output power not being maintained exactly the same with power scaling. 

Figure 5.6a also shows a +/-2% difference between the x and y diameters at each power 

level, which may be attributed to the fiber output being angle cleaved. An ideal Gaussian 

beam at the SC average wavelength of 2.3 m, and a ~23 m mode field diameter has a 

calculated full angle divergence of ~0.13 rad. The SC M
2
 value is then calculated as the 

ratio of the SC Beam divergence to ideal Gaussian beam divergence, and is seen to be 

<1.2 for all power levels (Fig. 5.6b), indicating that the SC laser maintains a nearly 
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diffraction limited beam with power scaling. Additional M
2
 measurements are also 

performed at ~0.47 m from the fiber output by scanning a detector across the beam cross 

section and range from ~1.16-1.18 across the various power levels. 

 

         (a)             (b) 

Fig.5. 6. SC beam quality measurements using a SWIR camrera. (a) Measured FWHM beam width with 

power scaling . (b) Calculated M
2
 measurements with power scaling. 

 

3.3 SC Output Stability with Power Scaling 

Another attribute for the SC source to be useful as a broadband illuminator for various 

applications, is the ability to provide stable irradiance. The output variability of the SC 

laser spectra with power scaling is studied using a spectroradiometer, where we measure 

the spectral radiance of the laser spot as projected on the spectralon target, at 5-second 

intervals (the timing is limited by the software). The actual scan time for each 

measurement is 1 second. Figure 5.7a shows a sample measurement sequence of ~60 

scans at 25.7 W. To quantify the relative variability, we calculate the RMS deviation of 

the sample-to-sample difference in radiance at each wavelength and divided by the mean 

radiance spectrum. The measured relative variability of the SC laser spectra is plotted in 

Fig. 5.7b and is seen to remain below 0.8% across the 1.95-2.5 m spectral region. Thus, 

the SC laser maintains a low output variability across the entire SC spectrum as the 

power is scaled. 

 Unlike the spectroradiometer, the SWIR camera is able to capture the spatial 

characteristics of the beam as well as sample at faster rates. We use the camera to record 

1000-frame sequences over a 120x120 pixel window in the center of the 25.7 W laser 

spot, at 10 Hz sampling with an integration time of 20 ms. After subtraction of the 
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average background (obtained by performing the measurements with the laser off), the 

relative variability at 10 Hz is measured to be 0.48%, which is consistent with the 

spectroradiometer results. 

 

   (a)             (b) 

Fig. 5.7. SC Output stability measurements. (a) Sixty scan sequence of the 25.7W SC spectra. (b) SC output 

relative variability with power scaling. 

 

3.4. Spectroscopy Measurements using the SC Laser 

As an example application of the developed SC laser for spectroscopy, we also perform 

diffuse spectral reflectance measurements of various samples using the SC laser as the 

illumination source. In this case, the power is scaled down to 5W to avoid detector 

saturation. Three samples: acetate sheet, polystyrene cloth and cotton cloth are chosen for 

the reflectance measurements. The laser is projected at a normal incident angle on to the 

samples kept at a distance of ~1.05 m. The spectrometer capturing the reflected light is 

kept at a distance of ~1m at an angle of ~22.5 deg with respect to the sample normal.  

The diffuse reflectance spectra for the samples measured using the SC laser and the 

corresponding reference measurement performed using a conventional halogen lamp 

source is shown in Fig. 5.8. 

 As can be seen in Fig. 5.8, the spectral reflectance curves for the various samples 

agree closely with the reference measurements, especially with respect to the spectral 

shape of the curves. For some of the materials, a reflectance offset exists between the 

reference and the SC laser measurements. This is most likely the result of non-lambertian 

sample surfaces and differences that exist between the illumination/viewing geometry for 

the SC and lamp measurements. 
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Fig.5 8. Diffuse spectral reflectance measurements of various samples using the SC laser (solid) and 

reference measurements performed using a lamp. 

 

4. Discussion 

Power scalability of infrared laser sources is becoming a topic of wide interest due to its 

potential use in a number of applications. The results presented in this chapter indicate 

that MI initiated SC architectures provide a truly scalable system. As we see from section 

3, the spectral extent, beam quality and output variability are all seen to remain fairly 

constant with power scaling from 5 to 25.7.W. The beam quality is observed to be nearly 

diffraction limited with an M
2
 < 1.2 with power scaling as seen in Fig. 5.6. The output 

stability measurements show a radiometric variability of < 0.8% across the entire 

spectrum and it remains so with power scaling all the way up to 25.7W. 

Although we have demonstrated power scalability up to 25.7W, which is limited 

by our available pump power, the average SC output power should be further scalable by 

increasing the repetition rate and by adding more pump lasers. However, very good 

thermal management and careful low loss splices will be required as the power is scaled 

up. Once critical splice point in our system prone to thermal damage and requires good 

thermal management, is the splice between the combiner and the gain fiber, where 

~112W of 793 nm pump is coupled into the gain fiber from the combiner. For example, 

in our initial power scaling attempt, the heat sinking at this splice point proved 

inadequate at ~85W of 793 nm pump power and lead to significant thermal damage. 
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Figure 5.9a shows a close up image of the fiber after damage and shows that the fiber 

jacket is severely damaged. A study of the thermal damage threshold for the fiber jacket 

was performed by heating the fiber on a hot plate at various temperatures from 100 to 200 

deg C. Figure 5.9b shows a comparison of the fiber jacket heated to 150 and 200 deg C, 

respectively for an hour. No evidence of damage was observed at ~100 deg C. The 

browning of the jacket from the thermal damage is evident starting at about 150 deg. 

Thus, for the 25/400/550 mm core/cladding/jacket diameter fibers used in our system, we 

maintain the temperature <~150 deg C. The temperature is monitored using an infrared 

thermal viewer and the fiber temperature is always kept < ~120 deg C. Another critical 

point in the fiber prone to thermal damage is the final fiber endpoint, due to the high 

intensity at the small core and possible back reflections from the end face into the jacket 

that could damage the fiber jacket itself. One possible solution for the end face is to use 

an end-cap, where a small length of a large diameter core fiber is spliced on to the output 

to lower the intensity at the fiber end face. The maximum average power handling 

capability of the fiber may be limited to when the temperature of the fiber core rises close 

to its melting point. Using the formula in [15], we estimate the average power handling 

limit of the 25/400/550 m (core/cladding/buffer diameter) fiber used in our system to be 

>100W. The data presented in this paper suggests that the spectrum, near diffraction 

limited beam quality and low output variability should still be maintained with power 

scaling. 

 

 

      (a)        (b) 

Fig. 5.9. Fiber thermal damage (a) Fiber jacket/recoat is clearly burnt due to lack of good thermal 

management. (b) Thermal study of the fiber used in our system show a slight browning at ~150 deg C and 

clear damage at ~200 deg C. 
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 Since the SC spectral extent is determined by the peak power, it should be 

possible to obtain a flatter spectrum by increasing the peak power, which should lead to 

further pump depletion and push the spectrum out further, until the additional generated 

spectrum is consumed by the loss edge, which in fused silica is ~ 2.5 m. However, the 

spectral flatness in this case comes at the cost of lower SC efficiency, since any 

additional spectrum generated beyond the loss edge  is absorbed by the fiber and does not 

contribute to the final output power. We observe that the spectrum gets flatter as the peak 

power is increased, which is done by reducing the repetition rate and keeping the pulse 

width and average power approximately the same at ~25 W. Figure 5.10 shows that the 

spectral flatness is improved by ~2 dB as the peak power (calculated as the average 

power x duty cycle) is increased from 20 kW to 27.5W. Further increase in peak power is 

limited by the available pump power and possible damage concerns to the system 

components (combiner, mode field adapter, etc). 

 

Fig.5.10. Spectral data showing that the spectral flatness can be improved by increasing the output peak 

power. 

 

 As a potential application of the developed SC laser, the SC laser has also been 

used to perform reflectance spectroscopy of various samples.  As the results in Fig.5.8 

show, the spectral features for the various samples obtained using the SC laser are in 

good agreement with those obtained using a conventional halogen lamp. In order for 

applications such as remote explosive detection and spectroscopy to be useful and 
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practical, measurements need to be performed at large distances and quicker speeds. In 

such cases, a high average power is required to provide the necessary SNR and system 

sensitivity. In addition to the high power, the near diffraction limited beam quality and 

the low output variability are particularly useful features for long distance applications 

such as remote sensing and hyperspectral imaging. 

 

5. Summary 

In summary, we demonstrate a truly scalable 25.7W SC laser with the highest spectral 

density (>12dBm/nm) reported to date in the SWIR band from ~2-2.5 m wavelength 

region using an all-fiber platform. The spectrum, beam quality and output stability are 

studied and show that the SC laser maintains a near constant spectral output, has a near-

diffraction limited beam with an M
2
<1.2 and a radiometric variability of <0.8% across 

the entire spectrum, as the power is scaled from 5 to 25.7 W. Thus, a truly power scalable 

SC laser system is presented, where the spectrum, beam quality and output stability are 

seen to be approximately the same with power scaling. The high average power, near 

diffraction limited beam quality, low output variability and the spectral reflectance 

measurements presented here, show that the SC laser can potentially be used as an active 

illumination source in the SWIR wavelengths for various long distance applications , 

such as active remote sensing. 
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Chapter VI 

Surface Roughness Measurement of Flat and 

Curved Machined Metal Parts Using a Near 

Infrared Super-Continuum Laser 

 

1. Introduction 

The measurement of surface roughness and other statistical properties of surfaces are 

important for a wide range of applications in various industries. For example, in the 

semiconductor industry, the reliability and stability of thin film components depend in 

large part on the smoothness of substrates on which they are deposited [1].  The data 

storage capacity on a surface is also a function of the surface roughness [2].  In other 

industries like automotive and machining, surface roughness plays an important role in 

determining friction, lubrication parameters, energy transfer etc.  Parts which are finished 

using lapping or polishing, commonly have surface roughness values in the 0.05 – 0.4 m 

range [3].  Two important examples of such polished parts are crankshaft and camshaft 

journals for internal combustion engines.  The surface roughness of crankshaft and 

camshaft journals and bearings is one of the factors that controls friction and influences 

the performance and fuel economy of engines [4, 5]. Friction from valve trains, 

crankshafts, transmission and gears accounts for about 16% of the energy consumption in 

an engine.  Improvements in the tribological performance of engines can provide a 

variety of benefits such as reduced fuel and oil consumption, increased power output, 

reduction in harmful emissions and improved durability and reliability of engines [5].
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Currently, there is a need in the industry for in-line monitoring of surface roughness in 

the production environment.  Continuous in-line monitoring of surface roughness can 

detect changes of roughness and other defects on the production line and thus could help 

to prevent catastrophic failures before they happen.  Besides, as the demand for higher 

quality has increased, surface roughness has become increasingly important in ensuring 

the quality of parts and products and to achieve better manufacturing control [6].   

Current technologies used to measure surface roughness can be grouped into 

contact based or non-contact based techniques.  The mechanical stylus based profilometer 

is the most common contact based technique used to measure roughness of machined 

metal parts.  This method, however is limited by several factors, including the stylus tip 

radius [7], the lay of the surface, sample curvature etc.  Common non-contacttechniques 

include laser or white-light interferometery, angle resolved light scattering at a fixed 

wavelength, and specular reflectance vs. wavelength at a fixed angle of incidence [2, 8-

14].  Most of these techniques are not very practical for inline measurements, especially 

for curved surfaces or at large stand-off distances.  For instance; interferometery is 

primarily limited by the working distance and the curvature of samples, where most of 

the light is reflected away from the detector.  Angle resolved scattering techniques have 

to deal with issues of changing area of illumination with incident angle, which varies 

according to the cosine of the incident angle to the lowest order, and possible shadowing 

and multiple scattering effects at large angles of incidence.  On the other hand, the 

specular reflectance vs. wavelength at a fixed angle of incidence approach has advantages 

that include a constant area of illumination/data collection and the potential for high 

measurement speed since the sample and detector are all in a fixed position. 

The wavelength dependence of specularly reflected light has been extensively 

explored for roughness measurements.  The visible wavelengths have been most 

commonly used for these measurements due, at least in part, to the availability and 

relatively low cost of high brightness sources and high sensitivity detectors.  However, 

there are two main factors to consider for roughness measurements of polished metals 

using the visible region; a) the large angle of incidence required for the reflectance 

measurements and b) the wavelength signature of the reference that has to be accounted 

for, in order to make accurate roughness measurements.  Hensler and Tavassoly have 
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shown roughness measurements of flat surfaces from the wavelength dependence of 

specularly reflected light, using a Xenon or halogen lamp from ~450-800 nm [13, 14].  

These measurements had to be done at oblique angles of incidence (~70° [13] and ~88° 

[14] measured from normal), since the surface irregularities are comparable to the visible 

wavelengths making the amount of light which is specularly reflected, quite small at 

lower angles of incidence.  Roughness measurements from light scattering at large angles 

of incidence and scattering  are more susceptible to possible shadowing and multiple 

scattering effects that could affect the  reliability of the measurements [9, 15-17].  On the 

other hand, at lower angles of incidence, reflectance measurements of these surfaces in 

the visible region would depend not only on the surface roughness, but also on other 

aspects of the surface such as the root mean square slope etc.  If longer wavelengths are 

used for the measurement of such surfaces, the characteristics of the surface besides 

roughness become unimportant (at lower angles of incidence)  and specular reflectance 

measurements at these low angles of incidence can provide a simple and effective method 

for surface roughness measurements [18].  For the common roughness range of polished 

or lapped parts, low incident angle measurements would then require the use of infrared 

(IR) wavelengths.   

The wavelength dependence of the reference used is another factor to consider 

when performing specular reflectance vs. wavelength measurements.  Ideally, a smooth 

surface of the same metal composition as the sample should be used as the reference. 

This ensures that features, besides the surface roughness of the sample of interest are 

removed by the normalization process.  A more subtle, but equally important advantage 

of the use of near IR and longer wavelengths for metal surface roughness measurements 

is the fact, that most metals have nearly flat, essentially featureless reflectance vs. 

wavelength behavior for these longer wavelengths.  For example, gold has a reflectance 

of ~97-99% for wavelengths >1m.  In the visible-near UV range (VIS-NUV), the 

reflectance vs. wavelength of metals shows much stronger variation and structure.  The 

shape (structure) in the VIS-NUV is influenced by changes in the metal crystal structure 

(including grain size and/or surface damage) and by metal alloy compositions.  There are 

also other issues such as poor reference preparation [19] and higher sensitivity of the 

reflectance in the visible wavelengths to layers created by the surface oxidation of the 
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sample or thin film contaminates, etc. Thus, there are multiple possible sources of error in 

extracting surface roughness values from metals using VIS-NUV measurements.  Since 

the reflectance signature for smooth metal surfaces in the near IR and beyond is fairly 

flat, the reference reflectance used does not affect the slope measurements from which 

the roughness values are extracted.  Thus, we can use a single reference (gold mirror for 

example) and eliminate the need for preparing a highly polished reference sample of the 

material under test.  This also substantially reduces the possibilities for systematic errors 

and is more practical in an industry setting where the exact composition of the sample, 

alloys for example, may not be known.  Thus, the use of near IR wavelengths and beyond 

allows the surface roughness measurements of machined metal parts to be performed at 

low angles of incidence and at the same time, eliminates the requirement to know the 

exact reflectance vs. wavelength for an ideally smooth reference of the metal under test.    

The recent development of IR broadband super-continuum (SC) lasers is a key enabler 

for surface roughness measurements of metals at low angles of incidence, using the same 

reference material (such as a gold mirror) for all measured samples.  In addition, the high 

average power and the ability to easily collimate and focus the SC laser enables 

roughness measurements, especially of curved surfaces, at large stand-off distances.   

  In this chapter, I present a non-contact, potentially high-speed system to 

accurately measure the root mean square (RMS) surface roughness () of flat and curved 

machined parts in the range of ~0.05 to 0.35 m.  This range of roughness values covered 

by our system is important for a wide range of mechanical applications in the automotive 

industry including the tribological properties of automotive engine components and is 

within the roughness range of polished crankshaft journals.  First, I present the system 

setup used to perform the surface roughness measurements followed by the Beckmann-

Kirchhoff (BK) theory and method used for extracting the roughness values from the 

specularly reflected light.  The system uses a relatively simple, compact, all fiber based 

near IR super-continuum (SC) laser source [20] and extracts the roughness from the slope 

of the reflectance vs. wavelength curve, across the wavelength range from, 1.2 to 2 m.  

Next, in section 4, I show experimental results validating the use of a gold mirror as a 

reference for surface roughness measurements of metals, and provide the criteria used to 

choose the appropriate wavelength bandwidth and incident angle for performing accurate 
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measurements.  Roughness measurements for flat samples using the SC laser are then 

presented.  In the following section, I present the surface roughness results of cylindrical 

crankshaft journals measured at 45 deg incidence, again, using a gold mirror as the 

reference.  All roughness measurements using the SC laser are performed at a working 

distance from sample to detector of greater than ~0.8 m.  The roughness values for all 

samples measured using our system are also compared to measurements performed using 

conventional instruments, such as the stylus based profilometer and the white light 

interferometer and shown to be in good agreement.  An example for a potential 

application, where the system is used to sort good crankshafts from those not up to the 

required roughness specifications is also shown in this section.  Finally, I discuss the data 

presented, with theory, limitations of the system and the scope for improvements in the 

discussion section before summarizing the results.    

 

2. Experimental Setup and Method 

The optical layout of the surface roughness measurement system, using the wavelength 

dependence of the reflected light is illustrated in Fig. 6.1.  The light source used in the 

setup is an SC laser with an average power of ~ 20 mW, from 1.2 to 2.0 m.  The light 

from the SC is focused into a grating monochromator and the output is collimated using a 

lens.  The collimated light is sent through a polarizer so that the incident light is polarized 

to be in accordance with the BK model, that we use to extract the roughness and is 

discussed in more detail in section 3.  We use a dual beam approach to minimize any 

effects of source fluctuations, whereby the light is split into two arms: the sample arm 

and the reference arm. The reference arm consists of a gold mirror and the reflected light 

is captured by an InGaAs detector, Det1. The light in the sample arm is collimated for the 

flat samples and focused for the crankshaft journals to minimize the angular divergence 

of the reflected light.  The beam diameter incident on the flat samples and the journals are 

about 2 mm and 350 m, respectively. In the case of crank journals, the reflected light 

from the journal is again collimated using a lens.  A combination of circular and slit 

apertures is used to spatially filter out the non specular components from the reflected 

light. This is done by adjusting the apertures to capture the 1/e
2 

intensity or about 86.5% 

of the power reflected from a gold mirror, when placed in the sample arm.  The specular 
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component versus wavelength is then captured by an InGaAs detector, Det2.  The data is 

then acquired using a standard lock-in amplifier.  

 
Fig. 6.1. Optical layout of the surface roughness measurement setup for crankshaft journal measurements. 

 

 For the experimental results presented in this paper, the monochromator slit 

settings are 100 m and yield a nominal spectral resolution of ~0.5 nm. The lock-in time 

constant is 300 ms.  We collected ~80 wavelength samples evenly spaced between 1.2 – 

2.0 m and a typical measurement time/spot is ~120 seconds. The measurements were 

performed only till 2.0 m due to the detector cutoff at about 2.2 m.  For in-line 

industrial applications that require high speed measurements, an appropriate 

spectrometer/array detector could replace the scanning monochromator arrangement. 

In our experiments, the measured sample reflectance is normalized to the 

reference as shown below: 
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Where sampleR  and 0R  are the reflectance of the sample and the reference respectively, in 

the specular direction.   Similarly ,meas sampleS
 
and ,meas refS  are the measured signal in the 

specular direction at the lock-in from the sample under test and the reference 

respectively.  This method of normalization is followed in order to correct for intensity 

variations vs. time and wavelength for the entire optical system.  
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3. Theory and Data Analysis 

To extract surface roughness values from our measurements, we have followed the 

scattering model outlined by Beckman-Kirchhoff (BK) [21]. It is assumed that all the 

surfaces considered have an isotropic random roughness and that the elements of the 

surface height z(x,y) occur with a  Gaussian probability distribution 
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 , centered about the plane <z>=0.   is the RMS deviation of 

the vertical roughness of the surface and is commonly known in the industry as Rq.  The 

surface is further described by the autocorrelation coefficient, C () = exp (-
2
/T

2
), where 

T is the correlation length related to roughness density on the horizontal scale.  The 

assumption in the BK model that the radii of the curvature of the surface features be 

greater than the incident wavelength is equivalent to requiring that T>>

 With the above assumptions, Beckmann obtained the following expression for sI  

, the ratio of the light intensity specularly reflected from a rough surface ( ,sample specularI ) 

relative to that reflected from a smooth surface( 0I ) of the same material composition [13, 

21]: 

 

 
 

2

,

0 0

4 cos
exp exp

sample specular sample i

s

I R
I g

I R

 



  
       
   

          (2) 

Where i is the angle of incidence measured from the normal and   is the wavelength of 

the incident light.  

 The corresponding diffuse component of the scattered light obtained from theory 

is given by the following expression [21, 22]. 
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Where (sin sin cos )x i s sV k     , (sin sin )y s sV k    , 2 2 2

xy x yV V V   , s and s  are the 

angle of reflection and azimuth angle with respect to the surface normal in the scattering 

direction. 

If the receiving optics is set so that the receiving angle equals the angle of 

incidence (Snell’s law), then the measured intensity will be composed of the specular 

component (equation 2) plus the fraction of the diffuse component (equation 3) that is 

scattered into the angle of acceptance of the receiver around the Snell’s law direction.  It 

has been shown that for slightly rough surfaces, where g << 1, this collected diffuse 

component is negligible [12, 15].  Also, if the measurement area is large compared to the 

square of correlation length (A >> T
2
), which is the case for most measurements; the 

contribution of the diffuse component in the specular direction is further reduced.  Under 

these conditions, energy information from the specular direction that is lost into diffuse 

scattering is easily extracted by looking at the spectral dependence of the reduction of the 

specular signal.  Thus, if the reflectance measurements are made at sufficiently long 

wavelengths or large incidence angles such that g << 1,  can be calculated directly from 

the measured reflectance in the specular direction using the following equation obtained 

from equation (2). 
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This is now a linear equation for  ln sI  in terms of 1/2 where the slope depends directly 

on the surface roughness parameter .   

It is worth noting that from equation 5, the reference (R0) used for the 

measurements can introduce three main kinds of errors that could affect the accuracy of 

the slope and hence the extracted values.  First, it is possible that R0 has a constant 

offset in terms of  due to minor misalignments in the system.   However, this can be 

easily corrected by adding a constant scaling factor to equation 5 and so, does not affect 

the fitting of the slope of the normalized reflectance curve and the extracted value.  

This is effectively equivalent to fitting only the slope of the  ln sI  vs. 2  curve and the 

value of the scaling factor is not used in the surface roughness extraction.  Next, if the 

reference used had some roughness to begin with, then the roughness value obtained from 
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the normalized spectrum will be less than the actual roughness of the sample.  The error 

in this case can be minimized by using a reference as smooth as possible, or of a known 

roughness value.  Finally, if the reference used is not of the same material composition as 

the sample, the reflectance spectrum of the reference and the sample could be different 

due to the material properties.  The normalized reflectance in this case will not 

correspond to the actual roughness value of the sample under consideration and will be a 

major source of error in the measurements. However, this becomes less of an issue in the 

NIR and beyond and we will show that it is possible to obtain accurate roughness 

measurements of metal surfaces using a gold mirror as a reference, and that the error in 

measurements caused by the three factors mentioned above is significantly reduced.  This 

is further discussed in the results section. 

All simulation fits in this paper were performed over the wavelength region from 

1.2 to 2.0 m using the Levenberg-Marquardt non-linear least squares algorithm.  Since 

our data was taken at equal intervals of  the non-linear fitting algorithm was used, 

where the raw data (Is vs. ) was fitted first to equation 2, which is a non-linear equation 

for Is in terms of  to extract the roughness value.  The Levenberg-Marquardt algorithm 

is a popular method used for non-linear curve fitting.  The results are then plotted on the 

log scale (ln (Is) vs. (1/)
 2

) according to equation 5, as it is easier to relate and compare 

roughness values using a linear slope.  We have also calculated and plotted the 95% 

confidence intervals on all the predicted simulation fits and the corresponding intervals 

for the extracted roughness values, and seen this to be ≤ ±10 nm of the fitted roughness 

values across all the samples measured. 

 

4. Results 

4.1 Flat Samples  

Two flat cold rolled steel samples with different surface roughness values are used for the 

flat sample measurements.  They are commonly known in the industry as the steel #2b 

and steel #4 finishes and are designated as Flat A and Flat B, respectively.  In both 

measurements, the incident light is collimated with a beam diameter of ~2mm and the 

reflectance data is measured in the wavelength range, from 1.2 to 2.0 m, in steps of 10 
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nm.  To justify the use of a gold mirror as a reference, this section compares the 

roughness measurements for both Flats A and B, made using a gold reference with 

measurements made using a smooth steel reference.  The relation between the 

wavelength bandwidth and incident angle for making accurate measurements is also 

discussed.  Then, the results obtained using the SC laser are compared with other 

conventional instruments such as the stylus profilometer and the white light 

interferometer and seen to be in good agreement. 

 

4.1.a  Justification for Using a Gold Mirror Reference 

One of the assumptions used in deriving equation 5, is that the reference spectrum used in 

the normalization process is of the same material composition as the sample itself.  We 

have used a gold mirror as the reference to normalize the reflectance of all our samples 

(flat steel samples and crankshaft journals) and to perform the corresponding simulation 

fits.  In order to justify the use of a gold mirror as a reference, we performed two sets of 

roughness measurements with the flat steel samples.  In the first case, the roughness value 

is measured for both Flat A and Flat B using a gold mirror as the reference and in the 

second case, a flat steel polished to a mirror finish using a 0.05 m grit size polishing 

cloth is used as the reference.  Fig. 6.2 shows the reflectance measurements for both Flat 

A and B normalized to gold and steel mirrors respectively.  The dotted lines show the 95 

% confidence interval for the fitted y values.  For both Flat A and B, the slopes of the two 

reflectance curves corresponding to gold and steel mirror references are seen to be 

comparable and the roughness values extracted from the simulation fits are almost 

identical.  The extracted roughness values and the 95% confidence interval for the 

value from the reflectance spectrum for Flat A is 0.152 ± 0.010 µm (w/gold reference) 

and 0.151±0.010 µm (w/steel reference).  Similarly the extracted roughness values for 

Flat B is 0.313 ± 0.005 µm (w/gold reference) and 0.312 ± 0.009 µm (w/steel reference).  

Fig. 6.2 also clearly shows the relation between the slope of reflectance signatures and 

their corresponding roughness values i.e. higher slope corresponds to higher roughness 

values.  Thus, we have experimentally shown that the roughness value of metal samples 

can be measured from the wavelength signature of the reflectance in the IR region using a 
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gold mirror as a reference, and that a reference of the same metal composition is not 

required for accurate measurements.  

 

Fig. 6.2. Comparison of normalized reflectance curves using smooth steel and gold references for both Flat 

A and B.  Extracted roughness values for Flat A are 0.152±0.010 µm (w/gold reference) and 0.151±0.010 

µm (w/steel reference).  Extracted roughness values for Flat B are 0.313±0.005 µm (w/gold reference) and 

0.312±0.009 µm (w/steel reference).  Larger slope values correspond to higher surface roughness values. 

 

The lack of requirement for the same material reference can be explained by the 

fairly flat reflectance signature of metals, like gold, aluminum etc, in the near infrared 

wavelengths and beyond.  The wavelength shape of the normalized reflectance in the 

Infrared is then mostly due to the surface features and is more or less independent of the 

metal property of the reference itself.   In principle, the roughness range of interest for 

crank journals and metal parts can be measured using scattering in the visible region; 

however, different metals have widely varying reflectance signatures in the visible 

region.  This makes it mandatory to have a reference of the same material or to correct for 

the wavelength signature of the reference for measurements done in the visible region.  

The results shown in Fig. 6.2 indicate that operating in the infrared region has the added 

benefit of having a universal reference, such as a gold mirror, for surface roughness 

measurements of metals using this technique.    

 

4.1.b Choice of Wavelength and Incident Angle 

The wavelength range and incident angle are critical factors that determine the range of 

roughness values that can be measured using the specular reflectance method.  In the case 

of a fixed incident angle, as the wavelength increases, the value of g decreases according 
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to equation 2, to satisfy the condition g << 1, where the specular component is the 

dominant part of the total reflectance in the specular direction and equation 5 becomes 

valid.  Similarly, if the wavelength is held constant and the angle of incidence is allowed 

to increase, g again decreases to << 1, since g is proportional to cos( )i  and equation 5 

will again hold.  Thus, in order to extract the surface roughness from the wavelength 

dependence of the reflected light using equation 5, it is important to choose the 

appropriate wavelength range and incident angle.  Bennett et al showed that it is possible 

to perform roughness measurements of flat samples from the wavelength signature at a 

fixed incident angle (normal incidence) by increasing the wavelength range, using a 

globar source [18].  We show that it is also possible to increase the roughness 

measurement range by increasing the angle of incidence while keeping the wavelength 

range constant.   

In order to determine the upper range of roughness value that our system was 

capable of measuring using the wavelengths from 1.2 to 2.0 m, we performed the 

reflectance in the specular direction for the roughest sample, Flat B, which is a flat steel 

sample with an  value of 0.325 m, as measured using a stylus profilometer.  First, the 

measurements are done at an incident angle of 45°.  In this case, the value of g is 

calculated to lie between 2 and 5.6 across the wavelength region, from 1.2 to 2.0 m.  

Thus, the assumption that g << 1 used to derive equation 5 is no longer valid.  This is 

made clear in Fig. 6.3, where we can see that the reflectance vs. wavelength curve is not a 

straight line according to equation 5 and a clear inflection point is evident in the curve as 

we move closer to lower wavelengths.  The deviation of the normalized specular 

reflectance signature from a straight line at lower wavelengths can be explained by the 

diffuse scatter, which now takes over as the dominant contributor to the reflection in the 

specular direction.  In order to move towards g << 1, the incident angle is increased to 

73°.  Fig. 6.4 shows the reflectance vs. wavelength curve for this case where the curve is 

now a straight line as expected from equation 5 and the roughness value of 0.313 m 

extracted from the slope is comparable to the profilometer value of 0.325 m.  In this 

case, the value of g is calculated to lie between 0.35 and 0.96.  Thus, the roughness 

measurements presented here show that the wavelength bandwidth and incident angle 

parameters are related and that it is important to choose the appropriate wavelength band 
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and incident angle for accurate roughness measurements.  We have experimentally seen 

that the roughness value obtained from the wavelength signature of the specularly 

reflected intensity using this technique is valid up to g < 1.  All of our wavelength 

measurements have been made to conform to this requirement of g < 1.  This was 

achieved by performing all measurements using a wavelength range from 1.2 to 2.0 m 

at an incident angle of 45°, except for the flat samples which were done at 73°.  

 

Fig. 6.3. Normalized reflectance spectrum of Flat B at 45° where 2 5.6g  .  The slope of the 

normalized reflectance is not a straight line and begins to curve at lower wavelengths where the diffuse 

scattering component begins to dominate in the specular direction.  This will result in an erroneous 

roughness value. 

 

 

Fig. 6.4. Normalized reflectance spectrum of Flat B at 73° where 0.35 0.96g  .  The reflectance curve 

is once again a straight line as expected from the BK model and the correct roughness value can be 

extracted from the slope of this line.  The extracted roughness value is seen to be in good agreement with 

the value measured using a stylus profilometer. 

 

4.1.c Comparison of SC Values with Other Techniques 

The roughness values obtained using the SC laser are also compared  to the 

measurements made using a mechanical stylus based profilometer (Talysurf) and a white 
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light interferometer (WYKO).  For each technique, the roughness values are measured at 

three random points on the samples and their average value along with the standard 

deviation (in parenthesis) is shown in table 1.  We can see from table 1 that the  values 

obtained using the SC laser are in close agreement to the values obtained using the stylus 

profilometer as well as the white light interferometer.  

 

 

 

 

 

 

4.2 Crankshaft journal measurements 

After verifying the roughness measurements for the flat samples, we then used the system 

to perform roughness measurements on cylindrical crankshaft journals.  A typical 

crankshaft journal used in our measurements is shown in Fig. 6.5.  All crankshafts are 

obtained from various automobile vendors and the journals are designated as Cranks A, 

B, C, D and E respectively.  Crank A is polished with a rough polishing tape and made 

smoother by using a finish polishing tape.  Crank B is polished using a rough polishing 

tape only.  Both Cranks A and B looked the same with visual inspection.  Crank C is 

polished to an unknown specification and Crank D is not polished at all.  Finally, Crank E 

is polished starting with Crank C and then polishing it close to a mirror finish with a 1 

m grit polishing cloth.  Both Cranks D and E are visually distinct from all the other 

crank samples.  Cranks A and C were both provided as examples of crankshaft journals 

with acceptable roughness values by the vendors. 

Table 6.1. Comparison of flat sample RMS roughness values 

Sample Super-continuum 

(m) 

White Light 

Interferometer 

(m) 

Stylus 

(m) 

Flat A 0.148 (0.005) 0.146 (0.004) 0.136 (0.005) 

Flat B 0.324 (0.018) 0.330 (0.026) 0.326 (0.020) 



135 
 

 

Fig. 6.5. Example of a crankshaft journal 

 

4.2.a SC Laser Measurements 

The roughness measurements on the cylindrical journals are performed using the SC laser 

spanning the wavelength region, from 1.2 to 2.0 m, in steps of 10 nm.  In this case, the 

incident light is focused on to the journal in order to limit the angular spread of the 

reflected light.  Also, focusing the light to a small spot on to the curved surface allows for 

a quasi-flat surface approximation, similar to the case for flat samples.  The laser spot 

diameter (using knife-edge measurements) on the journals is measured to be about 350 

m.  A 10 cm focal length lens is used, both to focus the ~ 2 mm collimated light on to 

the journal and to re-collimate the reflected light from the journal.  The incident angle 

used is 45°.   

Figure 6.6 shows an example for the measured reflectance signal, from 1.2 to 2.0 

m of the reference material (gold mirror) and the crankshaft journal Crank B.  Figure 

6.7 shows the normalized reflectance spectrum both for Crank B and Crank C.  The 

simulation fits, using the BK model and the corresponding extracted roughness values are 

also shown in Fig. 6.7.  The RMS roughness values and the corresponding 95% 

confidence interval for Crank B and Crank C is measured to be 0.111 ± 0.003m and 

0.086±0.004 m respectively.  The slope difference between the two roughness values is 

also evident in Fig. 6.7, where larger slope corresponds to a higher roughness value. 
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Fig. 6.6. Measured signal for the reference (gold mirror) and sample (crank B) as measured by the two 

detectors DET 1and DET 2 respectively 

 

 

Fig. 6.7. Normalized reflectance spectrum and the extracted roughness values for cylindrical crank 

journals Crank B and Crank C respectively.  Dotted lines represent the 95% confidence interval for the 

fitted y-axis values. 

 

The angle of incidence parameter used for the simulation fit is the half angle 

between the beam centers of the collimated beam sections before the focusing and after 

the collimation lens respectively.  Since the light is focused on to the journals, there is a 

range of incidence angles involved in a given measurement.  Therefore, it is important to 

characterize the sensitivity of the extracted roughness value to the incident angle 

parameter used in the simulation fitting algorithm.  Large focal lengths (10 cm) used in 

our measurement setup will help to narrow down the range of incidence angles involved 

in a measurement.  This would then allow us to apply the paraxial approximation for the 

incident angle parameter used in the simulations.  In order to quantify any possible error 
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in the measured incident angle, we calculated the sensitivity of the extracted roughness 

value for Cranks C and E to the angle of incidence parameter ( 1 change) used in the 

specular reflectance simulation fits to be about 2.0%  of the roughness value extracted, 

when fitted with the actual incident angle that was measured.   

We also performed static and dynamic repeatability measurements with the 

journals using the system.  Crank C is used for the dynamic repeatability tests, where the 

crank journal is cycled in and out of the system after each measurement.  Measurements 

are performed by loading and unloading the crank journal to about the same position for 

ten times.  The average measured  value is ~0.091 m and the standard deviation is ~ 

0.002 m.  Crank B is chosen for the static repeatability tests, where ten consecutive  

measurements are made at one site without moving the sample.  The average measured  

value in this case is ~0.102 m and the standard deviation of the measured  values is 

~0.001 m. 

 

4.2.b Comparison of SC Values with Other Techniques 

The roughness values of the crank journals obtained using the SC laser are compared 

against other standard techniques such as  the mechanical stylus based profilometer 

(Talysurf) and the white light interferometer (WYKO).  Table 2 shows a comparison of 

the roughness values for all the crankshaft journals obtained using the three different 

methods.  For each sample, the roughness measurements are performed at three random 

points on the sample and the average value and standard deviation is noted in the table.  

We were not able to measure Crank E using the white light interferometer, since the 

roughness value is below the measurement range using the available settings.  The 

roughness value of Crank D is above the measurement range of our system. 

Table 6 2.  Comparison of crank journal RMS roughness values  

Sample Super-continuum 

(m)  

White Light 

Interferometer (m)  

Stylus 

(m)  

Crank A 0.081(0.004) 0.091(0.002) 0.088(0.006) 

Crank B 0.109(0.011) 0.111(0.015) 0.115(0.014) 

Crank C 0.087(0.004) 0.093(0.008) 0.087(0.010) 

Crank D NA 0.774(0.045) 0.757(0.039) 

Crank E 0.049(0.003) NA 0.047(0.005) 
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Fig.6.8. Super-continuum vs. stylus measured roughness values.  The SC roughness values are seen to be in 

good agreement with the values measured using a stylus profilometer. 

 

Figure 6.8 plots the comparison of roughness values measured with the SC laser 

to the stylus profilometer values. A linear fit of the SC measured data is performed to 

compare the roughness values measured using the SC laser to those measured using the 

stylus profilometer.  The best linear fit has a slope of 0.99 and a y intercept of 0.002 µm. 

An ideal fit would correspond to a slope of 1 and a y intercept of 0, had the values 

obtained using the two techniques been identical.  Table 2 and Fig. 6.8 both show that the 

RMS roughness values measured using the SC laser are comparable to the values 

measured using the stylus profilometer and the interferometer.  This close agreement 

shows that there are no significant systematic errors in the SC measurements. 

 

4.2.c Detecting Crankshaft Roughness Defects 

As a possible application for inline detection of crank journal roughness defects, we used 

the SC laser system to sort good crank journals from those not polished to specification.  

Cranks A and B are used for the sorting measurements and were provided by the 

manufacturer as examples of good and bad crank journals respectively.  Crank A was 

polished first with a rough polishing tape and then smoothened using a finish polishing 

tape.  Crank B skipped the rough polishing stage entirely and was polished only with the 

finish polishing tape.  Polishing should be done in a progressive sequence from a rougher 

to smoother finish.  If a step is missed due to a broken polishing tape or some other issue, 
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this can lead to surfaces with a higher peak to valley difference translating to a higher 

RMS roughness value.  Figure 6.9 shows the roughness value distribution for ten random 

points on each of the samples.  The average  value for Crank A and B are measured to 

be 0.080 m (std dev = 0.007m) and 0.100 m (std dev =0.011 m) respectively.  As 

we can see from Fig. 6.9, the Crank A roughness distribution is decreasing towards 

higher roughness values while Crank B roughness distribution is increasing towards 

higher roughness values reaching a peak between 0.1 and 0.11 m.  The average  values 

of cranks in our samples designated as good crank journals by the supplier are about 

 0.09 m.  The data in Fig. 6.9 shows that 90 % of the  values for Crank A lie below 

0.09 m while about 80% of the  values for Crank B lie above 0.09 m.  Thus, we can 

conclude that Crank B is rougher than Crank A and is therefore not polished to 

specification. This could be because of reasons such as a missed polishing step, a broken 

or worn out polishing tape etc.    

 

Fig. 6.9. RMS roughness distributions for Crank A and Crank B.  Crank A has a higher roughness 

distribution towards lower roughness values while Crank B has a higher distribution towards larger 

surface roughness values. Crank A is specified as a journal with acceptable roughness by the vendor.  This 

data indicates that Crank B has a higher surface roughness value than Crank A and is therefore not 

polished to specification. 

 

5. Discussion 

The theory of scattering of electromagnetic waves from rough surfaces applying the 

Beckmann-Kirchhoff approximation is outlined.  Experimental evidence has also been 

presented showing the validity of the model to both flat and curved samples. The linear 
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plots of reflectance vs. wavelength in the specular direction, shown in Figs. 6.2 and 6.7, 

and the data comparing the roughness values extracted from the wavelength dependence 

to other standard techniques, as presented in Tables 1 and 2 respectively, show the 

applicability of eq 5 to make surface roughness measurements in the wavelength and 

incident angle ranges investigated.  Furthermore, the crankshaft journal roughness 

measurement data shows the validity of equation 5 on curved surfaces, as enabled by the 

ability to collimate and focus the SC laser easily. We also measured the correlation 

length, T, using the stylus profilometer for all the samples to be between 7 m and 14 

m.  Thus, we have the condition that T>rather than T>> as assumed in deriving 

equation 5.   However, the data presented in Tables 1 and 2 demonstrate that equation 5 is 

still applicable for the case T>ensler and Ohlidal have also reported the same 

conclusion in their work on light scatter [13, 23].  The exponential correlation function is 

also seen to give a better fit to the stylus measured data than the Gaussian correlation 

function.  According to the BK model, the nature of the correlation function plays a 

negligible role for scattering in the specular direction for slightly rough surfaces [12, 21], 

and is not seen to affect the roughness measurements for the samples used in our study.  

We have also estimated the spatial wavelength bandwidth for the different 

techniques used to measure the surface roughness.  The spatial frequency is calculated as 

1/(spatial wavelength).  For the stylus profilometer, the lowest spatial wavelength (lateral 

resolution) is chosen to be 2.5 m and the largest spatial wavelength (sampling length) is 

chosen to be 800 m.  Thus, the spatial wavelength bandwidth of the stylus profilometer 

is 2.5 – 800 m, which corresponds to a spatial frequency bandwidth of 31.25 10 – 0.4 

m
-1

.  The white light interferometer has a lateral resolution of ~1 m and a sampling 

length of ~ 100 m. Thus, the spatial wavelength bandwidth in this case is ~1 – 100 m, 

which corresponds to a spatial frequency bandwidth of ~0.01 – 1 m
-1

.  For the scattering 

technique, the lower spatial wavelength limit is approximately the optical wavelength  

[15, 24], which, in our case is ~1.2 m. The grating equation can be used to estimate the 

upper limit of the spatial wavelength, where, a surface can be thought of as being 

composed of components of sinusoidal height variations, each with different amplitude, 

spatial frequency and phase.  A beam of light incident on the surface is diffracted into 
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different orders on either side of the specular beam [24, 25].  Since all spatial 

wavelengths in the area of illumination will contribute to the specular direction, the 

highest spatial wavelength that contributes in the specular direction is limited only by the 

illumination beam diameter.  For our curved sample experiments, the beam diameter used 

is ~350 m. The spatial wavelength bandwidth is then ~1.2 – 350 m, which corresponds 

to a spatial frequency bandwidth of ~ 32.86 10  – 0.83 m
-1

.  The fairly good agreement 

between the different techniques used, would indicate that the samples most likely have 

spatial features that are in the overlapping region of the spatial frequency bandwidths of 

the techniques used. 

The importance of parameter g and its role in determining the range of 

wavelengths and incident angles has been shown with an experimental example in Figs. 

6.3 and 6.4, where we see that it is possible to extend the roughness measurement range 

by increasing the incident angle used.  Experimental data also indicates that equation 5 is 

valid under the condition that the parameter g is < 1 rather than g<<1 over most of the 

wavelength range used.  Following this technique, we are able to measure roughness 

values up to ~0.35 m at an incident angle of 73°, where the highest value of /   is 

calculated to be ~0.29.  Vorburger et al have also suggested a /   regime up to ~ 0.3, 

where the specular reflected measurements can be used for the roughness measurements 

[15].  However, very large angles of incidence and scattering may render invalid, some of 

the assumptions (such as the paraxial or small-angle  assumption) used in the BK model,  

and result in possible shadowing and other scattering effects that can affect the surface 

measurements of rough surfaces, obtained using the BK model [9, 15-17, 26, 27].  In 

addition, at grazing incident angles, the beam also becomes difficult to align on the 

surface [15].  One possible solution to extend the roughness measurement range of 

surfaces while maintaining a low angle of incidence would be to extend the wavelength 

region used for the measurements to get g <1.  Ideally, in most cases, the measurements 

would best be done at normal incidence.  For the range of roughness values from ~0.05 to 

0.35 m, representative of finished metal surfaces in the automotive industry, this would 

require a wavelength range of about ~ 0.7 to 4.5 m.   Xia et al have reported SC lasers 

spanning from 800 nm to 4 m with a time averaged power of ~10 W [28]. The high 
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power can also increase the working distance used for the measurements, which could be 

useful in an inline industry setting. 

 The data presented in Fig. 6.2 also confirm the validity of using a gold mirror as 

the reference for roughness measurements of metals and the benefits of performing 

measurements in the infrared region.  It is known that most common metals exhibit 

strong wavelength dependence in their reflectance signature around the plasma frequency 

( p ) of that metal.  The plasma frequency for most common metals is in the visible and 

UV regions and hence it is important to have a reference of the same metal or to correct 

for the wavelength dependence of the reference reflectance for measurements performed 

in the visible wavelengths.  Also, the reflectance signature can be affected by anomalous 

skin effects due to lattice distortion from poor sample preparation [19].  These effects are 

more pronounced in the visible wavelengths near p  and are small in the near IR and 

beyond.  As p   which corresponds to the near IR and beyond, the reflectance 

signature of the common metals are approximately flat.  It is this property of metals that 

enables us to perform roughness measurements in the near IR using a gold mirror as a 

reference.  In addition, it is not always trivial to prepare a smooth reference for every 

material composition that is used in the industry setting.  Smooth gold mirrors, on the 

other hand are fairly cheap and commercially available. As a possible application 

suggested in section 4.2.c, where we detect polishing defects in crank journals, this 

system can be potentially used for inline roughness measurements and process control on 

the plant floor.  One of the added advantages of using an all fiber based SC laser is the 

ability to design a fiber based sensing head, where the fiber extension would allow the 

system components to be placed remotely with only the sensing heads on the plant floor, 

making it easier to integrate this technique into current process monitoring technologies 

used in the industry with minimum space requirements. 

 

6. Summary 

In conclusion, we have demonstrated an RMS surface roughness measurement system 

capable of measuring roughness values in the range of ~0.05 to 0.35 m, from the slope 

of the wavelength dependence of reflected light, using a super-continuum laser, from 1.2 
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to 2 m.  We have used the system to perform surface roughness measurements on flat 

metal samples with  values ranging from ~0.14 to 0.33 m and automobile crankshaft 

journals at different stages of polishing with  values ranging from ~0.05 to 0.12 m. 

The  values obtained using the SC laser are compared with those from a stylus based 

profilometer and a white light interferometer and shown to be in good agreement.  

Repeatability measurements are also performed on the system and shown to have a 

standard deviation of ≤ 0.002m.  Performing roughness measurements in the near IR 

and beyond has added benefits compared to using the visible wavelengths.  We have 

shown that, by performing roughness measurements of metallic surfaces in the near IR, a 

reference measurement from the same material composition is not required and that a 

gold mirror can effectively be used as a reference.  The longer wavelengths also allow for 

measurements to be performed at a lower angle of incidence (45° in the case of crank 

journals), thus reducing possible shadowing and other scattering effects that could affect 

the accuracy of roughness values measured.  We have also discussed the importance of 

the parameter g in the BK model to be < 1, while choosing the appropriate parameters 

such as wavelength and incident angle to perform accurate measurements using this 

technique.  As an example for a potential application for inline inspection, we have used 

the system to detect and sort good crankshaft journals from defective ones not polished to 

specifications.  The SC laser provides the ability to collimate and focus the light, which is 

critical for roughness measurements of curved surfaces using this technique. We have 

successfully demonstrated the broadband super-continuum laser as a key enabler for 

wavelength dependent roughness measurements of flat and curved surfaces with large 

working distances of greater than 0.8m from the sample to the detector.  Finally, we have 

also discussed how the roughness measurement range and working distance can both be 

increased by SC laser systems being developed with longer wavelength bandwidths and 

higher power.  The combination of sub-micron roughness measurements at a large 

working distance along with the capability to measure both flat and curved surfaces, like 

crankshaft journals, makes the system an attractive tool for inline inspection in the 

industry.  
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Chapter VII 

Summary and Future Work 

 

In my thesis, I present the development of fiber based infrared lasers and demonstrate 

their applications in various fields such as medicine, defense and metrology. One of the 

significant works in my thesis is our first field trial  performed at the Wright Patterson 

Air Force Base with an SC laser developed as part of my thesis work and used as an 

active illumination source for spectral reflectance measurements of samples kept 1.6 km 

from the laser. Another significant work presented in this thesis is our first live animal 

trial investigating the use of a focused infrared laser for renal denervation as a potential 

treatment option for resistant hypertension. Besides these  major contributions, my thesis 

also describes numerous other significant studies using infrared fiber lasers, such as laser 

acne treatments and non-invasive surface roughness measurements. In this chapter, I will 

briefly summarize the important findings for each topic in this thesis and present some of 

my thoughts on the future work in these fields. 

 

1 Laser Treatments for Acne 

In chapter II, we develop an all- fiber based Raman laser source at 1708 nm, a 

wavelength near the lipid absorption peak at ~1720 nm and demonstrate the capability of 

this laser to thermally damage sebaceous glands located deep into the dermis.  The 1708 

nm laser is shown to be effective in selectively targeting and thermally damaging fat/lipid 

rich tissues as indicated by the ex vivo porcine heart, porcine visceral fat tissue and 

porcine skin tissue results. The 1708 nm laser, together with a contact cooling method is 

then used to thermally damage sebaceous glands at depths up to ~1.65 mm (at an average
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fluence of 80J/cm
2
) in human skin without apparent injury to the epidermis. The results 

presented in chapter II indicate that the 1708 nm laser may offer a more efficient way to 

target lipid-containing structures in the skin and, thus, imply the potential use of this 

device as a better approach to the treatment of acne vulgaris. One of the issues discussed 

in chapter II is the lack of evidence for selective damage of the sebaceous glands. While 

selectivity is clearly apparent between fat and tissue as seen in the porcine tissue 

experiments, we did not observe any clear histochemistry indication that the 1708 nm 

Raman laser is able to selectively damage the sebaceous glands without injuring the 

surrounding dermal tissue. 

Selective damage to tissue structures has been explored in literature [1-3] . One of 

the more obvious requirements for selective damage is that the target structure must have 

a greater optical absorption at some wavelength than the surrounding tissue. The 

absorption spectra for fat and water clearly show an absorption peak for fat at 

wavelengths around ~1720nm, which suggests that the wavelengths around ~1720 nm are 

attractive candidates for selectively targeting lipid rich structures like sebaceous glands. 

The second important factor to consider is the exposure duration of the laser treatments. 

With long exposures, the heat transfer occurs and uniformly heats the entire tissue. On 

the other hand, the delivery of an instantaneous pulse can cause extreme temperature 

differences between target structure and its surroundings[1]. This transition from specific 

to non specific thermal damage is dependent on the thermal relaxation time (r) defined 

as the time required for the central temperature of a Gaussian temperature distribution 

with a width equal to the target’s diameter to decrease by 50 % [1]. Recently, Sakamoto 

et al, reported selective photothermolysis of sebaceous glands in human skin in vitro 

using a free electron laser (FEL)[3]. In this case, the in vitro skin samples are cooled to 

protect the epidermis and exposed to laser wavelengths of ~1700-1720 nm with a spot 

diameter of ~7-9.5mm. For the facial sebaceous glands the r ranges from ~20 to 130 ms. 

Therefore, the pulse durations in their experiments range from ~100-125 ms (64-82 

J/cm
2
) and show selective thermal damage to the sebaceous glands.  However, it is also 

seen that there is a narrow range of exposure parameters capable of selective damage. For 

example, treatments at pulse durations of ~135 ms (87.6-93.5 J/cm
2
) by the same group 

showed non-selective damage in the dermis[3]. 
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Fiber based lasers are attractive for such medical applications from a practical 

point of view. Unlike the FEL, fiber lasers can be made compact and robust. The 1708 

nm Raman laser described in chapter II uses all-fiber off the shelf telecom components as 

well. A fluence level of 64 J/cm
2
 (100 ms pulse duration, 7 mm spot diameter) used by 

Sakomoto et al. to achieve selective damage corresponds to an incident power level of ~ 

250 W. Therefore a significant power scaling of the Raman laser will be required to 

potentially achieve selective photothermolysis with similar treatment parameters. In our 

case, the fiber laser at the time is limited by the available pump powers. Continuous wave 

fiber lasers in the kW regime has been reported in literature [4]. However, very good 

thermal management is required as the power is scaled up. It is also possible to bundle or 

combine several fibers to scale the total power output.  In addition, diode lasers at ~1700 

nm, with average powers of ~7 W (QPC Lasers, CA) have also recently become 

commercially available. It is possible that with time, these diode lasers could scale up to 

much higher powers similar to the 980nm laser diodes, where fiber modules with > 100 

W (IPG Photonics, MA) are now commercially available. 

 

2 Laser Treatments for Hypertension 

In chapter III, we demonstrate a novel technique for renal denervation using focused 

infrared fiber lasers, which are used to damage the renal nerves with little to no injury to 

the endothelium. Hypertension is a major global health hazard and renal denervation may 

be a potential treatment for resistant hypertension.  We perform both in vitro and in vivo 

laser treatments in renal arteries. A specially designed laser catheter is developed and 

used for live animal trials in sheep. Three laser wavelengths a ~980nm, ~1210 nm and 

~1700 nm are investigated based on the absorption spectra and penetration depth 

calculations. The focusing advantage and Beer’s law are seen to be countering effects, i.e. 

lower optical absorption suggests a higher intensity difference between the tissue top and 

the focus.  Both 980 nm and 1210 nm, which have a lower absorption in tissue than 1700 

nm are seen to be more advantageous for renal denervation. While all three wavelengths 

are capable of damaging renal nerves, only 980 nm and 1210 nm lasers show histology 

evidence of penetrating deep enough to cause nerve damage at depths of > ~1.3mm, 

while also saving the endothelium. Histochemistry results of  in vivo renal denervation in 



149 
 

sheep using a designed laser catheter prototype show clear evidence of renal denervation 

with depths of damage extending > ~ 1.5 mm from the artery wall. In some sections, we 

also observe laser induced damage to the media/ adventitia at depths of > ~1 mm without 

injury to the endothelium. However, in these cases there are no visible nerves at the 

treatment site or the depth of damage does not extent deep enough to cause renal 

denervation. The catheter capabilities are currently the major limiting factor in our animal 

trials. Some of the possible treatment parameters and catheter designs to minimize 

damage to the endothelium and non-target tissues are also discussed. The results 

presented in this chapter show that focused infrared lasers are a viable technique for 

causing renal denervation with minimum damage to the endothelium/media and warrants 

further research to refine the treatment parameters and evaluate its efficacy as a potential 

treatment for resistant hypertension. 

The significant advantage of using lasers over other techniques such as RF and 

ultrasound is that the laser can be easily focused to damage the renal nerves with little to 

no injury to the endothelium. Besides saving the endothelium, the higher tissue 

absorption at the laser wavelengths can also potentially reduce the treatment times and 

patient discomfort.  We are able to achieve in vitro renal nerve damage without injuring 

the endothelium using focused infrared laser at 980 nm. In order to potentially achieve 

similar or better results in vivo there are three main issues that will have to be considered 

in future work.    

One of the main issues that need to be addressed in the future work is the catheter 

placement inside the renal artery. As discussed in Chapter III, the position of the distal 

end is critical in determining the optimum treatment parameters for renal denervation. 

Since the beam is focused, the position of the focus in the renal artery is important to 

achieve the required treatment effects. Ideally, the distal end will be in contact with the 

artery wall and the focus will be at the nerves ( ~1.5-2 mm from the artery wall). 

Maintaining artery wall contact for denervation treatments is not entirely a new issue and 

has been addressed in the alternate techniques such as RF and ultrasound therapy. For 

example, in RF denervation, the catheter (SYMPLICITY RDN, Medtronic) is designed to 

assist in positioning the platinum electrode tip within the artery and the flexible tip is 

designed to facilitate consistent artery wall contact (Fig 7.1a). In treatments using 
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ultrasound therapy (PARADISE, ReCor Medical), a specially designed inflated water 

cooled balloon surrounding the transducer is used (Fig 7.1b). Unlike the RF technique, 

which relies on impedance measurements to ensure wall contact, using a water cooled 

balloon enables the cooling fluid to circulate during the treatment and keep the artery 

wall cool and minimize endothelial and non-target tissue damage. In addition, the balloon 

positions the ultrasound transducer in the center of the renal artery and enables uniform 

energy delivery circumferentially. For the laser catheter, we could adopt a design similar 

to the RF technique to maintain contact with the artery wall during treatments. Another 

option is to use the cooled balloon technique similar to the ultrasound therapy[5], with 

the distal end either centered or at fixed off-axis distance from the center. 

 

Fig 7.1. Catheters used in current renal denervation procedures. (a) SYMPLICITY catheter design used for 

RF renal denervation (http://www.medtronicrdn.com/intl/news-events/media-resources/index.htm )(b) 

PARADISE catheter design used for ultrasound renal denervation[5]. 

 

 Once the position of the distal end in the artery is fixed, the next issue to consider 

is the focusing property of the optics used. It might be beneficial to use a focusing optic 

with the highest available numerical aperture (NA) for a given focal length (~2mm in this 

case), since this configuration would then give the highest optical intensity between the 

lumen wall and the nerves. For the available GRIN lens used in chapter III, the ZEMAX 

simulations Fig 7.2 show the calculated NA for the different focal lengths, suggesting 

that the NA increases with decreasing focal length, achieved by increasing the air gap 

length. Therefore, using a focal length of ~2mm in addition to maintaining wall contact 

should in theory, give us the highest optical intensity difference between the endothelium 

and the nerve for this optical configuration. However, increasing the air gap would also 

ultimately increase the overall length of the distal end, which might make it harder to 

maneuver inside the renal artery.  

http://www.medtronicrdn.com/intl/news-events/media-resources/index.htm
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(a)     (b) 

Fig. 7.2 ZEMAX simulations for GRIN lens (a) Outer-tube to focus distance versus air gap distance. (b) 

Beam diameter at outer tube  and focal spot  and the corresponding NA calculations  

 

 The third issue to consider in future work is the ability to potentially cause 

selective damage to the nerves with minimal injury to the surrounding adventitial tissue. 

As mentioned in section1, the wavelength is one aspect of the requirements for selective 

damage, the second aspect being the laser exposure duration. Since the nerves are 

surrounded by lipid rich myelin sheaths, it might be possible to selectively damage the 

nerves by targeting the myelin sheaths using wavelengths with lipid absorption peaks, 

such as ~1700 nm and ~1210 nm. As we saw in chapter III, the focusing advantage 

appears to be countered with higher absorption. From this point of view, it might be more 

beneficial to use 1210 nm for selective damage of the renal nerves with focused light. If 

an external cooling mechanism (like a water cooled balloon) is applied such that focusing 

is no longer required or is made redundant to save the endothelium and media, then both 

~1700 nm and 1210 nm may be used. For the laser exposure duration, the optimal pulse 

duration is calculated in chapter III to be in the range of 3 ~ 300 ms. Assuming that 

majority of the renal nerves are ~ 260 microns in diameter[6], we then calculate a 

required pulse duration of ~ 30 ms for potential selective nerve damage using [1]. The in 

vitro experiments in chapter III are performed with the focused laser beam scanned over 

the artery tissue. With a beam diameter of ~0.4 mm at the adventitia around the nerves 
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and a scan speed of ~0.4mm/s, this corresponds to an effective exposure time of ~1s at 

the nerve site. To maintain similar fluence levels at ~30 ms for similar depths and beam 

diameters, the total power would have to be increased ~30 X from 1.8 W to ~ 60W to 

potentially observe selective damage in vitro. On the other hand, in the in vivo 

experiments, the spot diameter for the proposed catheter design (with a 2 mm focal 

length) is ~0.08 mm. It is important to take into account the laser spot size differences 

between the in vitro and in vivo cases. For the same incident fluence, smaller spot sizes 

have been reported to deliver less effective fluence at targets located at depths in the 

tissue due to higher effects of scattering [7, 8]. Therefore, it is may not be possible to 

maintain the same effective fluence at the target by simply decreasing the spot diameters. 

Thus, further modeling will have to be performed to identify the optimum treatment 

parameters for renal nerve damage using short duration pulses.   

 

3 Supercontinuum Laser for Remote Sensing 

In chapter IV, I present the development of an all-fiber Short Wave Infrared (SWIR) 

supercontinuum (SC) laser covering the ~1.55-2.35m spectral region with an average 

power of ~5W across the spectrum. Using this laser prototype, we performed our first 

field trial, where the SC laser is kept on a 12 story tower at the Wright Patterson Air 

Force Base (WPAFB) and propagated through ~1.6 km of atmosphere to a target kept on 

the runway. The SC laser is used as an active illumination source to perform spectral 

reflectance measurements of various samples at ~1.6 km, and the SC measurements are 

seen to be in good agreement with in-lab measurements performed using a conventional 

quartz-halogen lamp. The field trials also involve SC beam characterizations and spectral 

stability measurements. The developed SC laser has a near diffraction limited beam with 

an M
2
 value of <1.25, when measured using a SWIR camera. The SC output variability is 

measured to be ~4-8% and is seen to depend on the atmospheric turbulence effects.

 The spectral reflectance measurements in the field trials are performed with the 

target kept ~1.6 km from the SC laser, but the spectrometers and detectors are kept at 

small distances (< 5m) from the target to receive sufficient signal levels. While this is a 

great preliminary proof of concept, in an actual remote sensing scenario, the detector will 

also be kept at long distances from the target. Thus, a higher power SC laser will have to 
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be used to ensure that sufficient signal is received at the detector. Ultimately the goal is to 

perform air borne measurements using the SC lasers as the active illumination source. 

Solar illumination is a commonly used source for passive measurements. Solar radiation 

reaching the earth’s surface depends on a variety of factors such as the location, 

atmospheric conditions, cloud cover, aerosol content, ozone layer conditions, time of day, 

earth/sun distance, solar radiation and activity[9]. Figure 7.3 shows the terrestrial solar 

spectrum from ~300 nm to 2500 nm published by the American Society for Testing and 

Materials (ASTM). The curves in the figure are from the data in ASTM standard, E 891 

and E 892 for AM 1.5, a turbidity of 0.27 and a tilt of 37 deg facing the sun and a ground 

albedo of 0.2[9].  Direct radiation consists of the radiation straight from the sun, while the 

global radiation is the total ground radiation that includes the direct radiation, diffuse 

radiation scattered from the sky, buildings and other surroundings. The direction of the 

target surface has to be defined for global radiation, whereas for direct radiation, the 

target faces the incoming beam[9]. From Fig 7.3, we can see that the total irradiance in 

the ~1.5-1.8 m and the 2-2.5 m wavelength regions are ~75 W/m
2
 and ~50 W/m

2
, 

respectively. In chapter IV, the full angle divergence of the SC laser at 1.6 km is 

measured to be ~0.49 mrad, corresponding to beam diameters of ~0.4 m and ~1.5 m at 

~1.6 km and ~3 km (10,000ft), respectively.  We can then calculate the approximate SC 

power required to mimic the solar irradiation at 1.6 km and 3.05 km (10,000 ft), 

assuming negligible attenuation during propagation. The calculated SC power levels are 

shown in Table 7.1. The estimations in Table 7.1 show that in order to match the 75 

W/cm
2
 at 1.6 km and 3.05 km, we would need ~ 36 W and ~130 W of SC power in the 

1.5-1.8 m wavelength region. Similarly, the required power levels in the 2-2.5 mm 

wavelength region are estimated to be ~12 W and ~43 W at 1.6 km and 3.05 km 

respectively. It might  
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Fig. 7.3 ASTM standard terrestrial solar spectrum for AM1.5, Direct spectrum from standard ASTM E891 

and global spectrum from ASTM E892. 

 

Table 7.1. Approximate values for the SC power required to match the solar irradiance at ~1.6 km and ~3 

km. 

Wavelength (mm) Solar Irradiance 

 

SC power Required 

@ ~1.6 km 

SC Power Required 

at ~3km 

1.5-1.8 m 75 W/m
2
 36 W 130 W 

2-2.5 m 25W/m
2
 12 W 43 W 

 

 SC power scalability is an active area of research in our group as well as others 

[10-12]. In chapter V, We demonstrate a >25 W all-fiber supercontinuum (SC) laser 

covering the short wave infrared (SWIR) wavelength bands from 2-2.5 m with a 

spectral density of  >12dBm/nm, which is the highest SC spectral density reported in this 

spectral range, to our knowledge. One unique aspect of this SWIR -SC source is that it is 

a truly power scalable laser, which we prove by showing that the SC maintains a near 

constant spectrum, beam quality and output stability, as the average power is scaled from 

5 to 25.7W. Average power scaling is achieved by increasing the repetition rate, and a 

corresponding increase in the pump power helps to maintain a near constant peak power, 

resulting in a near constant spectral output. The SC beam quality with power scaling is 

seen to be near-diffraction limited with an M
2 

< 1.2 for all power levels. Output stability 

measurements with power scaling show a radiometric variability <0.8% across the entire 

SC spectrum. High power SC lasers have also been reported with average powers as high 



155 
 

as ~70 W in an SC spanning from ~1.06 m to beyond 1.7 m [12]. Power scaling in our 

SC systems is currently limited by the available pump powers and we estimate that power 

handling limit of the 25/400/550 m fiber used in our system to be > 100 W. However, as 

shown in chapter V, very good thermal management will be required as the SC power is 

scaled up higher. The data presents in chapter V also suggest that the spectrum, near 

diffraction limited beam quality and output stability should still be maintained with 

power scaling. Thus, the SC laser systems presents in chapters IV and V demonstrate a 

truly scalable SC laser system, which is an attractive feature as the power is scaled up 

higher for long distance applications  

 Another issue to consider for long distance measurements is atmospheric 

turbulence. As seen in chapter IV, atmospheric turbulence is clearly evident in the beam 

images and the output stability measurements. One solution, as demonstrated in chapter 

IV is to average multiple frames to obtain a smoother beam profile. However, when 

collecting from an airborne platform, we may not have the time to take multiple frames of 

the same area. At small time scales, the turbulence can also affect the spatial distribution 

of illumination, which may not be as predicted by a Gaussian distribution. So, the spatial 

optical mixing will be subject to a varying weighing function. This may not make much 

difference for surfaces of uniform composition, but could distort the results for mixed-

material surfaces[13, 14]. In addition, for a broadband system, the fluctuations are 

wavelength dependent and must be taken into account when measuring the reflectance 

spectrum of a remote target[15]. Some of the techniques used to mitigate the effects of 

atmospheric turbulence on laser propagation measurements include the use of adaptive 

optics, deformable mirrors, beam dithering, etc [16]. Further research and modeling will 

have to be performed to identify the applicability of these or other techniques to mitigate 

the effects of atmospheric turbulence for SC laser measurements.   

 

4 Supercontinuum Laser for Metrology 

Finally, in chapter VI, I present an application of infrared fiber lasers in metrology, where 

we demonstrate an RMS surface roughness measurement system capable of measuring 

roughness values in the range of ~0.05 to 0.35 m, from the slope of the wavelength 

dependence of reflected light, using a super-continuum laser, from 1.2 to 2 m.  Surface 
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roughness measurements on flat metal samples with  values ranging from ~0.14 to 0.33 

m and automobile crankshaft journals at different stages of polishing with  values 

ranging from ~0.05 to 0.12 m are performed. The  values obtained using the SC laser 

are also compared with those from a stylus based profilometer and a white light 

interferometer and shown to be in good agreement.  Repeatability measurements are also 

performed on the system and shown to have a standard deviation of ≤ 0.002m.  

 Performing roughness measurements in the near IR and beyond has added 

advantages compared to using the visible wavelengths.  We have shown that, by 

performing roughness measurements of metallic surfaces in the near IR, a reference 

measurement from the same material composition is not required and that a gold mirror 

can effectively be used as a reference.  The longer wavelengths allow for measurements 

to be performed at a lower angle of incidence (45° in the case of crank journals), thus 

reducing possible shadowing and other scattering effects that could affect the accuracy of 

roughness values measured.  We have also discussed the importance of the parameter g in 

the BK model to be < 1, while choosing the appropriate parameters such as wavelength 

and incident angle to perform accurate measurements using this technique. A potential 

application for inline inspection is also presented, where we use the system to detect and 

sort good crankshaft journals from defective ones not polished to specifications. 

 The ability of the SC laser to be collimated and focused easily is critical for 

roughness measurements of curved surfaces using this technique. We have successfully 

demonstrated the broadband super-continuum laser as a key enabler for wavelength 

dependent roughness measurements of flat and curved surfaces with large working 

distances of greater than 0.8 m from the sample to the detector.  The combination of sub-

micron roughness measurements at a large working distance along with the capability to 

measure both flat and curved surfaces, like crankshaft journals, makes the system an 

attractive tool for inline inspection in the industry.  
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Fig. 7.4. A potential design for in-line surface roughness measurement using the SC laser 

 

 In a finished product on the plant floor, it might be more advantageous to be able 

to perform the roughness measurements at a normal incident angle, so that both the laser 

and the detector can be kept close to each other. As described in chapter VI, it is possible 

to either decrease the incident angle by using SC sources with a wider spectral 

bandwidth. For example, we estimate that an SC laser source spanning from ~0.7-4.5 m 

can be used to measure the range of roughness values from ~0.05-0.35 m, representative 

of metal surfaces finished using lapping or polishing. We have also discussed how the 

roughness measurement range and working distance can both be increased by SC laser 

systems being developed with longer wavelength bandwidths and higher power. High 

average power SC laser spanning from the visible to the mid-IR (0.4-4.5 m) have been 

reported in the literature[10]. For example, Xia et al., reported an SC laser spanning from 

~0.8-4mm with a time averaged power of >10W [17]. In addition to the broad spectrum, 

the high average power of such an SC laser can also enable measurements at larger 

working distances as well. As an example for a proposed in-line design shown in Fig. 7.4, 

it might also be possible to capture and fiber couple the light reflected from the sample of 

interest. This would then allow both the SC laser and the detector to be kept in a remote 

location, which might be beneficial for inline measurements in an industry environment, 

where space could be limited. 
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 To conclude, in this thesis, I demonstrate the development of infrared fiber lasers 

and their applications in medicine, spectroscopy and metrology. In medicine, fiber based 

infrared lasers are attractive due to the lower tissue absorption, which allow high tissue 

penetration depths. In addition, the presence of absorption peaks for tissue components, 

such as lipids allow the potential for causing selective tissue damage. The high average 

powers and the attractive laser properties such as the ability to deliver a collimated or 

focused beam are key enablers for potential catheter based medical treatments, such as 

renal denervation demonstrated in this thesis. In spectroscopy, high power broadband SC 

lasers with near diffraction limited beam quality and good spectral stability are key 

enablers for long distance applications like remote sensing and hyperspectral imaging. 

High power SC lasers are an active area of research and the works presented so far looks 

promising for their potential use in airborne measurements.  Finally, in metrology, the 

broad bandwidth and high power of infrared lasers are attractive for surface profile 

measurements such as surface roughness and defect detection and can help improve the 

quality standards of manufacturing by enabling non-contact in-line measurements on the 

plant floor.   
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