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Abstract
The occurrence and development of

ischemic stroke are closely related to

cerebral blood flow. Real-time moni-

toring of cerebral perfusion level is

very useful for understanding the

mechanisms of the disease. A wide

field of view (FOV) is conducive to

capturing lesions and observing the

progression of the disease. In this

paper, we attempt to monitor the

whole-brain microcirculation in middle cerebral artery occlusion (MCAO) rats over

time using a wide FOV swept-source OCT (SS-OCT) system. A constrained image

registration algorithm is used to remove motion artifacts that are prone to occur in

a wide FOV angiography. During ischemia, cerebral perfusion levels in the left and

right hemispheres, as well as in the whole brain were quantified and compared.

Changes in the shape and location of blood vessels were also recorded. The results

showed that the trend in cerebral perfusion levels of both hemispheres was highly

consistent during MCAO, and the position of the blood vessels varied over time.

This work will provide new insights of ischemic stroke and is helpful to assess the

effectiveness of potential treatment strategies. © 2019 WILEY-VCH Verlag

GmbH & Co. KGaA, Weinheim
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1 | INTRODUCTION

Ischemic stroke, a severe acute neurological disorder, can
give rise to irreversible damage to brain tissue and have
a tremendous impact on the subsequent quality of life for
the victims [1, 2]. This disease occurs when the blood

that flows into parts of the brain is interrupted or
reduced, depriving brain tissue of oxygen and nutrients,
followed by brain cells beginning to die within minutes
[3]. Obviously, the occurrence and development of ische-
mic stroke are closely related to cerebral blood flow.
Real-time monitoring of cerebral blood flow perfusion
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level is very useful for understanding the mechanisms of
the disease.

Nowadays, rodent models are indispensable in deepening
our understanding of human disease. The use of appropriate
animal models is essential for evaluating various therapies
for human subjects. For cerebrovascular imaging of rodents
in vivo, a non-invasive high-speed 3D imaging tool with
micron-level resolution is needed [4].

Optical coherence tomography (OCT) is a non-invasive
method that allows volumetric imaging of biological tissues
at high resolution, great depth and high speed [5]. OCT-
based angiography (OCTA) is a method of visualizing cere-
bral perfusion levels by distinguishing moving particles from
static tissues without the need for contrast agents, which
extend the application of OCT from purely structured imag-
ing to functional imaging [6]. Middle cerebral artery occlu-
sion (MCAO) often leads to extensive ischemia in the
cortex, and its damage may vary greatly depending on indi-
vidual differences. Narrow FOV imaging is not conducive to
capturing lesions and accurately mastering conditions. In
addition, most cerebral ischemia occurs in the unilateral
hemisphere. In clinical or basic research, the comparison
between the left and right hemispheres is often the most intu-
itive method to determine the degree of ischemia. Therefore,
a whole-brain FOV, high-quality OCT imaging is the goal
pursued by scholars. Traditional spectral-domain optical
coherence tomography (SD-OCT), although it is capable of
providing wide FOV imaging [7], suffers from low spectral
resolution, resulting in a rapid fall-off in sensitivity along
depth [8]. Rodent brains have a natural curvature, and there
is a significant depth difference (>5 mm) between the ante-
rior cerebral artery (ACA) side and the middle cerebral
artery (MCA) side. Using SD-OCT to image the entire cere-
bral vascular network of small animals may cause exces-
sively low sensitivity in the deeper region on both sides of
the brain which thus makes the image blurry. One feasible
approach is to make multiple acquisitions and then merge
the generated images, which nonetheless is time-consuming
and cumbersome [9]. Moreover, the images produced by
each acquisition may be inconsistent due to the re-
adjustment of the sample.

Recent developed swept-source optical coherence tomog-
raphy (SS-OCT) has several significant advantages over SD-
OCT, including greater light intensity and higher spectral
resolution. Hence, SS-OCT has a deeper penetration depth
and a smaller sensitivity fall-off along the depth. These
advantages enable SS-OCT to better cope with rugged sam-
ples in wide FOV imaging. Numerous research groups
reported on SS-OCT and its applications. Song et al
designed a SS-OCT system with an unprecedented FOV
(up to 400 cm2) for in vivo imaging of human hands and
faces [10]. Xu et al developed a wide-field and highly

sensitive SS-OCT system that enables extra-long imaging
depth (up to 46 mm) in microcirculatory tissue beds. Addi-
tionally, they demonstrated unprecedented quality blood per-
fusion maps for human fingers through a single 3D scan
with the system [11]. Zhongwei Zhi et al demonstrated the
capability of an ultrahigh-speed (1.6 MHz) SS-OCT system
to produce 4D in vivo optical microangiography of tissue
with a volume rate of 4.7 volumes/s [12]. SS-OCT is also
widely used in clinical settings, such as ophthalmology
[13–16], dermatology [17], oral and nasal cavities [18]. OCT
angiography is based on motion contrast, and the risk of
motion artifacts increases with the increase of imaging range.
Motion artifacts can greatly affect the quality of angiograms
and the quantification of blood perfusion, so they must be
eliminated. At present, some motion artifact elimination
techniques have been developed. For example, triggering the
acquisition based on the heart rate [19], but this method
requires additional hardware additions; or acquiring a large
number of B-scans at the same location and averaging them
together [20, 21], however, this method increases the total
acquisition time. Also, it is possible to remove the frames
with motion artifacts that exceed a certain threshold [22],
which wastes data acquisition time at the expense of image
signal-to-noise ratio (SNR). Image registration methods have
also been used [23], but the conventional image registration
algorithm is likely to cause “over registration” of the position
where no motion occurs, dimming of blood vessel images,
and affecting the quantification of blood perfusion. So far,
research to eliminate motion artifacts continues [24, 25].

In this paper, we attempt to monitor the whole brain
microcirculation in MCAO rats over time using wide FOV
SS-OCT system. A constrained image registration algorithm
is used to remove motion artifacts. Cerebral perfusion levels
in the left and right hemispheres and the whole brain were
quantified and compared during the setting of ischemia. The
changes in the shape and location of the blood vessels were
also recorded. This work will provide new insights of the
pathology of ischemic stroke and is helpful to evaluation of
effectiveness of potential treatment strategies.

2 | METHOD

2.1 | System

In this work, we set up a wide-range SS-OCT system, as
shown in Figure 1. The light source employed is an akinetic
swept-source (MEMS-VCSEL, Thorlabs Inc, USA), operat-
ing at 200 kHz swept rate, with a central wavelength of
1300 nm, a bandwidth of 100 nm, and an axial resolution of
approximately 7.5 μm in air. The beam emitted by the swept
source was split into the sample arm and the reference arm
by a 90:10 ratio coupler (TW1300R2A2, Thorlabs Inc). In
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the sample arm, an aiming beam was combined with another
99:1 coupler to guide the OCT imaging. A 50-mm focal
length objective lens (AC254-050-C, Thorlabs Inc) was used
in the sample arm to achieve the lateral resolution of approx-
imately 16 μm. A pair of XY galvanometric mirrors were
used in the system to form a 3D scan. In order to control
both the galvanometric mirror and the acquisition synchroni-
zation, we added an AND gate circuit to the system. An
AND operation was performed to the triggering signal from
the swept source and the control signal (square wave) and
the resultant signal was used to control data acquisition. A
high-speed dual-balanced photodetector (Thorlabs,
PDB480C-AC) with 1.6 GHz bandwidth and a super data
sampling digital card (PXLe-5162, National Instruments,
USA) with 5GHz sampling rate were used to detect the OCT
interferograms, which provided a spectral resolution Rλ of
0.004 nm. The theoretical ranging depth is given by
Zmax = λ2/(4nRλ) [8], where n is the refractive index of the
sample and λ is the central wavelength. The theoretical rang-
ing depth of the system can reach approximately 78 mm.
Imaging of rat cerebral cortex does not require such depth of
detection, so each interference spectrum was digitized to
5000 points, which provided an actual measurement depth
of approximately 16 mm. Finally, an adaptive calibration
procedure proposed by Shaozhen Song et al was used in the
correction of the SS-OCT spectral [10].

2.2 | OCTA protocol

OCTA utilizes the intrinsic motion contrast caused by
dynamically moving particles (eg, red blood cells) to

differentiate functional blood vessels from static tissue back-
ground. In our system, the fast scanner (X direction) was
driven by a saw tooth waveform with a 160 Hz frame rate,
providing 6.25 ms time interval between adjacent repeated
B-scans. Each B-scan image contained 1000 A-lines that
occupied 80% duty cycle. The slow scanner (Y direction)
was driven by a step function waveform, which led to
800 B-scan positions with four repeated B-scans per step.
The FOV is 12 mm (X direction) × 10 mm (Y direction),
enough to cover the entire cerebral cortex of the rats. There-
fore, each data set of the OMAG contained 3 200 000 A-
lines, taking 20 seconds to complete the data acquisition.

Most current swept sources suffer from severe trigger jit-
ter and phase instability due to the variation of mechanical
movement, which reduces system reproducibility. In particu-
lar, intensity-signal-based OCTA does not require a phase-
stabilized system and thus can be used with phase-instable
systems such as SS-OCT. By comparing the performance of
intensity-signal-based OCTA with traditional phase-resolved
Doppler variance and that of color Doppler methods, Liu
et al concluded that the former demonstrated good perfor-
mance in both phase-stable and phase-instable cases [26]. In
this paper, a differential operation was performed for inten-
sity signals acquired at the same location at different time
points to distinguish moving particles from static tissue. In
the process of data acquisition, if small animals move,
motion artifacts will occur.

2.3 | Motion artifact elimination

Performing image registration for repeated B-scans at the
same location is an effective way to eliminate motion arti-
facts. According to our previous research, an efficient non-
parametric diffeomorphic image registration algorithm based
on Thirion's demons proposed by Tom Vercauteren et al has
been proven to be suitable for non-rigid transformation of soft
tissue images, such as small animal blood vessels [27, 28].
The algorithm can effectively remove motion artifacts, realize
the clarification of vascular images, and contribute to the fur-
ther analysis of cerebrovascular diseases in small animals.
Figure 2A shows an angiogram with motion artifacts (blue
arrows). In order to increase the intuitiveness of the image,
we added pseudo color. Figure 2B is an angiogram after reg-
istration based on Thirion's demons. However, there are still
shortcomings in this approach. Some locations where there is
no movement produced an “over registration” (green arrow),
darkening the angiogram and affecting the quantification of
blood perfusion. To solve this problem, we propose an image
registration algorithm based on constrained demons. We
repeatedly collected four B-scans at each position, using the
first B-scan as the reference image, and registering the next
three B-scans with the first B-scan. A similarity test is

FIGURE 1 Wide-range swept-source OCT system. L1, L2: Lens;
C1, C2, C3, C4: fiber coupler; BPD: balanced photo detector; M: mirror;
COL: collimator; CIR1, CIR2: circulator; GM: galvanometric mirror
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performed prior to registration and then determines if they
need to be registered according to the test results.

The method is to calculate the correlation coefficient
between the reference image and the image to be registered,
and then a suitable threshold is used. Frames only whose
correlation coefficient is smaller than the threshold are
selected to perform registration. Now, the threshold becomes
the key to the problem.

We separately calculated the correlation coefficient with
and without motion (n = 100). Two probability density func-
tion (PDF) curves were drawn, as shown in Figure 2D. The
blue curve indicates that no motion has occurred, while the red
represents the case of motion. From them, we found that the
correlation coefficient for no motion was about 97%, and that
for motion was about 85%; According to the minimum error
thresholding (MET) criteria [29], we set the threshold to 92%.

The registration result is shown in Figure 2C. The pro-
posed method can effectively remove artifacts, limit the
occurrence of “over registration” phenomenon, and at the
same time reduce the amount of calculation, and improve
the operation speed.

2.4 | Quantification of cerebral perfusion level

The cerebral vessel perfusion density (CVPD), defined as the
ratio of “pixels of blood vessels with flow” to “pixels of the
entire blood vessel image”, is an indicator of cerebral perfusion
level. In this paper, CVPD was calculated using “locally adap-
tive region growing algorithm” proposed previously [30].
Briefly, the algorithm consists of four steps: (a) The selection
of initial seed pixels; (b) Local region selection; (c) Threshold

update; (d) Similarity judgment. Firstly, initial seed pixels were
automatically selected with a certain gray value in an image
histogram. Then, a local region around the initial seed pixel
was determined based on vessel size, and a threshold was cal-
culated based on the value of seed pixels. Within the neighbor-
hood of the initial seed pixel, to which candidate pixels having
similarity will be incorporated into the object region (here, the
object region represents a blood vessel). The similarity here
indicates that the difference between two pixels is less than the
threshold updated constantly. Based on this growth condition,
the algorithm was repeated and terminated when there were no
absorbable pixels. This algorithm is characterized by automatic
adjustment of local growth criterion in different regions, as
well as the ability to extract pixels from almost all blood ves-
sels from unevenly illuminated OCT angiograms.

2.5 | Animal model

In this study, Three-month-old Sprague-Dawley rats (male)
were used, each weighing approximately 250 g. All proce-
dures were performed in accordance with the Animal Ethics
and Administrative Council of Northeastern University. All
efforts were made to minimize animal suffering and to
reduce the number of animals used. Surgical anesthesia was
induced with sodium pentobarbital (3%, 5 mg/100 g, IP).
The anesthetized rats were fixed on a stereotaxic apparatus
(ST-5ND-C) with ear bars and a clamping device. The fur
on the rats' heads was shaved, and the skin was cleaned with
saline. The skin was cut along the midline of the skull, and
the interparietal bone was exposed by pulling the skin to
both sides. The size of the exposed interparietal bone is

FIGURE 2 Image registration
method. A, An angiogram with motion
artifacts (blue arrow). B, The
angiogram after registration based on
Thirion's demons, the green arrow
shows the “over registration”
phenomenon. C, The angiogram after
registration based on constrained
demons. D, Correlation coefficients
between the motion and no motion
adjacent B-scans, the best threshold
is 0.92
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approximately 10 mm (anterior and posterior direction) ×
8 mm (lateral direction). The FOV provided by our system
(12 mm × 10 mm) can cover the entire interparietal bone.
Next, subcutaneous tissue and the periosteum were cleaned.
To obtain a clearer image, we ground the skull to a suitable
thickness using a 1.2 mm diameter flat cranial drill. After
the procedure, the rat was placed in the arm of the OCT sam-
ple and prepared for data acquisition (baseline).

The model of cerebral ischemia used in our experiments
was based on endothelin-1-induced middle cerebral artery
occlusion (MCAO) model described previously [31, 32].
The stereotaxic coordinates of the ET-1 injection were
0.9 mm anterior, 5.2 mm lateral and 8.7 mm ventral relative
to bregma. A dose of 3 μL ET-1 (60 pmol/L diluted with
saline) was injected at 1 μL/min. After injection, we waited
for 3 minutes to ensure that the drug was fully absorbed.
The needle was slowly removed, and the rat was immedi-
ately placed under the sample arm for scanning.

3 | RESULT

The entire cerebrovascular network was collected with only
one scan by the SS-OCT system. Figure 3A shows en face

maximum intensity projection (MIP) of the vascular network
in cortical layers of a rat brain (up to 300 μm depth) at base-
line (ie, before ET-1 injection), while Figure 3B-D shows
the MIPs at 15, 45 and 120 min after ET-1 injection, respec-
tively. As shown in Figure 3A, the system provided clear
visualization of the vascular network and associated net-
works in the middle cerebral arteries (MCA) domain, which
are located in relatively low positions on the left and right
sides of the rat brain. After ET-1 injection, the blood flow of
large blood vessels and capillaries in the MCA area
decreased dramatically, as indicated by the observed lack of
blood vessels. Figure 3E-H shows the corresponding vascu-
lar segmentation results obtained by our previously proposed
method (locally adaptive region growing algorithm).

CVPD was calculated based on the segmentation results.
Each 1000 × 800 pixel image was divided into two
1000 × 400 pixel images from the middle longitudinal line,
resulting in the ipsilateral hemisphere (ischemic side) and
the contralateral hemisphere (healthy side), respectively.
Four MCAO rats were used in the experiment, and statistics
was performed on the ipsilateral hemisphere, contralateral
hemisphere and the whole brain. Three time-varying CVPD
curves were obtained, as shown in Figure 4.

FIGURE 3 En face maximum
intensity projections (MIP) of the
vascular networks (A-D) and the
corresponding blood vessel
segmentation results (E-H), before and
after MCAO
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As shown in Figure 4, all three CVPD curves decreased
over time. Specifically, the curve representing ipsilateral
hemisphere declined the fastest in the initial 15 minutes,
followed by a marked slowdown. At 45 minutes, the per-
centage dropped to only 64% of the baseline. It then rose
slightly until 90 minutes and they started to decrease again.
It can also be seen that the CVPD curve of the contralateral
hemisphere showed a similar trend, falling to 82.5% of the
baseline within 120 minutes. The results of the four rats
were consistent with each other.

In order to explain this phenomenon, we performed quan-
titative analysis of contralateral hemisphere vessel diameter.
We randomly selected seven contralateral hemisphere ves-
sels (mainly large vessels) and measured the diameter of
these vessels at different time points, expressed percentages.
The result is shown in Figure 5.

It can be seen that the change of vascular diameter in the
contralateral hemisphere is consistent with in the CVPD
changes in the corresponding hemisphere. Within the first
45 minutes, vessel diameter experienced a continuous
decrease, after which it increased until 90 minutes. The other
three rats showed similar changes.

During the ischemic process, we found that the positions
of the blood vessels changed over time. We suspect this is
an occupancy effect caused by cerebral edema
(a complications of stroke). The occupying effect of cerebral
edema would compress the surrounding blood vessels, caus-
ing the blood vessels to shift and the diameter of the blood

vessels to decrease, resulting in further ischemia of the cor-
tex [33]. Assessing the occupancy effect of edema is of great
significance in evaluating the degree of cerebral edema pro-
gression. In this paper, a simple path tracking method was
used to study the occupancy effect of cerebral edema. A cer-
tain number of feature points were selected from an OCT
angiography. The locations of each point at different times
are recorded, respectively, to generate the trajectory of the
feature point. Obviously, such trajectory represents the dis-
placement of compressed vessels. In this study, each feature
point was manually selected from the intersection of bra-
nches of a vessel.

The result is demonstrated in Figure 6A shows three
OCT angiograms for the same location at 30, 60 and
120 minutes, respectively. The red rectangle represents a
region where vascular displacement is observed, while the
yellow arrows indicate vessels of that type. A number of fea-
ture points were selected manually from vascular branch
point in three different areas, named center, vicinity and
periphery, denoted in red, yellow and blue, respectively. The
position of each feature point at different times was recorded
and shown in the last angiogram (120 minutes), as depicted
in Figure 6B. For each point, its time-varying positions were

FIGURE 4 Percentage change in CVPD in the ipsilateral
hemisphere, the contralateral hemisphere and the whole brain,
respectively. Error bars represent standard error (n = 4)

FIGURE 5 Diameter of the blood vessels in the contralateral
hemisphere. Error bars represent standard error (n = 7)

FIGURE 6 Schematic diagram of vascular displacement. A,
Three OCT angiograms at 30, 60 and 120 minutes, respectively. The
red rectangle represents a region where vascular displacement is
observable while the yellow arrows indicate vessels of that type. B,
Path of blood vessel movement. Red ellipse indicates ischemia center,
and Red, green and yellow points are blood vessel branches in three
different areas, namely center, vicinity and periphery. The distance they
moved is shown in (C). ** represents P < .01
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used to generate a trajectory of it over time as a result of ves-
sel extrusion. Note that the center feature points (red) has the
largest displacement (0.17 ± 0.02 mm), with the displace-
ment of the vicinity ones (yellow) second (0.13 ± 0.03 mm)
and the periphery ones (blue) with the smallest displacement
(0.09 ± 0.04 mm), as demonstrated in Figure 6C. We esti-
mated the difference between different regions using t test.
Significant differences in distance of vascular displacement
between different regions were found (P < .01). Due to indi-
vidual differences, there are certain variations between the
vascular displacements of different rats, but their overall
trends are similar.

4 | DISCUSSION

In this article, we report some preliminary results of whole-
brain blood flow status after ischemic stroke. Through
employing wide-FOV SS-OCT, changes in blood flow per-
fusion level and in vascular displacement throughout the
brain were able to be observed. From the experimental
results, we found some phenomena. One is that the trends of
perfusion levels in both hemispheres are highly consistent
during MCAO, suggesting that ischemia in one hemisphere
would affect the state of blood flow in the other hemisphere.
An earlier study found that in the contralateral hemisphere
after a stroke, the CBF decreased in patients with unilateral
hemispheric infarction and unilateral cerebrovascular disease
(P < .05). Multiple regression analysis demonstrated a high
correlation between contralateral flow reduction and the
degree of flow impairment in the infarcted area (r = .941,
P = .0014) but not with age, risk factor profile, blood pres-
sure, PCO2, hematocrit, or duration of stroke [34]. Another
study showed that the CBF in the contralateral hemisphere
decreased significantly by 35%, compared to the baseline,
8 hours after ischemia, and this CBF reduction appeared to
involve the entire brain. They hypothesized that diaschisis
could be the basic pathophysiological process that can
explain this global decrease in CBF [35]. Some scholars
believe that the reduction of blood flow to the contralateral
hemisphere is related to collateral circulation. Nevertheless,
the mechanism behind it has not yet been understood.

From the results of this paper, we also found the phenom-
enon of vascular displacement. We suspect that this is cau-
sed by cerebral edema. Brain edema is one of the major
complications of ischemic stroke, and it causes most deaths
within the first week of the disease. Cerebral edema caused
by cerebral ischemia can be categorized into either cytotoxic
or vasogenic type [36]. The earliest phase of cerebral edema
is characterized by cytotoxic edema, where ions move
between extra- and intra-cellular spaces, and later along the
resultant osmotic gradient [37]. This phase occurs in the first
few hours of ischemia when the blood–brain barrier remains

intact. The second phase, characterized by vasogenic edema,
however, occurs after the blood–brain barrier is disrupted.
During this phase, the permeability of macromolecules
increases significantly, and consequently both hydrostatic
and penetrating forces play increasingly important roles
[38]. In both hemispheres, there is a correlation between
vasogenic edema and increased water content and vascular
volume. When cerebral edema develops, due to limited
intracranial space, local swelling of brain tissue squeezes the
surrounding tissues, resulting in ischemia. If medical inter-
vention is not taken in a timely manner, there will be a
vicious circle of cerebral edema, ischemia and cerebral
edema, which in turn can lead to life-threatening cerebral
hernia [39].

The aforementioned oscillation in CVPD and in vessel
diameter could be a sign of the vicious circle for brain tis-
sue. In order to explore the interaction between cerebral
edema on cerebral vessels, we further studied space occu-
pying effect of the former. In most previous studies, the
quantification of such effect was related to the measure-
ment of brain volume (such as MRI). In contrast, the
quantification method proposed in this paper is based on
vascular morphology. In Figure 6, it can be concluded that
the region surrounded by the red dashed line identifies the
area where space occupying effect is most severe in terms
of vascular displacement of the feature points; also in addi-
tion, ischemia is the most severe in this region, so there is
likely to be a strong correlation between cerebral edema and
vascular displacement. The capillary diameter of mouse cere-
bral cortex is 5–8 μm, while the largest vascular displacement
was approximately 170 μm. Therefore, this displacement is
likely to lead to a huge impact on cerebral microcirculation.
At the same time, this effect may also be related to a reduc-
tion in blood supply in the other hemisphere.

In summary, with whole-brain FOV and capillary resolu-
tion, the SS-OCT technique is a reliable tool for studying
cerebrovascular diseases and evaluating potential treatment
strategies.
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