Continuous Arterial Spin Labeling Using a Train of Adiabatic Inversion Pulses

Bradford A. Moffat, PhD, Thomas L. Chenevert, PhD,* Daniel E. Hall, MSc, Alnawaz Rehemtulla, PhD, and Brian D. Ross, PhD

Purpose: To develop a simple and robust magnetic resonance imaging (MRI) pulse sequence for the quantitative measurement of blood flow in the brain and cerebral tumors that has practical implementation advantages over currently used continuous arterial spin labeling (CASL) schemes.

Materials and Methods: Presented here is a single-coil protocol that uses a train of hyperbolic secant inversion pulses to produce continuous arterial spin inversion for perfusion weighting of fast spin echo images. Flow maps of normal rat brains and those containing a 9L gliosarcoma orthotopic tumor model conditions were acquired with and without carbogen.

Results: The perfusion-weighted images have reduced magnetization transfer signal degradation as compared to the traditional single-coil CASL while avoiding the use of a more complex two-coil CASL technique. Blood flow measurements in tumor and normal brain tissue were consistent with those previously reported by other CASL techniques. Contralateral and normal brain showed increased blood flow with carbogen breathing, while tumor tissue lacked the same CO2 reactivity.

Conclusion: This variation of the CASL technique is a quantitative, robust, and practical single-coil method for measuring blood flow. This CASL method does not require specialized radiofrequency coils or amplifiers that are not routinely used for anatomic imaging of the brain, therefore allowing these flow measurements to be easily incorporated into traditional rodent neuroimaging protocols.

Key Words: MRI; arterial spin tagging; arterial spin labeling; brain tumor; carbogen; blood flow

recent review of brain perfusion imaging (1) arterial spin labeled MRI were classified by two general approaches: pulsed ASL and continuous ASL.

While pulsed ASL techniques (1) do not require any specialized hardware that is not otherwise available on standard MR scanners, they generally have lower signal-to-noise ratio (SNR) than continuous ASL sequences (2). Pulsed techniques also require careful consideration of slice profiles used for spin tagging relative to image section definition to avoid artifact within blood flow maps. For example, the flow-sensitive alternating inversion recovery (FAIR) approach (6) is a well-known pulsed ASL method that combines slice-selective and non-slice-selective inversion datasets. In relation to rodent imaging, the relatively short transit time of the blood from the heart to the brain requires that the non-slice-selective inversion completely encompass the body or at least the torso. Therefore, a whole-body volume coil is preferred to transmit tag pulses. Unfortunately, MR perfusion images are typically limited by a low SNR; thus, signal reception with a small volume or surface coil is recommended. Certainly these requirements are satisfied by two-coil systems comprised of a large-volume transmit and a small surface reception coils, but physical setup and decoupling of these coils further adds to the complexity of this approach.

The aim of this work was to develop a new protocol for measuring perfusion in the rat brain that is simple, robust, and compatible with requirements posed by other imaging elements of neuroimaging protocols. In this method, perfusion weighting is achieved by pseudocontinuous ASL. The 9L rat brain tumor has been widely used as a preclinical model for the evaluation of experimental antitumor therapies. The 9L model presents a challenge for perfusion imaging, however, since despite being considered a “vascular” tumor, it is characterized by low blood flow of 20–60 mL/100 g/minute (3) relative to normal brain of approximately 100–200 mL/100 g/minute (3,4,7,8). The sensitivity of this technique for measuring changes in perfusion was assessed by alternating the air/carbogen inhalation mixture, which is known to modulate CBF.

**MATERIALS AND METHODS**

**MRI Acquisition**

The proposed MR perfusion imaging method was implemented by preweighting a fast spin echo (FSE) sequence (Fig. 1) with a train of slice-selective hyperbolic secant (HS) inversion pulses located inferiorly from the image plane. The location of the HS excitation band was set within the radiofrequency (RF) sensitivity of the quadrature birdcage coil (4 cm diameter by 5 cm length) normally used for rat brain imaging on our 7-T MRI system. The RF power of the HS pulses was set to achieve inversion at the desired location by inspection of the phase-sensitive one-dimensional object profile along the body-axis. The HS pulses had an 8 kHz bandwidth, an adiabatic selectivity of 1/15.79, and maximum amplitude of 903.5 milliGauss (mG) (10^-7 Tesla). Inversion pulse frequency offset and gradient strength were set to provide 8-mm-wide tag/control bands centered ±15 mm from the center of the imaged slice. To approximate continuous ASL labeling conditions, a long train of HS tag pulses was applied over a sufficient period to allow labeled blood to exchange with tissue water in the imaged slice. In the rat, blood transit and exchange time was expected to be within a few seconds. The labeling period can be extended further but possible gains are diminished since the label undergoes T1 decay. In these experiments, the labeling period was held fixed at three seconds, which is the same as previously used in other CASL experiments (3). The HS pulses were uniformly distributed over this three-second interval with the quantity of HS pulses used as the single independent variable for optimization. Simplistically, the pulse-to-pulse period should match the time to replenish each plug parcel of blood passing through the inversion zone. In reality, arterial blood flow is pulsatile and not plug-like. Nevertheless, the number of HS pulses can be optimized for a given animal by maximizing the signal difference between tag and control conditions in the imaged slice. This step was performed by alternating between tag and control conditions and inspecting the one-dimensional projection of the imaged slice as a function of HS pulse quantity. The one-dimensional signal profiles integrated over a range known to contain the brain provided an efficient means to optimize the number of ASL inversion pulses for each animal by plotting the relative difference between the control and arterial spin labeled profiles plotted as a function of quantity labeling pulses (Fig. 2). It was determined that 50 to 70 (depending on the individual rat) 2-msec HS pulses were needed to obtain maximum labeling efficiency. It is apparent from Fig. 2 that the labeling efficiency plateaus; therefore, the minimum number of HS pulses to reach this plateau was used to reduce specific absorption rate (SAR) and magnetization transfer (MT) effects. The MT degradation of the
image signal intensity was quantified by calculating the percent signal difference between each control projection and a projection with zero HS inversion pulses.

While the above one-dimensional method allows for efficient optimization of the inversion efficiency, it does not readily provide its quantification. Therefore, inversion efficiency was measured in the necks of four animals. These animals were positioned with the carotid arteries nearer the center of the RF coil than normally positioned for brain imaging. The inversion efficiency was calculated using a gradient-echo method similar to that previously reported (9). Briefly, one slice-selective HS inversion pulse positioned inferior (or symmetrically superior) to the imaged slice was applied per TR of a flow-compensated two-dimensional gradient-echo sequence. To emulate tag conditions in the CASL imaging sequence, the gradient-echo TR time was varied from 15 to 75 msec, equivalent to 200 to 40 HS pulses per three-second period, respectively. For comparative purposes, data were also acquired using a sinc-shaped inversion pulse to assess the benefit of adiabatic pulses on inversion efficiency. The inversion efficiency was calculated using the following equation:

\[
\alpha = \frac{(S_0 - S_1)}{2S_0},
\]

where \(S_0\) is the signal intensity from the carotid arteries when the inversion pulses invert spins 8 mm downstream from the image plane and \(S_1\) is the signal intensity of the carotid arteries when the inversion pulses invert spins 8 mm upstream from the image plane. The slice thickness of the inversion band was 8 mm and the image slice thickness was 1 mm. Echo time was held constant at 5 msec, the image field of view (FOV) was 3 x 3 cm, and the image matrix size was 256 x 256.

Pixel-wise maps of the inversion efficiency were generated (Fig. 3) as color overlays on the gradient echo images, and mean inversion efficiency for each TR period and each animal was calculated from regions of interest (ROIs) defined on the carotid arteries.

To acquire flow maps, CASL was accomplished with FSE based imaging sequence. Each three-second labeling period ended immediately before the initial 90° pulse of a 16-echo, 128-phase FSE sequence, with a TR/TEeff of 4000/14 msec, 2 mm slice thickness, and eight transients. The images were acquired with a 3 x 3 cm FOV, and the 128 x 128 acquisition matrix was subsequently zero-filled to 256 x 256. A \(T_1\) map of the imaged slice was also acquired with a magnetization inversion-prepared 16-echo, 64-phase encoding FSE sequence. The image acquisition matrices (128 x 64) were zero-filled to 256 x 256 so that the resulting pixel size was identical to that of the perfusion weighted images. Five different inversion times, \(T_i\), were used with two transients and TR/TEeff of 10,000/14 msec.

All imaging was performed on a horizontal bore 7-T Varian Unity Inova imaging system. Perfusion images or TBF maps were calculated using the formula for continuous labeling (5):

\[
TBF = \frac{\lambda}{T_1} \frac{(S_0 - S_1)}{2\alpha S_0}
\]

where \(\lambda\) is the blood/tissue partition function (assumed to be 0.9), \(T_1\) is the tissue longitudinal relaxation time, \(S_0\) and \(S_1\) are the image signals with inversion pulses applied to control and tag zones, respectively, and \(\alpha\) is the efficiency of the inversion pulses.

Animal Model

Rat 9L gliosarcoma cells were grown as monolayers in minimal essential medium supplemented with 10% fetal calf serum, 100 IU/mL penicillin, and 100 \(\mu\)g/mL streptomycin at 37°C in a 95/5% air/CO2 atmosphere.
Intracerebral 9L tumors were induced in male Fischer 344 rats weighing between 125 and 150 g as previously described (10). Briefly, $10^5$ 9L cells were implanted in the right forebrain at a depth of 3 mm through a 1 mm burr hole under anesthesia. Tumors were allowed to grow to reach approximately 100 mL (approximately 14–20 days post implantation). For MRI examination, rats were anesthetized with 1.5% isoflurane gas delivered by air or carbogen (95% oxygen + 5% carbon dioxide) at a rate of 4 liters/minute flowing over the nose/head. Animal body temperature was maintained at 37°C using a water pad and recirculating heated water bath.

The CASL protocol was used to produce quantitative flow maps of the rat brain in healthy Fisher 344 rat brains ($N = 4$) and 9L tumor-bearing rats ($N = 5$).

RESULTS

Animal-specific tuning of the CASL method involves determining the appropriate rate to apply HS tag pulses during the labeling period. As described, an alternating series of tag/control one-dimensional profiles of the brain are acquired as a function of quantity of HS pulses applied during the three-second labeling period. Figure 2 illustrates relative signal change vs. pulse count for a rat breathing both air/isoflurane and carbogen/isoflurane. From this plot, it can be seen that signal change (or labeling efficiency) increases with increasing number of hyperbolic secant inversion (HSI) pulses to a plateau. For all animals, the number of pulses at which this plateau starts is between 50 and 60 per three-second tag period. From integrated regions over these profiles the percentage decrease in signal due to MT effects was estimated. As expected, the MT effect increased with increasing number of inversion pulses. The maximum MT degradation observed with the 70 pulses was $35 \pm 5\%$. Therefore to reduce MT degradation and energy deposition the minimum number of pulses to reach the plateau was used in the subsequent acquisition of perfusion and control weighted images.

Quantification of the inversion efficiency was performed in separate experiments on four animals positioned to image the neck and carotid arteries (Fig. 3). By incorporation of inversion pulses within a two-dimensional gradient-echo sequence (see above) the inversion efficiency of HS and sinc inversion pulses were compared. In all four animals the repetition time at which maximum inversion efficiency occurred was 55 msec (or 55 pulses per three seconds). The mean inversion efficiency over all animals was $0.72 \pm 0.04$ when sinc inversion pulses were used and $0.79 \pm 0.05$ when HS pulses were used. From the expanded color overlay of inversion efficiency (Fig. 3) it can be seen that there is a distribution of inversion efficiency across the carotids possibly due to a distribution of flow with a maximum in the center and minimum at the periphery. This distribution is possibly the reason why the relative signal difference plateaus with increasing HS repetition rate (Fig. 2) instead of reaching a clearly defined maximum.

The left column of Fig. 4 shows examples of 16-echo FSE proton density weighted images of a normal rat brain compared breathing the air/isoflurane (a) and carbogen/isoflurane (c) anesthetic mixtures. The corresponding TBF (mL/100 g/minute) images (b and d) are shown on the right. Similarly, Fig. 5 shows the same sequence of images of an intracerebral 9L glioma-bearing rat. The hyperintense tumor is clearly evident on the right side of the brain (Fig. 5a and c). Since these images were acquired with a standard birdcage RF resonator there was no evidence of RF inhomogeneity across the images. Although 16 echoes were used to acquire the images the brain still appears sharp enough...
to resolve internal structures. Large blood vessels outside of the brain are heavily blurred due to the FSE sequence, but this does not affect the areas of interest in brain and tumor. Despite some reduction due to MT, the quality of the proton density images remains adequate to depict blood flow features.

The corresponding absolute TBF maps calculated using Eq. [2] are shown in grayscale on the right column of Figs. 4 and 5, and as color overlays in Figs. 6 and 7. In these images the gray/white matter structure within the rat brain can be resolved. Noise in TBF maps was estimated by the SD of 5 × 5 pixel ROIs defined in contralateral to tumor (N = 5) and normal brain (N = 4) regions. The noise of the TBF maps was determined to be approximately ±10 mL/100 g/minute. Thus SNR of TBF maps was adequate to quantify the heterogeneity of the low blood flow features of this tumor, which ranged from 20 to 100 mL/100 g/minute (Table 1).

As the anesthetic mixture was changed to carbogen/isoflurane (hypercapnic) the change in signal intensity is almost indistinguishable on the proton density images. However, on the TBF maps (Figs. 6 and 7) the effect of the carbogen gas on CBF is clearly evident. From these maps it can qualitatively be seen that the blood flow in the normal rat brain and the rat brain contralateral to the tumor increases significantly when the rat is switched from normocapnic to hypercapnic states. Due to the extremely low flow it is difficult to visualize on TBF maps whether the carbogen has an effect on the blood flow within the tumors (Figs. 5 and 7). Color overlays (Figs. 6 and 7) are helpful in depiction of flow heterogeneity, which is further characterized using histogram analysis.

From the histograms of TBF within brain and tumor (Figs. 6 and 7) the effect of carbogen on brain blood flow is readily apparent. In the normal brain the histogram distribution of flow approximates a Gaussian shape. This distribution shifts and widens to higher flow under the hypercapnic conditions (Fig. 6). However, for the brains with 9L tumors the distribution of blood flow is a bimodal with low and high flow components originating from the tumor and normal brain regions, respectively (Figs. 7 and 8). Note that there is a shift to higher flow in normal brain under hypercapnic conditions; however, the flow in the tumor remains relatively unaffected by the administration of carbogen.

A summary of the experimental results for four normal and five tumor-bearing rats is presented in Table 1. These result indicate that blood flow to both normal rat brain and the contralateral brain increase significantly when the anesthetic mixture contains carbogen instead of air, but the flow to the tumor is largely unaffected. Figure 8 shows using color overlays an example of the ROIs used for calculating the results in Table 1. Definition of subtumor ROIs are somewhat subjective; however, the results are meant for highlighting the heterogeneity of tumor TBF.

DISCUSSION
Tumor viability, oxygenation, and accessibility by blood-delivered anti-cancer agents are dependent on tumor blood flow. Moreover, as anti-angiogenic strategies progress for cancer treatment there is a need to develop imaging protocols adequately sensitive to tumor flow levels. The objective in this work was to develop a sensitive, robust, noninvasive, and quantitative measure of TBF in rodent brain cancer models.
In the original ASL approach described by Detre et al (4), saturation of blood spins was achieved by a train of spatially selective saturation pulses. However, flow-driven adiabatic inversion of blood spins has since become the preferred method for arterial tagging (5). In this method originally proposed for angiography (11), blood spins flowing along the direction of an applied gradient field continuously change Larmor frequency dependent on position along the gradient axis. As a result, flowing spins undergo adiabatic inversion via a fixed-frequency RF field. The use of CASL for quantification of TBF in rat brain tumors has previously been established and demonstrated to be sensitive enough to measure the low flow distributions present within the tumors (3,7). However, CASL has failed to gain widespread use in monitoring TBF in tumors in pre-clinical or clinical applications, which we expect is partially due to technical complexity.

The CASL sequence developed here maintains the CASL sensitivity to low flow and small flow changes while avoiding some of the technical difficulties of the true CASL methods. Acquisition of good quality flow maps can be achieved using only one volume coil for both excitation and detection of the nuclear magnetic resonance (NMR) signal. MT signal degradation of CASL sequence was moderate (~30%) relative to previous single coil CASL sequences (up to 70%) (12). The source of this MT reduction is likely due to a decrease in the power deposition of the train of HS pulses compared to the “truly” continuous ASL pulse sequences. Given the amplitude of the HS pulses reported here, the duty cycle (3.7%), and the ratio of peak power to mean power (1.56/6.12) of the HS pulses, the total power deposition was estimated to be at least 53% that of the previously reported single coil CASL protocols (9,12). This approach also obviates the need for additional amplifier/coils beyond a basic single RF-channel system. Finally, this approach offers additional practical advantages when other elements of the protocol require a volume coil for multislice imaging, such as in our studies on rodent tumor models. However, a single transmit/receive volume coil may have reduced sensitivity relative to a receive-only surface coil system.

<table>
<thead>
<tr>
<th>Tissue Blood Flow Results</th>
<th>Air/isoﬂurane, mean ± SEM (mL/100g/minute)</th>
<th>Carbogen/isoﬂurane, mean ± SEM</th>
<th>% increase, mean ± SEM</th>
</tr>
</thead>
<tbody>
<tr>
<td>Normal brain (N = 4)a</td>
<td>166 ± 16</td>
<td>198 ± 17</td>
<td>16 ± 10</td>
</tr>
<tr>
<td>Contra-lateral brain (N = 5)b</td>
<td>138 ± 25</td>
<td>169 ± 31</td>
<td>17 ± 11</td>
</tr>
<tr>
<td>Whole tumor (N = 5)b</td>
<td>43 ± 8</td>
<td>48 ± 13</td>
<td>5 ± 21</td>
</tr>
<tr>
<td>Tumor periphery (N = 5)b</td>
<td>57 ± 11</td>
<td>64 ± 12</td>
<td>8 ± 19</td>
</tr>
<tr>
<td>Tumor core (N = 5)b</td>
<td>29 ± 11</td>
<td>31 ± 9</td>
<td>2 ± 38</td>
</tr>
</tbody>
</table>

aResults for a single slice through the brain as exemplified by color overlays in Figure 5.
bResults for regions of interest as exemplified by the color overlays in Figure 7.

Figure 8. Examples of TBF ROIs for tumor core (a), tumor periphery (b), whole tumor (c), and normal brain tissue (d). From the corresponding histogram plots (e) it can be seen that the tumor has a significantly slower blood flow than that of the normal brain.
The CASL protocol for measuring TBF was validated here by measuring the blood flow in both normal rat brain and intracerebral 9L gliomas. The mean blood flow in normal rat brain was found to be $166 \pm 16$ mL/100 g/minute, which is within error of those previously reported in the literature (3,8,9). The measured blood flow within the tumor core ($29 \pm 11$) and periphery ($57 \pm 11$) were also within error of those reported by Silva et al (3).

An important aspect of this sequence is its sensitivity to measure low flows common in brain tumors as demonstrated by CASL protocol applied to the 9L tumor model. Random error in the flow maps was estimated to be approximately 10 mL/100 g/minute, which is less than the mean flow and heterogeneity within the tumor. As summarized in Table 1, the mean flow within the tumor periphery was significantly higher than the tumor core, which is consistent with known physiology of many tumors.

Finally, we demonstrated that this perfusion sequence could quantify dynamic changes in TBF using carbogen (a known vasodilator). The effects of carbogen on TBF distributions within the rat brain were contrasted to TBF data acquired under control conditions. The increase in blood flow to normal brain in response to carbogen is consistent with other studies of the physiologic effects of increased CO2 levels in normal brain (5,12–14). A quantitative comparison across these studies, including ours, is confounded by reactivity of vasodilators and anesthetics. However, the mean increase in blood flow (16%) reported here is within error of recent studies on rats under similar anesthesia conditions (8). The inability of carbogen to affect a change on blood flow in the 9L tumors is also consistent with previous results (15) indicating that the 9L tumor is relatively vasoinactive.

In conclusion, the described single coil CASL protocol is a simple and robust method to measure blood flow within the rat brain. It has similar inversion efficiency (0.79) to that of other single coil methods (9) without the same degree of MT degradation of image quality. The ability to quantitatively and non-invasively measure blood flow features within a low-flow tumor will facilitate the evaluation experimental tumor therapies in pre-clinical models. This approach offers several practical advantages for integration within other imaging protocols and straightforward implementation on a standard animal MRI system.

REFERENCES