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SEIFERT, M.J., ET AL.: Aortic Leaflet Perforation During Radiofrequency Ablation, A 15-year-oId gi'ri
underweni success/uJ radiofrequency ablation of an accessory pathway. Following ablation, a new lll/Vl
diastolic murmur was noted. Echocardiography revealed a perforaled aortic leaflet, with a small amount
o/adherent vaJvuJar tissue and trivial aortic insufficiency by color Doppler. The patient remains asymp-
tomatic. We are not aware o/any similar complication from electrophysioJogical study, catheter ablation,
coronary angiography, or percutaneous transluminaJ coronary angioplasty. We speculate that the current
state o/catheter technology contributed significantly to this complication. This case iliustrales the need
for using care in crossing the vaJve, continued advances in catheter technology to reduce the incidence
of complications, and careful physical examination prior to and following attempts at ablation. (PACE,
VoJ. 14, November, Part I 1991)
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Introduction

Recent advances in electropbysiology have
included radiofrequency catheter ablation of ac-
cessory pathways. Preliminary reports suggest tbat
catheter ablation in the Wolff-Parkinson-Wbite
(WPW) syndrome is effective and complications
are rare.^"^ We describe an unusual case of perfo-
ration of an aortic valve leaflet during radiofre-
quency catheter ablation of a left-sided accessory
pathway in a 15-year-old girl.

Case Report

A 15-year-old girl with WPW syndrome was
referred for catheter ablation of a left posterolateral
accessory pathway. She bad an 18-montb history
of exertional palpitations including one episode of
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near syncope during competitive swimming. Base-
line electropbysiological testing demonstrated a
single left poslerolateral accessory pathway. Or-
tbodromic atrioventricular reentrant tachycardia
was reproducibly induced. A hemostatic sheath
was inserted into the right femoral artery, and a 7
French steerable quadripolar electrode with a
large (length 4 mm; surface area 27 mm^) distal
electrode [Mansfield Scientific, Watertown, MA,
USA) was advanced under fluoroscopic guidance
without a curve until tbe tip reached the noncoro-
nary cusp of tbe aortic valve. The catheter was
tben advanced without introducing a curve in the
tip deflector until it prolapsed across the aortic
valve, passing retrogradely into tbe left ventricle.
Tbe ablation catheter was positioned between the
posterior leaflet of tbe mitral valve and the endo-
tbelium, advanced to tbe level of tbe annulus, and
manipulated to tbe site of earliest ventricular acti-
vation. An electrosurgical unit (Radionics RFG 3B
[Radionics Inc., Burlington, MA, USA]) was used
to apply radiofrequency energy between the distal
electrode of the catbeter in tbe left ventricle and
a large skin electrode. Voltage and current were
continuously monitored during each application.

1582 November 1991, Part I PACE, Vol. 14



AORTIC LEAFLET PERFORATION

Figure 1. (A) Two-dimensional echocardiogram, parasternal short-axis view, in early systole
showing the asymmetry o/the aorticvalve.fBjDiagramo/A. LA ^ le/f Qfrium;LC ^ le/t coronary
cusp; NC ^ noncoronary cusp; PA ^ pulmonarj' artery; RC = right coronary cusp.

The left posterolateral accessory pathway was suc-
cessfully ahlated with twenty applications of ra-
diofrequency energy. During manipulation, the
ahlation catheter was inadvertently expelled into
the aortic root seven times and, because of coagu-
lum formation and impedance rise, had to be re-
moved and the distal electrode cleaned three
times. Thus, the catheter was prolapsed across the
aortic valve a total of ten times during the course
of the procedure. Following the procedure no
antegrade or retrograde accessory pathway con-
duction could he demonstrated, and the ECG re-
vealed no preexcitation. Physical examination re-
vealed a new IIl/VI pandiastolic decrescendo mur-
mur at the left lower sternal border. A Doppler
echocardiogram revealed an asymmetric aortic
valve with a normal size noncoronary cusp, a large
right coronary cusp, and a diminutive left coro-
nary cusp (Fig. 1). The left coronary cusp demon-
strated a small central perforation with a flap of
valvular tissue seen to prolapse during diastole
(Fig. 2). There was trivial aortic insufficiency by
color Doppler, which was localized to the site of
perforation in the left coronary cusp (Fig. 3). The
patient remained hemodynamically stable and
symptom free. After 2 days of observation she was

discharged with instructions to ohtain antibiotic
prophylaxis for dental and surgical procedures.

The patient was seen in follow-up 4 weeks
after ablation. She reported some mild palpita-
tions in the interval since her discharge, which an
event recorder revealed to be rare premature atrial
contractions. The physical examination revealed
a harely perceptible I/VI aortic insufficiency mur-
mur. Color Doppler and two-dimensional echocar-
diography at follow-up revealed persistent aortic
insufficiency without significant change from the
baseline study. The ECG revealed no evidence of
preexcitation.

Discussion

We have described a patient with a left pos-
terolateral accessory pathway and WPW syn-
drome who underwent successful radiofrequency
catheter ablation of an accessory patbway. This
procedure was complicated by perforation of an
aortic valve cusp resulting in an aortic insuffi-
ciency murmur, which has become increasingly
difficult to appreciate on physical examination,
and trivial aortic insufficiency hy Doppler echo-
cardiography, which has remained stable. The pa-
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Figure 2. (A) Tivo-dimensionaJ echocardiogram, parasternal left ventricular iong-axis view, in
mid-diastole demonstrating a small shred of aortic valve tissue, prolapsing below the plane of
the valve into the left ventricle. (B) Diagram o/A. Arrow indicates valvular tissue prolapsing out
of the plane of the aortic valve into the left venlricJe. Ao - aorta; LA - left atrium; LV = left
ventricle; MV = mitral valve.

Figure 3. (Aj Two-dimensiona/ Doppler echocardiogram, parnsternaJ short-axis view, in mid-
diastole demonstrating trivial aortic insufficiency through a hole in the left coronary cusp. (BJ
Diagram of A. Arrow points to regurgitant iet seen on Doppler. Ao ^ aorta; LA = left atrium;
PA = pulmonary artery,

1584 November 1991, Part I PACE, Vol. 14



AORTIC LEAFLET PERFORATION

tient continues to he asymptomatic. To our knowl-
edge, perforation of a valve leaflet has not been
previously reported as a complication of catheter
ablation, electrophysiological study, coronary ar-
teriography, or percutaneous transluminal coro-
nary angioplasty.

Steerable electrode catheters presently avail-
able for radiofrequency ablation are relatively stiff.
We speculate that the current state of catheter
technology contributed significantly to perfora-
tion of the aortic leaflet. The significance of the
patient's asymmetric aortic valve and the extent to
which it may have predisposed her to valve leaflet
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