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THRONE, R.D., ET AL.: Discrimination of Retrograde from Anterograde Atrial Activation Using Intra-
cardiac Eiectrogram Waveform Analysis. The prevention 0/pacemaker-mediated tachycardias requires
a safe, reliabie method for distinguishing retrograde from anterograde atrial activation by dual chamber
pacemakers. Jn this study, a technique was developed to detect the morphoIogicaJ change that occurs in the
waveform of the intra-afrial eiecfrogram during retrograde atriaJ activation. The method employed for
waveform analysis is based upon statisticai correiation. In 19 patients undergoing eJectrophysioiogicaJ
studies, atrial electrograms were recorded from bipolar endocardial electrodes during sinus rhythm and
1:1 retrograde atrial depolarization while undergoing right ventricular pacing. Data were digitally sam-
pled at 750, 1,000, and 1,500 Hz. Templates of anterograde atrial depolarization were constructed by signai
averaging waveforms from an initial sinus rhythm passage. These were used for analysis of anterograde
depolarizations from a subsequent passage of sinus rhythm and a passage of known retrograde atrial
depolarization. Jn all 19 cases, a patient-specijic threshold could be derived to separate anterograde from
retrograde atrial depolarizations using 1,000 Hz and 1,500 Hz sampling rates. However, at a sampling rate
of 750 Hz, separation o/an(erograde/rom retrograde atriaJ activation was possible in only 16/19 patients
{84%}. We conclude that correlation waveform analysis of a suitably sampled atrial eJectrogram is a
reliable method of discriminating retrograde atrial depolarization from anterograde atrial depolarization
in intracardiac electrograms. (PACE, VoJ. 12, Octoher 1989}

pacemaker, pacemaker-mediated tachycardia, correJafion waveform analysis, dual chamber pacemaker,
tachycardia, tachyarrhytJimia

Introduction

The introduction of dual chamber, dual sens-
ing and inhibiting (DDD) pacemakers has allowed
physicians more flexibility in the treatment of
sinus slowing, sinus arrest, and atrioventricular
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block. A complication of this increased flexibility
has been the occurrence of pacemaker-mediated
tachycardia (PMT). PMT is most commonly initi-
ated by atrial sensing of a retrogradely conducted
ventricular depolarization followed by a sequen-
tially initiated ventricular stimulus.'"^ PMT can
also be initiated by other methods such as loss of
atrial tracking, atrial premature depolarizations,
or myopotential tracking.^'^

The most common method of preventing
PMT is by programming the postventricular atrial
refractory period (PVARP) to a value larger than
the ventriculoatrial (VA) conduction time at the
time of pacemaker implantation.^•^•®'" Automatic
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prolongation of the PVARP after sensing a sponta-
neous premature or a paced ventricular prema-
ture depolarization [VPD) may inhibit atrial sens-
ing of some retrograde atrial depolarizations;
however, this method has the adverse effect of
artificially restricting the upper limit of the atrial
tracking rate. PMT may continue to occur if VA
conduction time continues to increase when
compared to initial measurements made at the
time of implantation.^'^'^^

Alternative methods have utilized detection
of PMT in the presence of high ventricular rates
and have been proposed for incorporation into
DDD pacemakers. The stability of the retrograde
ventriculoatrial (VA) interval during PMT has
been examined," as has the effect of varying the
AV delay and measuring the VA interval.^^ Other
proposed techniques of detecting PMT by DDD
pacemakers have utilized extension of the
PVARP after a predefined number of paced ven-
tricular depolarizations above a predetermined
rate^'^ or automatically omitting a ventricular
pacing stimulus.^ However, in some patients with
true sinus or atrial tachycardia rather than PMT,
the pacemaker may set up a long-short ventricu-
lar depolarization sequence causing torsade de
pointes.^^ In other cases PMT at rates below the
threshold may not be detected.^

Some methods of detecting PMT have at-
tempted to utilize the direct discrimination of
retrograde atrial activation from anterograde
atrial activation. Such methods have included the
use of amplitude and slew rate,'*'̂ "̂̂ ^ the gradient
pattern detection (GPD) method,'^"^^ and combi-
nations of time and frequency domain parame-
ters.^^ None of these methods have been found to
be uniformly reliable.

Correlation waveform analysis has recently
been found to be effective in discriminating the
intracardiac ventricular electrograms which
occur during ventricular tachycardia from those
that occur during sinus rhythm.^^ This method
employs a statistical analysis of waveform mor-
phology that produces a numerical value which
specifies the amount of similarity or dissimilarity
when two depolarizations are compared. The
correlation coefficient is independent of the rela-
tive amphtudes of two signals, but is highly sensi-
tive to subtle changes in shape. Any depolariza-
tion with a morphology identical or nearly iden-

tical to a template derived during normal
conduction will have a correlation coefficient of
1, or close to 1. As the difference between any
depolarization and the template increases, the
correlation coefficient decreases to a minimum
value of - 1 . While values near - 1 reflect a high
negative correlation in the classic sense, for the
purposes of electrocardiographic waveform anal-
ysis such a value indicates a complete mismatch.
This is because a waveform of opposite polarity
from the normal depolarization, as detected by a
closely spaced bipolar pair, indicates an entirely
different direction of cardiac activation. Correla-
tion waveform analysis has also been utilized for
automated QRS analysis of surface ECC leads
during cardiac monitoring.^''•^^ More recently,
correlation waveform analysis has been applied to
the esophageal electrogram and found effective in
discrimination of retrograde from anterograde
atrial depolarizations during continuous electro-
cardiographic monitoring. ̂ '̂̂ ^

Methods and Materials

Electrophysiology Study
Bipolar atrial endocardial electrograms were

recorded during elective clinical cardiac electro-
physiology studies. Our patient population con-
sisted of 12 men and 7 women (age 28 to 87 years).
Patient data are given in Table I. None of the pa-
tients had dual atrioventricular nodal pathways
or accessory atrioventricular connections. Pa-
tients were studied in a fasting postahsorptive
state after sedation with 1-3 mg of intravenous
medazolam. After administrating 1% lidocaine
for local anesthesia, two or three 7 French side-
arm sheaths (Cordis Corp., Miami, FL, USA) were
positioned in the right femoral vein using the Sel-
dinger technique. Two or three 6 French quadra-
polar electrode catheters with an interelectrode
distance of 1 cm (USCI Division, C. R. Bard Inc.,
Billerica, MA, USA) were introduced and ad-
vanced under fluoroscopic guidance to the high
right atrium or right atrial appendage, right ven-
tricular apex, and, if three catheters were used, to
the tricuspid valve for His bundle recording. All
recordings were made with the patients lying su-
pine. Immediately before programmed stimula-
tion a 12-lead electrocardiogram was recorded
during sinus rhythm. Atrial electrograms were
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Tabie I.

Patient Information

Drug During Heart Atrial Eiectrode
Patient Sex Age EPS Disease Location 1,500 Hz 1,000 Hz 750 Hz

1
2
3
4
5
6
7
8
9

10
11
12
13
14
15
16
17
18
19

F
M
M
F
M
M
M

Li.

M

Li.

M
M
F
M
F
M
M
F
M

71
76
28
76
65
84
30
41
65
43
44
74
72
87
67
56
57
55
72

tso
None
None
None
None
None
None
None
None
None
None
Ve
None
None
None
QuVe
None
Ep
En

None
None
None
None
CAD
None
None
None
COPD
None
CAD
CAD
None
None
None
None
None
None
None

RAA
RAA
RAA
RAA
RAA
RAA
RAA
RAA
RAA
RAA
RAA
RAA
RAA
RAA
HRA
HRA
HRA
HRA
HRA

-1-

-1-

En = Encainide; Ep = Epinephrine; Iso = Isopril; Qu = Quinidine; Ve = Verapamil; CAD = Cornary Artery Disease;
COPD = Chronic Obstructive Pulmonary Disease; RAA = Right Atrial Appendage; HRA = High Right Atrium;
+ indicates positive separation, { - indicates no complete separation).

recorded on FM magnetic tape (Hewlett Packard
3968 and 3964A [Hewlett-Packard, San Diego,
CA, USA]) from the bipolar endocardial elec-
trodes positioned in either the right atrial append-
age (14 patients) or the high right atrium (5 pa-
tients) using amplifiers (Siemens Mingograf-7
[Siemens-Elema, Solna, Sweden]) with filter set-
tings of 0.5 to 500 Hz. Tape speed was 3 | inches
per second with a bandwidth of 0-1250 Hz. Atrial
electrograms were subsequently replayed and
digitized on an IBM PC/AT compatible computer
with a Tecmar Lab Master (Scientific Solutions,
Inc., Solon, Ohio. USA) analog-to-digital system at
sampling rates of 750 Hz, 1,000 Hz, and 1,500 Hz.
Programs for digitization and subsequent wave-
form analysis were written in the C programming
language and 8066 assembly language.

Method of Analysis

Data sets consisted of three 10-second pas-
sages from each patient. Two separate passages

were digitized from recordings made during sinus
rhythm. A third passage was digitized from a seg-
ment recorded during pacing of the right ventricle
at a rate sufficient to maintain 1:1 retrograde con-
duction to the atrium. The initial sinus rhythm
(anterograde) passage was used to construct a
template by signal averaging. The template was
employed for subsequent comparison with a sec-
ond separate sinus rhythm passage and a passage
of retrograde atrial depolarization. A careful se-
lection of window size (34 to 70 msec, mean
^ 44.5 ± 8.3) effectively excluded any local atrial
repolarization in order to avoid the inclusion of
injury current caused hy temporary endocardial
damage adjacent to the catheter. Depolarization
was defined as beginning at the first deviation
from baseline and ending at the instant repolar-
ization began. These endpoints were determined
visually prior to processing and were defined for
each individual patient. A software trigger (digital
differentiator) was used to detect automatically
each of the sequential atrial waveforms.
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Correlation Waveform Analysis

The correlation coefficient is a statistical
measure of the similarity of two waveforms. The
value of the correlation coefficient (pj falls be-
tween ±1 such that identical signals have a value
of +1, signals which are inverses of one another
have a value of —1, and dissimilar signals fall
within that range. Mathematically, the correla-
tion coefficient is defined as follows.

P =
j - T](Si - S)

where

Ti ^ the template points.
Si = the signal points to be processed.
T = the average value of the template points.
S = the average value of the signal points.
N = the number points in the template.
p = the index of merit.

We may rewrite this as
i-Nî N f-r "pi (Si - S)

coefficient at each sample point within a 50 msec
window, and similarly to the right for each sam-
ple point within a 50 msec window. The maxi-
mum value of all such correlations within the
sliding window was the indicator of best align-
ment and was taken to be the correlation coeffi-
cient for that depolarization. The potential ad-
vantage of this method is the creation of a best fit
alignment for similar waveforms, yielding the
highest possible correlation coefficient. The po-
tential disadvantage of this method is the creation
of artificially high correlation coefficients for dis-
similar waveforms as well.

Results

Results of correlation waveform analysis for
19 patients are given in Table 1 for three separate
sampling rates (1,500 Hz, 1,000 Hz, and 750 Hz).
Figures 1, 2 and 3 display the quantitative results
for each of the three sampling rates. Results for
each patient are displayed as a column located on
the horizontal axis, while the ranges of the corre-
lation coefficients are displayed along the vertical

= y

with

1 .

Si =

(TI - T)

^ - T)̂

(Si - S)

Notice that the correlation coefficient removes
the mean value and scales both the template (T)
and the signal (S), and thus is only measuring rela-
tive shape differences between signals.

Triggering

In computing the correlation coefficient be-
tween each depolarization and the template, a
sliding window was used to effect the most pre-
cise alignment of each waveform. The correlation
coefficient was computed by aligning the wave-
forms at the original trigger point and repeating
the calculation in the following manner: the
waveform under analysis was shifted in stepwise
fashion to the left, recalculating the correlation
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Figure 1. Plot of results o/the correialion coe^cient (p)
for discrimination o/anterogradefrom relrograde atrial
depolarizations for o sampling rote of 1,500 Hz. Patients
are listed by number on the horizontal axis. The range of
correJation for eoch patient is seen in the vertical bors
above the patient number. The upper entry shows the
ranges of p for anterograde fnormal) afriaJ depolariza-
tions; directly below are (be ranges for retrograde atriol
depolarizations. Tbere is no overlap in ranges for any of
ihe 19 patients.
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Figure 2. Plot of results of the correlation coefficient {p}
for discrimination of anterograde from retrograde atriai
depolarizations/or a sampling rate of 1,000 Hz. Patients
are Jisled by number on the horizontnl axis. The range of
correlation for each patient is seen in fhe vertical bars
above the patient number. The upper entry shows the
ranges of p for anterograde (normal) atrial depolariza-
tions; directly beiow are the ranges for retrograde atrial
depolarizalions. There is no overlap in ranges/or any of
tbe 19 patients.

and anterograde depolarizations. In Figure 4 (pa-
tient 8) the amplitude of the retrograde atrial de-
polarization is larger than the anterograde depo-
larization which would lead to a misdiagnosis by
a system requiring that anterograde amplitude
must be greater than retrograde. In Figure 5. (pa-
tient 13) the amplitude of the retrograde atrial
depolarization is smaller than the anterograde de-
polarization. Finally, in Figure 6 (patient 5) both
retrograde and anterograde atrial depolarizations
are biphasic. However the correlation coefficient
separates these signals at all three sampling rates.

Discussion
In 19 patients, correlation waveform analysis

was shown to be capable of discriminating normal
anterograde atrial depolarizations from retro-
grade atrial depolarizations induced by right ven-
tricular pacing with 100% accuracy at a sampling
rate of 1.000 Hz or higher. There was no global
threshold which provided discrimination across

axis. The range of the correlation coefficient for
retrograde depolarization in each patient is dis-
played directly below the range for anterograde
depolarization.

At sampling rates of 1500 Hz (Figure 1) and
1000 Hz (Figure 2) there is no overlap between
ranges of anterograde and retrograde atrial depo-
larizations for an individual patient, indicating
that a patient-specific threshold is possible for
separation. However, the range of separation he-
tween classes is generally smaller at the 1000 Hz
sampling rate than at the 1500 Hz sampling rate.
Finally, at a 750 Hz sampling rate (Figure 3), there
is overlap in the two classes of waveform for 3 of
19 patients. The separation range between antero-
grade and retrograde values for some patients is
further decreased from those at either the 1500 Hz
or 1000 Hz sampling rates.

Figures 4. 5. and 6 display the template, a
typical anterograde atrial depolarization, and a
typical retrograde atrial depolarization for pa-
tients 8, 13, and 5, respectively. The paper speed
is 200 mm/sec and all three passages are dis-
played at the same gain setting for both retrograde
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Figure 3. PJot of results of the correiation coe^cient (p]
/or discrimination o/anterograde/rom retrograde afria/
depolarizations for a sampling rate of 750 Hz. Patients
are iisted by number on the horizonfai axis. Tbe range of
correlation for eacb patient is seen in the vertical bars
above the paM'enf number. The upper entry shows the
ranges of p for anterograde (normalj atriaJ depolariza-
tions, directly below are the ranges for retrograde atrial
depolarizations. There is overlap in the ranges for 3 of
the 19 patients (36%).
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Template Anterograde
Depolarization

Retrograde
Depolarization

Figure 4. Examples of a template, a typical anterograde depolarization, and a typical retrograde
depolarization (palienf 8). Note that the retrograde depolarization has a signi/icantly larger
amplitude than the anterograde depolarization. However, the correlation coe^cient separated
anterograde from retrograde depolarizations for this patient at aiJ three sampling rates (750,
1,000. 1,500 Hz).

all patients. Individual thresholds were required
for each patient and were hased on results of cor-
relation waveform analysis of each patient's sinus
rhythm passage.

The small window sizes used to capture only
atrial depolarization and exclude injury current
(34-70 msec, mean ^ 44.5 ± 8.3), may have caused
the results to become poorer as the sampling rate

was decreased. The primary reason for the over-
lap in ranges of anterograde and retrograde atrial
depolarizations at the 750 Hz sampling rate is
probably not due to the high frequency content of
the atrial depolarization. Rather, it appears that
sampling rates must be high enough to include a
suitahle number of points in the template and
waveforms under analysis to produce a reason-

Template Anterograde
Depolarization

Retrograde
Depolarization

Figure 5. Examples of a template, a typical anterograde depolarization, and a typical retrograde
depolarization (patient 13). Note that the retrograde depolarization has a signi^cantiy smaller
amplitude than the anterograde depolarization. However, the correlation coefficient separated
anterograde from retrograde depolarizations for this patient at all three sampling rates (750,
1,000. 1,500 Hz}.
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Template Anterograde
Depolarization

Retrograde
Depolarization

Figure 6. Examples of a template, a typical anterograde depolarization, and a typical retrograde
depolarization (patient 5), Note that both the retrograde and the anterograde atriaJ depoJariza-
tions are biphasic and bave similar amplitudes. The correlation coefficient can separate antero-
gradefrom retrograde depolarizations/or this pafient at ail Ihree sampling rates (750,1,000,1,500
Hz).

able correlation analysis. This is especially true
when there are subtle differences between an-
terograde and retrograde depolarization and the
anterograde template size is small.

Comparison with Previous Studies
Direct discrimination of true retrograde from

anterograde atrial depolarizations without regard
to the timing of the waveform may be useful in
prevention of PMT as well as in other arrhythmia
diagnostic methods.

Timmis^^ examined various time and fre-
quency domain criteria from the atrial electro-
grams of nine different patients using bipolar
electrodes. These included peak-to-peak amjpli-
tude, duration, maximum slew rate, mean slew
rate and polarity in the time domain, and maxi-
mum frequency, half-power frequency, Fourier
amplitude peak, and peak frequency. No individ-
ual parameter was able to separate anterograde
from retrograde depolarizations in more than four
patients and at least three different parameters
were needed for successful discrimination in 7/9
patients. Wainwright'^ and Davies^" recorded bi-
polar atrial eiectrograms from three atrial sites
from ten patients and used sequential slew rate

changes and successfully detected retrograde
from anterograde depolarizations using the right
atrial appendage electrogram in all ten patients.
Retrograde conduction for 8/10 (80%) could be
detected from the high right atrial electrogram.

Pannizzo^ '̂̂ ^ measured amplitude, slew rate,
and the configuration of retrograde and antero-
grade eiectrograms from the right atrial append-
age in 34 patients (31 unipolar and 3 bipolar elec-
trodes). While no single parameter could discrimi-
nate in all cases, the combined use of both
amplitude and slew rate could differentiate an-
terograde from retrograde conduction in all 34
cases. However, this finding was not uniformly
observed in subsequent studies. For example,
Bernheim"' also used slew rate and amplitude
measurements in 130 patients and found that re-
programming atrial sensitivity would have pre-
vented PMT in only 60% of the patients. McAlis-
ter̂ ^ also analyzed both slew rate and amplitude.
Using amplitude alone, retrograde activation
could be distinguished in 68 out of 72 instances
(23 patients), however, slew rates were not signifi-
cantly different. In a subsequent study of 129 pa-
tients using unipolar atrial electrodes, McAlister^
found that in 81% of the patients the amplitude
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difference hetween the retrograde and antero-
grade atrial depolarization was at least 0.5 mV.
These measurements were obtained at the time of
implantation and could be expected to change as
leads mature or during exercise. Thus, methods
depending on amplitude alone may be of limited
value. Rosŝ ^ studied the effects of exercise on the
amplitude of the atrial eiectrogram from perma-
nent leads in 11 patients and found an average
amplitude decrease of 38.5% [range 18.9% to
77.8%) during exercise. One important advantage
of the correlation coefficient is that it measures
only differences in waveshape and is, therefore,
not dependent upon fluctuations in amplitude.^^
(Fig. 4, 5, and 6.)

Limitations

This study was done using acute leads posi-
tioned during electrophysiological study and the
recorded electrograms display characteristics not
common to chronic leads. Motion artifact in acute
leads may result in motion-related waveform
changes. Results could be expected to improve
with permanent leads since the wide range of an-
terograde depolarization correlation coefficients
in patients 2,15,16, and 18 may he due to motion
of the acute leads.

For this study, the size of the template used
for each patient was chosen individually to in-
clude only depolarization and not injury current
or local atrial repolarization. Once injury current
has suhsided, fixed width templates which in-
clude repolarization in chronic leads may he fea-
sible.

This study did not examine the effects of
drugs on the morphology of the atrial depolariza-
tions. To compensate for such changes, new an-

terograde depolarization templates may occa-
sionally need to be constructed. By deliberately
pacing the ventricle to induce retrograde conduc-
tion and sampling one of the retrograde beats, the
correlation coefficient between the current an-
terograde template and the retrograde depolariza-
tion can he computed, and if the discrimination is
no longer sufficient, a new anterograde depolar-
ization template could be constructed. It may also
be possible to store a template from the retrograde
as well as the anterograde depolarizations to de-
termine directly if the depolarization in question
is anterograde or retrograde.

Conclusion

Correlation waveform analysis appears to he
a reliable method of discriminating anterograde
from retrograde depolarization using bipolar en-
docardial atrial electrograms given a suitable
sampling rate and may be feasible for incorpora-
tion in dual chamber pacemakers for detection of
PMT. Correlation waveform analysis has pre-
viously been shown to separate ventricular elec-
trograms of sinus rhythm depolarizations from
those of ventricular tachycardia.^^ Incorporation
of a similar algorithm into dual chamber anti-
tachycardia pacemakers may allow separation of
both abnormal atrial and ventricular depolariza-
tions and allow for improved tachycardia diag-
nosis.
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